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INTRODUOTOEY NOTE 

Anyone who has not used the methods of measurement which 
are based upon the interference of light waves will find it difficult 
to appreciate the high degree of accuracy which can thereby be 
attained. lhat these methods are not more commonly used 
seems to be due in large measure to the fact that they have 
hitherto not received adequate treatment in the texts which are 
in general use in physical laboratories. For this reason this 
Manual of Advanced Optics,” in which these methods are for 
the hist time presented in text-book form to Btudonts of physics, 
is very timely, find should prove a valuable aid in making these 
very practical find useful optiofil methods familifir to till who may 
at any time lind it necessary to make nuuisurcmcnts of groat pre- 
cision. It is also liopod that tlic book will sorvii to promote 
interest in the gcneriil study of ('xperinienliil oiftic.s. Those who 
di!sire to enter into oplicfil invi^stigiii.ion cfin fiotget fi better foun- 
(hillon i.oi iul.urti work tluin by studying ilu^ opticjil tlieoriiis liere 
presfiiited, and performing the experiments described. 

A. A. Mi(jrn']Lao:isr. 


The Univejikitv on (ImcAOO, 
November 20, 1002. 


PREFACE 


That the practical study of optics has been somewhat crowded 
mt of physical laboratories by the demands of electricity is 
.ttested by the fact that there have already been published many 
xcellent manuals of the latter branch of science, whereas a prac- 
ical treatise on optics has not yet appeared. To be sure, the 
heory of optics needs no better treatment than it has received at 
he hands of Mascart, Drude, Bassett, Preston, or of the authors 
f the 'Winkelmann’s Ilcmdhuch dor PhymJc. But from what book 
an the student find out how to determine, for example, that most 
mportant constant of the spectrometer, the resolving power? Or 
rhore can he learn to study practically the methods of using the 
dionomena of intorferenco for exact measurementB? 

This small manual is an attempt to meeb the needs of the more 
idvanced students of optics. It has been written primarily for 
ho use of the author’s classes in the Universit^y of Chicago, audit 
o vers the work done by them during throe months of their senior 
ear. It is Imped, however, that it will be found useful at other 
miversities and will serve as a Btimulns to a more extensive study 
f this most fascinating branch of science. 

Every chapter begins with a brief dlscnssion of the theory of 
he exporiments which follow. In this discussion the attempt has 
icon made to avoid an inucJi aH poHBiblo tlio iibo of matliematicH — 
0 present ratlun- the pliysical ideas involved, and to nso tlmse 
doas in building up a concrete conception of the phenomena with 
/hicli wo are dealing. This lias often resulted in a lack of rigor 
if demonstration, e.g., in the ease of the grating. In all sncli 
ascB roferencoB have boon added so that those who wish the com- 
detc^ and rigorous demonstration can satisfy thcnnselves of the cor- 
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rectness of the conclusions. This course has been followed 
because the author believes that clear conceptions of fundamental 
ideas are absolutely indispensable to the physicist, and that the 
mathematical discussion, though often very elegant and conve- 
nient, adds nothing essential to these conceptions, but tends, 
rather, if used too freely, to cause one to forget the real essence 
of the subject. 

It is hoped that the descriptions of the manipulations are not 
so detailed as to reduce the student to a mere mechanical copyist. 
He should not be allowed to forget that there may be other 
methods of adjustment and manipulation which may be better 
than those suggested. The numerical examples are all taken from 
the note-books of the students who have taken the course. 

The apparatus needed for the experiments is not expensive. A 
spectrometer with such accessories as a grating, a pair of hresnel 
mirrors and a bi-prism, a pair of Nicol prisms, and some doubly 
refracting crystals can be used for a large number of the exorcises. 
The other necessary pieces are an interferoinoter and a polariscopo 
or saccharimeter. Every well eq^uippod laboratory should luive all 
of these things, and so the course avoids the ol)joctiou of requir- 
ing elaborate and expensive apparatus. 

The author’s own work is so arranged that a course of lectures 
on optical theory accompanies the laboratory work outlined in this 
manual. The two courses are indopondont, and of sucli a nature 
that either can be taken without the other. It is, liowover, very 
advantageous to take both. For the benefit of tlioso who take 
the laboratory work only, the last two chapters on tln^ develop- 
ment of optical theory and the trend of modern oiitics have been 
added. Though such cliapters are not usual in a lalioratory ■ 
manual, it is believed that they will serve the purpose of adding 
unity to the course, by placing each experiment in its {iroper con- 
nection with the general body of the subject, so that the whole 
will appear in good perspective. 
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The author does not claim any gi'eat originality for his work. 
He has followed to a large extent the method of presentation 
developed by Mr. A. A. Michelson and used hy him in his lec- 
tures. lie is also greatly indebted to the papers of Lord. .Kay- 
leigh, and to the treatises mentioned above, as well as to Kayser’s 
monumental work, Ilandbuch der Spectroscojpw. He is also under 
obligations to his colleagues at the University of Chicago. He 
received the course, somewhat in the shape in which ho has now 
written it out, from his predecessor, Mr. S. W. Stratton, and has 
received during the five years in which it has been growing into 
its present form many suggestions from the other members of the 
Physics Department. He further wishes especially to thank Mr, 
F. B. Jewett for making the drawings for the illustrations. 

Ryeeson Physical Laboratoey 
The University of Chicago, 

September 16, 1902. 
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LIMIT OF EESOLUTION 
Theory 

Since dillractiori plienomena play a very important part in 
all optical instruments, it will be well to begin the study of 
practical optics with a discussion of some of the cases of dilTrao- 
tioii which occur most frequently. Thu simplest method of 
observing these dilfraction phenomena is that devisutl l)y Fraun- 



hofer. The observation is most easily made ])y placing before 
a tclesiarpe, bxmsed for parallel rays, a smeon e.(mtaiMing the 
opening whoscs diltraetion pa,ttern is to l)e studied, and diroei/ing 
the tel(!S(!opo at a, distant point or lino soure.ie The advantii,ge of 

*Pniaah<)fer, Nctw Minlijmtiwv, <l(‘» fdcJih'.s, Denies. <1. k. Alcad. d. 
Wi.s.s, /ai Miintdieu, Vol. Vlli., p, 1, 1821. (h-sdiimrllr Wcrkc, ]). 0;); also 
Harper’s Saientijic Memoir's, II, Prismatic and Diffraction, Dpectra, p. 
la, 1898. 
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this procedure is apparent because only those rays which are 
parallel to each other in front of the screen come to a focus at a 
given point, and therefore the measurement of the diffraction 
pattern reduces to a measurement of angle only. 

The simplest case is that of a rectangular opening. 

Let AB (Fig. 1) represent a section of the screen by a plane 
perpendicular to two of the sides of the rectangular opening, and 
ab the section of the opening. Suppose that the source emits 
monochromatic light only, and is a bright line perpendicular to 
the plane of the drawing and so placed, with reference to the 
screen, that the rays when they reach the screen form a parallel 
beam which falls normally upon the opening. L represents the 
objective of the telescope, and FF' its principal focal plane. 

The image of the line source formed in this focal plane FF' 
will consist of a central bright band bordered on either side by 
alternate dark and bright bands, these latter decreasing rapidly in 
intensity as they are more remote from the central bright band. 

Let F represent the position of the center of the central 
bright band, and F' that of the center of the first dark band. 
We wish to find the value of the angle FLF' = 6 subtended at the 
center of the lens L hj F and F\ Through a draw ab, perpen- 
dicular to LF, and ad, perpendicular to LF'. . Then ab represents 
the wave front of that plane wave which is brought to a focus at F. 
All points of this wave front are in the same phase, and hence a 
bright band is produced at F. Along ad, however, the various 
points will be in different phases, the variation depending on the 
angle which ad makes with ab. If now bd = X. (A= wave length), 
the phases of the successive points along ad will vary from A to 0, 
that is, the phase at d will be a whole period ahead of that of the 
wave front ab, all parts of which are in the same phase, while at a 
the phases of the two coincide. Hence every point in one half of 
ad will have a corresponding point in the other half of ad whose 
phase differs from its own by ^A, Therefore, when the vibrations 
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from, all the points along ad are brought together at the focus F , 
they destroy each other in pairs, and darkness is the result. 

Now tbe sine of the angle between the wave fronts ab and ad is 


But, for the first dark hand, bd = X, and hence, placing = a 
and letting the angle bad = FLF' = 6, we have 



( 1 ) 


The illumination will again reach a minimum when bd = 2X, 
3X, . • . wiX, so that the general condition for a dark hand in the 
diffraction pattern formed in parallel light hy a rectangular open- 
ing is 

a sin 0 = mX, (^) 

in which wi stands for any whole number. 

If, however, bd => |x, the phases of the points along ad will 
/I 

vary from 0 to "X, and we may conceive the beam of light to bo 

divided into three sections of equal width by planes porpendicmlar 
to ad^ each section containing points whose phases vary over 
half a period. The corresponding points of two of these sec- 
tions will bo in opposite phases, and will therefore be in condition 
to destroy each other, while the third section will transmit light 
to the focus of the lens and produce a maximum, of illumination 
there. 

Similarly, when bd is any odd multiple of half a wave, that is, 
1,^1 ^ the phases of the consocutive points along ad will 

vary from 0 to and wo may (ioncoivo ad divided into 

/V 

+ 1 equal parts by planes perpendicular to nd. Then "Zni of 
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these parts are in condition to destroy each other in pairs, leaving 
one part to send light to the focus of the telescope. Hence the 


condition for a maximum of illumination is hd - — ^ — A., or, 


2 


. 2 m + 1 , 

Q, sni 0 = - — r — -A. 


(^) 


It is to he noted that, in determining the positions of the 
maxima and minima of illumination, it is necessary to consider only 
the width of the opening and the difference in phase of the two 
rays passing its edges. 

If the source consists of a pair of bright lines parallel to each 
other, the diffraction pattern in the focal plane of the telescope 
will be one which results from the superposition of the two pat- 
terns which correspond to the two sources respectively. Let 
^ (Fig. 2) denote the angle subtended by the centers of the two 



sources when viewed from the center of the lens X, and F the 
position of the center of the central bright fringe due to one 
source, and Q that of the center of the central bright fringe due 
to the other source. Then FLQ- = <^, and it is evident that if 
> B the central fringe at G, due to the second source, will be 
separated from that at F^ due to the first source, by a dark lino, 
and it will be possible to distinguish them from each other. If 
<j} = 0, the two central bright fringes will just touch each other, 
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and it may, or it may not, be possible to perceive that we are 
observing a double source. If two central bright 

fringes will overlap, and it will be impossible to recognize that 

the source is double. Hence A = 0 = — is called the limit of reso- 
lution. 

It is to be noted that this limit of resolution depends only 
on the width of the opening and the wave length of the light 
used. Also that, excepting the central band, the angular separa- 
tion between a maximum and its adjacent minima is 

sin & — sin 0 

%a 


Experiments 

I. Prove the Equation sin 0 = - 

It 

Apparatus. — The experiment is most easily performed with 
a regular spectrometer. 

Adjustments. — Telescope and collimator Bhould bo focused 
for parallel rays and their axes Jirranged in lino so that the image 
of the slit is seen in the center of the field of view of the tele- 
scope. The slit should be as narrow as the intensity of the 
source will permit. The screen containing tlie rectangular open- 
ing to bo studied should bo placed in front of the objective of the 
telescope. The difi'raction pattern will then appear in the field 
of view. 

It is, of course, not necessary to use a spoctromofcer. A tele- 
scope and a sufliciently distant slit source will give satisfactory 
results. 

Measurements. — The direct moasuromentof A ;n)ay be avoided 
by using a source of monochromatic liglit (sodium burner, mer- 
cury or cadmium vacuum tube). However, inasmuch as all sources 
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of monochromatic light are comparatively faint, much better j 
results will be obtained by using sunlight or the electric arc. 

A light which is sufficiently monochromatic for this purpose may ^ 

be obtained from sunlight by allowing the solar spectrum to j 

fall across the slit end of the collimator, so that the Fraunhofer | 

lines are parallel to the slit. The light which passes through the j 

slit will be sufficiently monochromatic and at the same time of j 

sufficient intensity to form very clear diffraction patterns. i; 

If the solar spectrum has been so placed that one of the 
Fraunhofer lines nearly falls upon the slit, we may assume virith 
sufficient accuracy for this purpose that the wave length which I' 
forms the pattern is the same as that of the Fraunhofer line 
which has been placed near the slit. If the slit has been placed 
at random in the spectrum of the sun or the electric arc, the 
'wavelength may be measured by introducing between the col- 
limator and the telescope a small diffraction giating having a 
known number of lines to the millimeter. 

The width of the opening may be measured on the dividing 
engine or with a micrometer microscope in the usual way. In 
order that 6 may be large enough to be measured with accuracy, 
a should be small, say 0.2 to 0.5 mm. 

If a spectrometer has been used to perform the experiment, 
the angle 9 may be read directly from the graduated circle of 
the instrument. If only a telescope has boon used, tlie angle may 
be measured by fastening a small mirror to the ttilescope and 
measuring with a telescope and scale the angle through which this 
mirror is turned. In case the vernier on the graduated circle of 
the spectrometer does not read to at least 5" it is bettm- to meas- 
ure 6 in any case with a telescope and scale. Since the angle 
between two successive dark bands or between two BucciOBHive 
bright bands is also ^ [cf. equation (2) and (3)], it is well to 
measure the angle which corresponds to ten or more bands rather 
than that which corresponds to a single one. 
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EXAMPLE 

Angular width of 7 bands 57' 29.7" 

Angular width of 1 band {$) 8' 12.8" 

Wave length (X) (measured by grating). . .0005866 mm. 
Width of the opening (a) 0.245 mm. 


- = .00239 
a 

sin A =.00239 

II. Determination of the Limit of Eesolution of an 
Openino of Width a . 

Apparatus. — An ordinary telescope and a rather coarse 
grating are all that is needed. 

Adjustments. — Set up before a source of monochromatic 
light the grating consisting of several slits about 1 mm. wide . 
and 1 mm. apart. Such a grating is most easily obtained by the 
method devised by Fraunhofer. Two machine screws are set in a 
plate of metal so as to be parallel to eadh other. A wire whose 
diameter is about half the distance between the threads of the 
screw is wound tightly about the two screws and soldered to 
thorn. When the wires are cut from one side of the pair of 
screws, the remaining wires form a very good grating. A 
tolescoiie, before the objective of which a screen containing an 
opening of width a has been placed, should be focused upon the 
grating. 

Measurements. — Place the telescope . with the screen 
before its objective rather near the grating and draw it gradually 
away, being careful to keep the edges of the slits of the grating 
in focus. . Find the point at which the observer first ceases to 
be able to distinguish that the source at which he is looking is 
made up of lines, i.e., the point at which the source appears to 
be uniformly illuminated. At this point the limit of resolution 
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has been reached. If now d is the distance between the centers 
of the line sources, and D the distance between the grating and 
the screen before the objective of the telescope, then, according 
to the theory given above, 

D a 

The distance D may be measured with a tape, and the other 
quantities as in the experiment above. 

This experiment is largely qualitative. Different observers 
will differ by 5% or more in determining the exact point at 
which the grating ceases to be resolved by the telescope. 


EXAMPLE 

Distance between openings (cZ) . . . . . 
Distance from source to screen {D ) . . 

Width of opening in screen (a) 

Wave length (sodium) (X) 

‘ A = .000385 

- = .000375 'H 
a 


0.138 cm. 

358 cm. 
0.157 cm. 
.0000589 cm. 


*In connection with the above the student will do well to read 
Schwerd, Die Beugungsersclieinungen aus den Ftindamentalgesetzen der 
Undulationstheorieanalytisoh entwickelt, Mannheim, 1835. Verdet, Legons 
d'optique physique, Vol. 1, p. 309 seq. Rayleigh, Collected Works, Vol. 1. 
p. 488. Phil. Mag. (5) Vol. 10, p. 116, 1880. 
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THE DOUBLE SLIT 
Theory 

In the preceding chapter the diffraction pattern produced by 
a single rectangular , opening was discussed. Let us now pass to 
the case of two such openings or slits oi: equal width and parallel 
to each other. It is, in the first place, quite evident that each 
one of these slits will produce maxima and. minima of illumina- 
tion in accordance with the above conditions, namely, equations 
(2) and (3). But in addition to these, other maxima and minima 



will be formed because of the action of the rays from the 
two slits upon each other. The conditions whitjh dcd.ermine tile's 
formation of these latter fringes may bo obtained by the same 
process employed above. 

The other conditions remaining tlie same as in Fig. 1, let ah 
and cil (Fig. 3) represent the two slits, eiudi of width a. Call 
the distance Ic between the neighboring edges of the two slits 
and lot a + 5 = d. 

Lot i?^be the point at which the wave front ad is brought to a 

ti) ■ 
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focus, and F' the corresponding point for some 

as BD. Draw BD from B perpendicular to LF , e P 

being determined by the condition aB = 2d. If n<w a , . 

(am + l)X, it will readily be seen, since cc =4«I>, that t lie 
points along Di’ will be in opposite phase to the correspon mg 
points along c'd'. The conditions by which the minima due to 
the interaction of the two slits are determined will, therefore, be 
= 3X, . . . 

If we call the angle between the wave fronts this is equivalent to ' 

sin 0= (^w + l)X. (^) 

Similarly, the conditions by which the maxima are determined 

aD = ‘■imX, 

%d sin &' = 

It will be noted that the angle between a maximum and its adja- 

cent minima is sin fl'- sin 6 = These maxima and minima 

which are determined by ecpiatioiis (4) and (5) are called those 
of the second order. 

It has thus far been assumed that the source was a brig i 
line, that is, that it was infinitely narrow. As all physically 
attainable sources have an appreciable width, they must bo looked 
on as a series of line sources tangent to one another along their 
lem^th. Each of these line sources will prodpco its own set ol 
hands in the focal plane of the telescope, so that the diflractmn 
pattern actually observed is really made up hy tlio superposition 
of a large number of such dilfraction bauds. If the angular 
width of tliG source, wlien viewed from the oonter of the lens L 
(Eig. 3), is equal to the angle botwoen tlio central bright fringe 
and its first adjacent dark fringe as determined liy equation (4), 
the central bright fringe formed by the light winch comes troin 
one edge of the source will fall on the first dark hand formed by 
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light from the other edge ol the eoaroe, and all trace o 
fringes will disappear. Hence it is seen that these uitorieienco 
bands prodnced by two slits, -for that is what these maxima anc 
minima of the second order really are, -may he used to moasui 
small angular magnitudes. That they enable ns to measure wave 

length also is evident from equations (4) and (5). 

As a clear understanding of these phenomena of interfcrenoo 
is desirable for what is to follow, it will be necessary to introi uoe 

here a more detailed discussion ol them. 

In order that two transverse vibrations, such as lo ig i ' 
waves are, may produce interference, it is essential that they have 
the same period. If they so interforo as to produce darkness, 
they must in addition have the same plane of vibration aiic ae 
same amplitude. Since only those rays which proceed from the 
same vibrating particle can fulfll these requirements, it is the 
•iundamental principle o;l: all inter, foronoe plienomena t ,ia’. oii y 
those rays which proceed from the same point of the source (nui 
interfere with each other. In order, thoroforo, to prodmas inter- 
ference, it is necessary to divide each ray into two, to lead the 
two over paths of different lengths !Uid to renniti^ tlumu Two 
rays which result from tliis operation, and which ai’O, tliereiore, 
capable of producing iiitorforone.e, are calh^d <u)nginieut, rays.^ 

Let us consider two eongrueiit rays which art^ traveling m the 
same direction along the same s(,raight line. If we lei; the line he, 
the axis of ir, and consider that the vih rations take place in the 
xy plane, the displacement of a particle at l,hc point u: due Id one 
of these rays will be given by 

yt=jU cos liTT 

and the displacement of the same particle due to tlie oilier ray by 

/ / ;/• I 

y„=A,GOH^7r{^y, X /’ 

in which the symbols have the nsiial weil-known Kigniliearuni. 
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The displacement of the particle due to both rays will, there- 
fore, be 

y = yi + y% = ^x cos 27r +.^2 cos 27r - 

This becomes by expanding the last term 

y = ^^ 1 + cos 2 TT^ cos 2tt — + J^asin 27r sin27j- 

If in this equation we now introduce two new constants, A and 
D, determined by the conditions 

S Z) 

Ai + A 2 cos 27r— = A cos 27r 

A A 


it reduces to 


. . n 8 . . D 

Ao sm 2'7r-- = A sin 2’7r 

A A 


, ^ ( t x + D\ 

y = AGQ& 2ir —y 


This equation tells us that the superposition of two simple 
harmonic vibrations w’hich are traveling in the same direction, 
results in, a simple harmonic vibration which has the same period 
as the two, but a different amplitude and phase. 

If we solve the equations which define A and D for J., we 
obtain 

A^= Ai Ai -\-2AiAi, cos 27r~- 

A 


In the special case in which Ai and Ag are equal, '^this becomes 

= 4J.i^COS®7r-|* (6) 

A 

Hence we see that if the difference of path 8 is a whole number 

g 

of wave lengths, i.e., if -r = 1, 2, 3, etc., A^ will have its maxi- 

mum value. But if 8 is an odd number of half wave lengths, 
8 1 3 5 

i.e., if = — , — , etc., A will be zero. 

A /i /i /i 
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Let Oi (Fig. 4) represent the optical axis of a telescope, and 
and /S'a two slits which are perpendicular to the plane of the 
drawing. 0 represents the center of a' slit source parallel to the 
two slits /Si and and separated from their plane by a distance 
hO = d. Consider 0 as the center of a coordinate system whose x 



axis lies in the plane of the drawing and is perpendicular to 50, 
and whose y axis is parallel to the slits, i.e., perpendicular to the 
page at 0. Lot r be any point of the source on the axis of a;, 
Q the angle and 5 the distance between the centers of the 

slits. The ditferenco of path D of the two rays and 
which come to a focus in a direction d, will bo determined by 

D = (k - Sir = GS, + S,r - Sir. 

But, since Or » x, 

7k'^= (P + (17; -h a;)^ 

''riierefore 

{S^r -f- Sir) {S^r - Sir) = -2bx. 

But S^r + Sir = 2d, nearly, and OS^ = bO, tlioroforo 


n = b 




But ^ is the angle subtended by Or at the center of the lens. 


If 


S' 


u 
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we call tills angle we shall have, as the difference of phase 
between the two rays, 

S = ^TT = %pTr (0 + ^) , 

A 

in which p represents the number of waves in the distance h 
between the slits. 

The intensity in the field of view in the direction 6 may be 
obtained from equation (6). If we denote by ^ (^) the intensity of 
the light which comes from an elementary band of the source 
at r, of angular width we have, as the intensity due to 
this band alone, 

(^) cos® jOTT {6 + i) = (^ (^) + < 3 E> (i) cos 2p7r (0 + i) dL . 
The total intensity in the direction 9 is the integral of this expres- 
sion, that is, if we let 

G = cos 2pTr^di 
sin ^p^ridi. 


onr equation representing the intensity becomes 

I = F G GO& 2ptt9 — S sin ^ptirO. 


The first term of the right-hand side of this equation, when taken 
between the proper limits, represents the total amount of light 
emitted from the source. The values of 6 which correspond to 
the maximum and minimum values of I are determined by the 


condition 


dJ 

dd 


0, or. 


G sin + 8 cos ^pvO = 0. 


From this we easily deduce as the equation for the intensity at 


the maxima and minima, 

/= P ± 


It has been shown above that as the width of the source 
changes, the fringes in the field of the telescope pass through 
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various stages of visibility, being sometimes very distinct, some- 
times totally lost. We may define the visibility of the fringes as 
the difference in the intensities of a maximum and a minimum 
divided by the sum of the same intensities. Thus if Ii represent 
the intensity of a maximum, and Jg that of a minimum, and V 
the visibility, we may write ' 


V = 


k-h 


(7) 


or, from the above, 


= 




(8) 


If the source is symmetrical with respect to the axis oi y, 8 - (9, 
and we have • 




F' 


(9) 


If the source is, as we have supposed it above, a uniformly 
illuminated rectangular opening or slit, <^(^) = constant, and 
hence, if we denote by a the angular width of the source when 
viewed from the center of the lens. 


F = 


G 


P 



cos 2p'!ri(U 


Sin pira 

PTTa 


If the linear width of the source is a. a = and we have 

d 


sin TT 


V: 


ha 

ba 

Xtl 


ha 


The fringes will disappear whenever is a whole number 


that is, when 


a 

d " T' 


( 11 ) 
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Since ^ is the angular width of the source, and ^ the limit of 

resolution of an oiDening of width 1), this condition is the same as 

the one previously mentioned (p. 20). 

II we have as a source a pair of uniformly illuminated slits 
placed symmetrically with respect to 0 (Fig. 4), each of angular 
width a and separated from each other by an angular distance y, 
the expression above must be integrated twice, once between the 


limits 


r _ “ -I + and again teUveen + 1- “ + 1 + g" 


a a 


result is 


sin pTra 

yjTra 


cosyjVy, 


( 12 ) 


in which p' is written to show that it differs from p. 

Thus, if the linear distance between the centers of the two 

Blits be denoted by v = f '"‘11 ^1®" 

appear not only in aocordaneo with eijiiation (11) but also when 

p'y = b I • • • • ‘1'"'* 


where // (= y/A) is written to distinguish it from the I in equation 

(11) and m is the order of the disappearance. 

Fig, 5 represents the two 



curves expressed by equations 
(1(3) and (12). The dotted curve 
corresponds to (12), and we see 
that from it we infer the sepa- 
ration of the two sources. The 
full curve corresponds to (10), 
and from it the width of each 
individual source may be ob- 
tained. It is also to be noted 


Figure 5 
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that the full curve is an envelope of the maxima of the dotted 
curve. 

Experiments 

Measure the Width op a Narrow Slit » 

Apparatus. — To get the best results in making measure- 
ments with the double slit it is advisable to use a large lens of 
rather long focus. A four or five inch telescope objective with a 
focal length of from one to two meters answers very well. The 
lens should be mounted fifteen or twenty meters from the source 
whose nature is to be investigated. The double slit should be 
mounted directly in front of the lens. These slits must either be 
movable so that their distance apart can be varied, or they may 
have a fixed distance apart aird the nature of the source may bo 
changed. In the former case the slits must be mounted on a 
plate and fitted with a right and left screw or with some other 
mechanism which allows them to be moved symmetrically with 
respect to the center of tho lens, while in tlie latter case they may 
be cut from a card. Slits about 1 mm. wide and 4 or 5 cm. apart 
are very satisfactory. 

Adjustments. — Sunlight or some other, bright light is 
allowed to pass through tho openings whoso dimonsions are to bo 
determined and to fall upon tho lens before which tho slits have 
been xdacOd. The image of the source when observed with the 
eyei)ioce is found to consist of a series of fringes. Oare must !)e 
taken to find tho interference fringes, which are narrower and 
clearer than tho diffraction fringes and which lie in tho center 
of tho entire x)attern. 

Measurements. — Tho observation may bo made either by 
sei)arating tho slits or by varying tho nature of tho source until 
the fringes disappear. In both cases it is necessary to measure 

*For similar solutions for sources of other shapes see Michelson, Phil. 
Mag. (5) Vol. 80, p. 1, 1890. Masoart, Traite d'OxMque, Vol. 8, p. 507 seq., 
Paris, 1893. 
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the distance 5 between the slits and the Avidth a of the source. 
If the source is double, the distance between the two apertures 
which compose it must also be measured. The distance d from 
the double slit to the source must also be known. Since the wave 
length X of the light used appears in the equation, it is well to 
filter the light used so that the rays which reach the lens have 
approximately one wave length. If white' light is used the disap- 
pearance observed will be that of the fringes of greatest bright- 
ness which correspond to the wave length .00055 mm. 

EXAMPLES 

1. A single slit was set up at a distance of 2080 cm. from the 
double slit. Sunlight was used. The width of the slit was set 
at random and the two slits moved until the fringes disap- 
peared. The following two sets of observations were made. 
Only the first disappearance of the fringes was taken. 


Wave length X.': 000055 cm. 

Width of slit a as measured directly 0.049 cm. 

Distance between slits 1 2.335 cm. 

Distance d to source ^080 cm. 

v = . 0000236 


% = .0000236. 
d 

2. The width of the slit was then changed so as to be .074 cm. 
and the distance between the double slits was found to be 1.545 
cm. Then, as above 

^ = .0000356, 

1 ) 

% = .0000356. 
d 

3. Using sunlight as before, the two slits were set at a fixed 
distance of 4.075 cm. apart. The width of the source was then 
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varied and measured when the fringes disappeared. In this way 
five disappeaiances were observed as follows, m denoting the 
order of the disappearance: 


m = 1, 

a = 

.377 mm. 

a 

m 

.377 mm. 

m = 3, 

cc 

.567 

c c 

.383 

m = 3, 

cc 

.858 

ii 

.386 

m = 4, 

cc 

1.150 

c i 

.387 

OT = 5, 


1.413 

u 

.383 




mean 

.383 mm. 


The distance d was in this case as above. Therefore 

^ = .0000135, 

1 ) 

^ = .0000130. 
cl 

4. A double source was used whos'e two components were 
0.053 cm. apart, i.e, , (3 = 0.053. The distance d remained 3080 cm. 
Disappearance of the fringes was observed for the following 
values of V : 


m = 1, 

1)' = 1.085 cm. 

-b = 3.170 cm. 

3m - 1 

II 

“ 3.334 

“ 3. 310 ‘ 

w = 3, 

“ 5.580 

“ 3.333 

n = 4, 

“ 8.015 

“ 3.390 



mean 3.337 cm. 


4 = 0.0000355, % = 0.0000347. 

d ’ 3 


Ill 


THE PEESNEL MIEEOES 
Theory 

In the preceding chapters the nature of the measurements 
which can be made by observing the interference phenomena 
which arise when the light from a source is viewed with a tele- 
scope, before the objective of which one or two slits have been 
placed, has been discussed. This method of producing interfer- 
ence is encumbered with two serious objections, Pirst, the rays 
which interfere cross at a rather large angle, which results in 
making the fringes very narrow; and, second, the amount of light 
received by the observer is small because the source must be very 
narrow in order to see fringes at all. These two drawbacks may 
be obviated by suitable changes in the form of the apparatus. 

It is evident that, in the formation of these bands, that por- 
tion of the objective which is covered plays no jiiirt. Hence, it is 



possible to dispense with the entire objective excepting those 
portions which are immediately behind the slits, '’.rhese portions 
need not, for this purpose, be curved, but may bo replaced 
either by prisms as in Fig. Ga or by mirrors as in Pig. Ci. 

30 
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Both these forms enable us to increase the width of the fringes by 
changing the inclination of the rays which meet at F. In 
broadening the fringes by these methods it is necessary either to 



PlGtTBB 7 


make the distance MiF or 8iF large, which is objectionable on 
practical grounds, or to bring the mirrors or prisms closer together. 
This latter procedure changes the telescope with which we began, 



FiatriiH 8 


into one of the two well-known forms of interference apparatus, the 
Fresnel mirrors or the bi-prism. The mirrors are shown diagram- 
matically in Figs. 7 and 8, the bi-prism in Fig. 9. It is evident 



PlGTIBH 0 


that these two forms of interference apparatus are limited in 
their possible applications because the various parts can not be 
moved sufliciently with reference to each other. 
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The angle between the rays which interfere may be made 
smaller and the fringes thereby enlarged by inserting at J-a plane 
parallel plate of glass, as in Kg. 10. The ray U.F is transmitted 



and the ray M^F reflected by the plate F, so that by a suitable 
inclination of this plate the angle between the rays may be made 
as small as desired, and hence the fringes may be indefinitely 
enlarged. 

A further great improvement nan be made by replacing the 
slit by another piece of the plane parallel plate inserted at 0, as 
in Fig. 11. With this arrangement the light is not limited to a 



beam that has passed through a slit, hut may come from any 
broad source. The gain in illumination obtained by this simp e 
device is enormous. The instrument sketched in Fig. 11 is an 
interferometer. It is capable of many variations of form, and can 
be used for a large variety of delicate measurements. By thus 
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converting the telescope into an interferometer all definition and 
resolution are lost, but a great gain in accuracy is the result. 

We will begin the discussion of the various forms of inter- 
ferometer with the simpler cases of the Fresnel mirrors and 
bi-prism, f Let Fig. 12, represent the projection of 


S 



the two mirrors on a plane porpeiidif3ular to their lino of inter- 
section, and 8 the projection of a line source of monochromatic 
light, that source being parallel to the intersection of the mirrors. 
Then 8^ and ^Sa will represent the two virtual images of 8 
formed by and respectively. Lot Ali represent a screen 
parallel to the line joining the virtual sources 8x <i,nd /SV 

Tlio illumination upon the screon AB, duo to light rollocted 
by the mirrors, will be identical with that duo to two si^parato 
-sourciGs, 8i and ;Sa, each of the same intensity as 8. Since F 
is on the perpendicular erected at the middle of* the lino aS^S!., it is 
Gfiuidistant from 8i and /St, and therefore eacli pair of congru- 
ent rays from the source will arrive at P in tlio samo plinse and 

* Michelsori, Am. Jour. Sei. (3) 39, p. 115, ESDO. 

t Fresiiol : BKvwire airr Id Diffradwn da la LuniMre, (i-l. Oeuvres, 
Vol. 1, p. 32!) .se(i. Mthu. da VAaad., V., p. 414, 1820. 


34 


MAI^UAL OF ADVANCED OPTICS 


produce a maximuni of illumiiiatioiL tliere. It is necessary to find 
what will be the illumination at any other point P' on the screen. „ 
This will clearly depend upon the difference in length of the paths 
of the rays which arrive at P' from and 8^ respectively. This 
difference of path is expressed in the notation of page 23 by 

but the illumination at P' is a maximum when this difference of 
path is a whole number of wave lengths, mX. Hence the condi- 
tion for a maximum is 

lx 

mX = -T ’ 
a 

that is, we have a bright fringe at distances x from the center P 
equal to -A, ~A, ^A, etc. . The distance between the successive 
maxima is seen to be constant. If we call it e we have 

6.h. (14) 

0 

We can use the mirrors then to determine wave lengths, for d 
and e are easily measured directly, and if the distance from the 
source to the intersection of the mirrors be called/, and the angle 
between the mirrors a, it is readily seen that 

I = 2/’ sin a ; 

hence 

. A = 4" 2e sin a. (f 

d 

The measurements can be further simplified by placing the sonKjO 
at an infinite distance by means of a lens. Then / and d become 
infinite together and their ratio is unity. Under these con- 
ditions we have 


A = 2(3 sin a. 


(15) 
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In order to obtain good results witli the mirrors tbe conditions 
assumed in tbe above discussion must be accurately fulfilled. Tlie 
two mirrors must touch each other along one edge, and that edge 
must be made to coincide with the intersection of their reflecting 
surfaces.* We have already shown that when the angular width of 
the source, viewed from the intersection of the mirrors, is equal 
to the angular width of a fringe, viewed from the same point, the 
fringes disappear. Therefore, a narrow source is necessary for the 
production of distinct measurable fringes. The effects of diffrac- 
tion on the phenomena have been discussed by Weberf and by 
Struve. J 

Let us now consider “the effect of introducing a transparent 
plate in the path of one of the rays. Let Mi and (Fig. 13) 



represent the mirrors, and 8i and 8% the virtual sources as in 
Fig. 12. Suppose we introduce into the path of one of the rays 
SiP a ■ plane parallel plate Q of some transparent substance, 
whose index of refraction for the monochromatic light used is yu., 


*Feussner, Winkelmann, Handhueh der Pliysik, Vol. II, Pt. 1, p. 538. 
t Weber, Wied. Ann., Vol. VIII, p. 407, 1879. 
t Struve, Wied. Ann., Vol. XV, p. 49, 1882. 
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and whose thickness is t. The change D in the optical length of 
the path 8iP produced by the plate Q will be 

The difEerence between the optical paths of the two rays at any 
point of the screen P' will then no longer be expressed by 

l\ty* 

^iP'= but by 


This difEerence of optical path is zero when 

= (/^ - 1) -y ’ 

I, 

by which the distance through which the central fringe of the 
system is shifted from its former position P by the introduction 
~ of the plate Q, is determined. But at this distance a; we had, 
- before the insertion of the plate, a fringe determined by the 

'equation. 


in ivhich p stands for any number, whole or fractional. If m this 
equation the value of found above be substituted for we see 
ttiakthq^central fringe of the shifted system takes the place of 
that fringe of the original system whose order is 

- (16) 

• ~ X ^ 


It haa thus far been asaimed tbat the source emitted mono- 
chromatic light only. If this is not the case, but waves of varioua 
lengths are sent out, each set of waves will form its own set o 
fringes in aoeordance with equation (Id). Since the distance 
between tbe fringes which correspond to each wave length is pro- 
portional to that wave length, the resultant figure on the screen will 
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consist of the superposition of a number of systems of fringes of, 
unequal breadth. If the mirrors are so arranged, as in Eig. 12, 
that the rays from the two sources travel entirely in air before 
reaching the screen, the position of the central fringe, which is 
determined by the condition, S^P' — SiP’ = 0, will, since this 
condition is independent of the wave length, be the same for all 
colors. Hence all systems of fringes will agree in having a bright 
fringe at that point P which is determined by this equation. If 
white light be emitted from the source, the central fringe will be 
white, free from all trace of color. Hence it is called the 
achromatic fringe. Since the distance from P of any other 
bright fringe is proportional to the corresponding wave length, 
the various systems of fringes will correspond with each other at 
no other point. Hence the adjacent fringes will be colored, their 
color depending on how the various systems happen to overlap at 
the point considered. 

If the symmetry of the optical paths be disturbed by the 
introduction of a transparent jDlate into the path of one of the 
rays, as in Eig. 13, the central fringe of each system will be 

tcl 

shifted, as we have seen, an amount (ju, - 1) which will be 

different for each wave length, because /x varies. In this case 
there will, in general, be no point at which the congruent rays of 
all Avave lengths will arrive in the same phase. There will, there- 
fore, be no absolutely achromatic fringe. Nevertheless, a system 
of colored fringes may be obtained whose central band appears 
nearly achromatic. The determining condition here is not that 
the difference in the optical paths S^P' and SiP' equals zero, which 
is manifestly impossible because of the dispersion of the plate Q, 
hut that the change in phase at the point P', corresponding to a 
change in wave length, be a minimum. Let x be the distance 
from P, the position of the achromatic fringe Avhen the plate Q 
is out, to the point P', where the central fringe of the colored 
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system appears wlieii tlie plate Q is in. The optical differeiice of 
path of the two rays has been shown to be 


But ~ is the apparent or geometrical retardation, which we will 
0 / 

call D\ and {{x-l)t = D, which we will denote now by / (X) . The 
difference of phase at P' for any wave length will, therefore, be 



%Tr 


X 


In order that this difference of phase be a minimum, its derivative 
with respect to X must be zero. Performing the operation we get 

-D' =/ w -y ' w = •» (i - 


Now equation (16) tells us how much the central fringe of the 
system corresponding to any wave length X is shifted by the 
introduction of the plate Q, that is, it is displaced till it coincides 
with a fringe of the order 



m 

X 


But the central fringe of the colored system is thereby shifted till 
it coincides with that fringe of the system produced by wave 
length X, whose order is 

/ = ^=P-/'W* 

Plence the center of the colored system is displaced frpm the 
shifted center of the system corresponding to X by the number 
of fringes expressed by the equation 

This displacement can readily be calculated if we know t-he 
form of the function of X for the substance of which the plate Q 
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consists. It has been found that that form of function first 
proposed by Cauchy satisfies the experimental facts very well for 
the visible spectrum. Assuming this equation, we have 


but 

hence 


/(X) = (4+:|-l)<, 


hence 


f W=-^’ 


P -P 


(17) 


Experiments 

Measurement oe Wave Lengths with the Mirror 

Apparatus. — The observations with the Fresnel mirrors 
can be made in several ways. In every case it is, of course, 
necessary to have a pair of mirrors properly mounted. The 
mirrors which are usually furnished with the optical bench are 
entirely satisfactory. They are mounted as follows: A brass 
plate, which, can be fastened upon one of the uprights of the 
optical bench, serves as a mounting for both mirrors. One 
mirror is so fastened to this plate that it rests upon throe screws, 
and can thus be adjusted so as to bo parallel to the other mirror, 
which is rigidly fastened upon a slide and can be moved by moans 
of a micrometer screw in a direction at right angles to its surface. 

Simple and effective mirrors can bo made according to 
Quincke* in the following way : Select a piece of best plate glass 
about 10 cm. long, 2.5 cm. wide, and 3 mm. thick. Out it in 
the middle into two pieces each 5 cm. long. Blacken the rear 

♦Quincke, Pogg. Ann. 183, i). 41, 18(57. 
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suifacGS with, shsllac coDtainiiig lamp black, in order to destroy 
the reflection from the rear surface. Plane a heavy block of wood 
smooth and flat, and arrange six balls of soft wax of equal size upon 
the block in such a way that each of the two. pieces of plate glass, 
when placed upon them, will be supported upon one ball along the 
edge where the two touch and upon two balls along the edge 
which is farthest from the edge of contact. Dust the surfaces 
carefully and lay upon them another piece of carefully dusted 
plate glass about 20 cm. long, 5 cm. wide, and 3 mm. thick. 
Press firmly with one finger upon the larger plate of glass directly 
over the line of contact of the two smaller pieces. The upper 
glass will bend enough to set the lower pair of plates at a small 
angle with each other, and will at the same time keep their edges 
of contact together. The original apparatus used by Fresnel was 
of this nature. 

In case it is desired to perform the experiment with divergent 
light, i.e., according to equation (14'), it is necessary to have in 
addition to the mirrors a slit, a micrometer microscope, and a 
telescope and scale. If the experiment is to be performed with 
parallel light, i.e., according to equation (15), an ordinary spec- 
trometer may be used to advantage, the mirrors taking the place 
of the prism. The angle a can then be measured directly upon 
the graduated circle of the instrument, and the distance between 
the fringes can bo determined by removing the objective of the 
telescope, and measuring the angle which the fringes subtend, 
and the distance from the line of contact of the mirrors to the 
focal plane of the eyepiece. The description of the experiment, 
as given below, applies to the optical bench. Its adaptation to 

other methods is left to the student. 

Adjustments. — First, the centers of the slit, the mirrors, 
and the micrometer should be brought into the same horizontal 
plane by measuring their distance from the table upon which the 
apparatus rests. Second, the slit and the cross-hairs of the 


THE FRESNEL MIRRORS 41 

micrometer should be made vertical. The slit- may he made 
vertical with the aid of a plumb line. The cross-hairs must 
then be adjusted so as to be parallel to the slit by forming by means 
of a lens of short focal length an image of the slit in the 
plane of the cross-hairs and then rotating the micrometer about 
a horizontal axis. Third, the mirrors should be adjusted so 
that their line of intersection coincides with the edges which / 
are in contact. This can be approximately accomplished by 
observing the image of a straight edge in the -mirrors and 
adjusting until this image is an unbroken line. The accurate 
adjustment is made with the help of the fringes. The mirrors 
are then set in place so as to reflect the light from the slit to the 
micrometer. 'J'he angle between the slit and the plane of the 
mirrors should not be less than 10° in order to avoid complica- 
tions due to diffraction at the edges of' the mirrors. On looking 
into the micrometer, the slit being illumined with monochro- 
matic light, and altering slowly the angle between the mirrors, the 
fringes will appear if the preliminary adjustment has been care- 
fully made. If the fringes do not appear, the plate which carries 
the mirrors should be turned about a horizontal axis to bring the 
intersection of the mirrors parallel to 'the slit, i.e., vertical. If 
the fringes oven then do not appear it indicates that the intersec- 
tion of the planes of the surfaces of the mirrors does not coincide 
with their common edge. This may be caused by not having 
adjusted, the mirrors so that both are vertical, or by allowing one 
to protrude in front of the other. The fringes may then be found 
by turning the mirror which is supported on three screws, about 
a horizontal axis, or by moving the other mirror, which can be 
displaced in a direction perpendicular to its surface, or by both 
operations. When the fringes appear they will probably not be 
parallel to the cross-hairs of the micrometer. Their centers may 
be made parallel to the cross-hairs by tilting the adjustable mirror 
about a horizontal axis. They may be made parallel to the cross- 
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hairs throughout their entire length by tilting the plate which 
carries both mirrors, about a horizontal axis. Having thus 
obtained straight monochromatic fringes parallel to the cross- 
hairs, the fringes in white light are found by displacing the 
mirror which is movable in a direction normal to its surface. 

The collimation axis of the micrometer should then be brought 
into parallelism with the line from the intersection of the mirrors 
to the micrometer. Open the slit rather wide and reflect, by 
means of a small mirror, a beam of light through the lower half 
of the slit. Turn the micrometer about a vertical axis until the 
reflection of the slit upon the front lens of the micrometer is seen 
through the upper half of the slit. 

Measueements. — The distance between the fringes is meas- 
ured with the micrometer. It is well to measure the distance 
over which the thread moves in passing ten to twenty fringes. 

The distance between the intersection of, the mirrors and the 
slit, and between that intersection and the cross-hairs of the 
micrometer, can be measured with a large pair of dividers with a 
sliding scale, or with a fine tape. 

The angle between the mirrors may be measured with a tele- 
scope and scale in the usual way. 

In order to attain accuracy with the Fresnel mirrors it is 
necessary to use a bright source of light, and to make the angle 
between the mirrors large enough to allow the formation of 
twenty or more fringes. As these fringes will be narrow a rather 
high-power micrometer is necessary in order to count them 
accurately 

EXAMPLES 

1. Using as a source of light a sodium burner the following 


measurements were obtained : 

Distance between the fringes e = .012 cm. 

Distance from the mirrors to the slit.. /= 29.5 cm. 


Distance from the mirrors to the micrometer . . . li = 51.1 cm. 
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Hguco d -f+h = 80.0 cm. 

Distance from mirrors to scale D = 103 cm. 

Deflection, by observing the image of the scale in 

first one mirror and then the other « = 2.10 cm. 

(t 

Hence Biua = ^= .006025 

2 /'/' 

.00878 

cl 

A = .0000582 


2. The mirrors were mounted on a large spectrometer in place 
of the prism. Sodium light was used as a source. The light 
passed through the collimator, and was, therefore, parallel when 
it fell on the mirrors. The following measurements were 
obtained: 

Angle between the mirrors, being | the angle between the two 
images of the slit, a= 11' 28". 

The lens of the telescope was then removed and the angle 
subtended in the focal plane of the eyepiece by 28 fringes 
measured. This was found to be 18' 25". The distance from 
the focal plane of the eyepiece to the iiiterseotimi of the mirrors, 
which should coincide with the axis of the instrument, was 40.21 
cm. Hence the angular width of a fringe was 30". 40, and the 
linear width g = .008835 cm. Hence X = 2o sin a = .0(.)U()58i)7 cm. 


IV 


THE ERESNEL BI-PRISM 
Theory 

We will now pass to the consideration of the Fresnel bi-prism. 
Attention has already been called to this form of intm-ferometer, 
its derivation from the telescope being sketched in Fig. 9. Since 
measurements with the bi-prism are most easily made when the 
source is at an infinite distance, the formulae will be developed 
for this case only. Let ABC\ Fig. 14, represent the projection 



of the prisms upon a plane perpeudiciilar to theii lefiacting 
edges, and PP' a screen parallel to AO. Suppose a beam of 
parallel light to fall norinally upon the prism faces AC. Upon 
leaving the prisms the beam will be divided into two whose wave 
fronts are represented by BD and BB. From B draw BP per- 
pendicular to PP'. ddie point P being e(|uidiatant from the two 
wave fronts, will evidently be a position ot inaximuni illumination. 
It is necessary to find what will be the illumination at some other 
point P' of the screen. Let PP'= and BP'= d. As in the 
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case of the mirrors, since all points along BD and BE are in the 
same phase, the illumination at P will he a maximum if 

EP'-I)P' = mX. 

But EP' = d sin EBP', and DP' = d sin DBF. Hence 
EP' - DP' = M cos sin P'BP. 

But if we denote hy a the angle between the wave fronts, 
= TT - a; and sin P'^P = I* Therefore, since a is small, 


]^p> _ pp’ = X sin d. 


We, therefore, have a maximum of illumination when 


X = 




sin n. sm a 


etc. 


The distance between the successive maxima, denoted by e, is, 


therefore. 


X 

e = — ’ 
sin OL 


from which we get for the wave length 

\ = e sin a. ( 18 ) 

The same relations between the width. of the source and the visi- 
bility of the fringes hold for the bi-prism as for the mirrors. 


Experiments 

Mbasurembht of Wave Lengths with the Bi-Prism 

Apparatus.— The apparatus needed for this experiment is 
the same as that used in the previous experiment, with the excep- 
tion of the mirrors, these being now replaced by a bi-prism. 

Adjustments.— The adjustments of the bi-prism are much 
simpler than those of the mirrors. The slit should be parallel to 
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the common base of the pi-isms, and their common face should be 
perpendicular to the path of the light from the slit to them. 
This latter adjustment is made by reflecting a beam of light 
through the lower half of the slit and revolving the bi-prism 
about a vertical axis until the reflected light is seen through the 
upper half of the slit. 

The measurements are most easily and accurately made with 
the help of a spectrometer. Telescope and collimator are adjusted 
for parallel light and arranged so that the image of the slit falls 
upon the cross-hairs of the telescope. The bi-prism is then 
placed upon the prism table of the spectrometer and adjusted, 
either in the way described above, by reflecting light through the 
slit, or with the help of a G-auss eyepiece, so that it is perpendicu- 
lar to the common collimation axis of the collimator and telescope. 
Upon removing the objective of the telescope the fringes will 
appear in the field of view. If the slit is not psirallel to the com- 
mon base ,of the prisms the fringes will not be clear and evenly 
spaced throughout their entire length. The slit should then be 
rotated about a horizontal axis until the fringes are clear and 
evenly spaced. In this case, as in the case of the mirrors, the 
fringes are very narrow, so that a rather high-power micrometer 
is necessary to measure them accurately, and a bright light is 
indispensable. In both of these experiments the solar spectrum 
across the slit will be found to give the greatest satisfaction as a 
source of light. 

Measurements. — If a spectrometer is used the only meas- 
urements needed are the distance between the fringes and the 
angle between the beams behind the bi-prism. To obtain the 
former the angle through which the telescope turns when the 
cross-hair passes over a counted number of fringes, and the distance 
between the bi-prism and the focal plane of the micrometer are 
measured. From these two observed quantities the linear dis- 
tance between the fringes is at once calculated. The angle 
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between the beams is measured by replacing the objective of the 
telescope and setting the cross-hair on first one and then the other 
of the images of the slit ; the angle through which the telescope 
has turned is the desired angle. If the graduations upon the 
circle of the spectrometer are not sufficiently fine to allow of 
reading the angles accurately, a small mirror, such as is used for 
galvanometers, should bo mounted upon the telescope and the 
angle, read in this mirror with a telescope and scale in the usual 
way. 

EXAMPLE 

The bi-prism was placed in the spectrometer in place of the 
prism, and the angle between the wave fronts measured. The 
value was 

a = 18' 31". 

The objective of the telescope was then removed atid the angle 
subtended in the focal plane of the eyepiece by Ifi fringes in 
sodium light was found to be 13' 10". Thus the angular widtli 
of one fringe was 49", 4. The distance from tlio focal plane of 
the eyepiece to the iixis of the instrumont was 4(i,3l cm. 
lleiioo the linear width of a fringe was o = .01107 cm. Hence 

X = .q0005904 cm. 
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THE MIOHELSOIST INTEEFEROMETER 

Theory 

We will now pass to the consideration of the interferometer as 
shown in Fig. 11. This form of instrument may he fnrtlier 
simplified by making one plate perform the functions both of 
separating and reuniting the beam. To accomplish this it is only 
necessary to turn the two mirrors into the positions CD as shown 
in Fig. 15. This is known as the Michelson*^ interferometer. In 



its simplest and most efficient form it consists merely of four 
glass plates. Let A, B, C, D (Fig. 15) represent the projec- 
tions of the four plate s on a plane perpendicular to their surfaces. 

*Michelson, Pliil. Mag. (5) 13 , p. 336. 
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Lighi. from a source S falls upon the plate A at an angle of inci- 
dence of approximately 45°. Plates A and B are polished on 
both sides and should, to obtain the best results, be of best optical 
glass, free from all strains. They should, furthermore, be cut 
from the same piece, so as to insure their having the same optical 
thickness, and their surfaces should be as plane and as nearly 
parallel to each other as it is possible to make them. The rear 
surface of is coated with a semi-transparent film of silver or 
platinum, which should, if the clearest interference bands are 
desired, be of such a thickness that it reflects half the light inci- 
dent upon it to .Z), and transmits the other half to 0. I) and 
G are two plane mirrors, coated on the front surface with a 
thick coat of platinum or silver, and so adjusted as to reflect the 
light incident upon them back over nearly tlie same path. Tliose 
two reflected beams meet again on the rear surface of the plate A 
in a condition suitable to the production of intorforonce bands. 
The plate B is inserted to make the two paths optically identical. 

The observer looks into the apparatus from 0. lie Avill see' 
the plate I) directly, and an image of the plate reflected by tlie 
plate A. This image of 0 will appear in the direction of the 
plate I) as far behind A as the miri’or (/ rpally is in front of il;. 
The iiistrument is thus seen to consist easontially of a film of air 
inclosed between tlie plate ./) and tlie virtual image of the 
plate G. lienee in discussing (,bo interference plienomena pro- 
duced by this instrument it is necessa,ry to consider only i.bis film 
of air. 

Lot onii, ODhi (Ifig. 10) represent tlui two plane mirrors 
and D whose intersection is projected at c, and whose mutual 
inclination is c/x ’’.rho illumination at any point I\ not necessarily 
in the plane of the figure, will depend on the mean dilTei-ence of 
phase of all tlie pairs of congruent rays which reach P afl.er 
reflection from the mirrors. 

If the source of light is sufliciently broad, the Illumination 
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at P will be independent of its distance, form, or position. 
Let ns suppose that it is a plane luminous surface wMch coin- 
cides with, om^. Then its image in om^ will coincide with om^', 
and its image in om, will he a plane symmetrical to omx 
with respect to 0 W 2 . J'oi' every point ]} of the first surface 
there is a corresponding point of the second,, wl^jch is symmet- 
rically placed, and in the same phase of vibration. If vre 
suppress now the source of light and the mirrors, and replace 
them by the images, the effect at any point P is unaltered. 
Consider now a pair of points . Let S be the angle formed 
by the line joining P and^ (or^?') with the normal to the surface 
orm, S and being both supposed small. The difference of 
optical path D will be 

D = Pp'- Pp =pp' cos 8 

to quantities of the second and higher, order. If we denote by 
the distance between the images at the point where they are cut 
by the line Pp, we will have to a close degree of approximation 

P = 2^008 8 . (19) . 

The difference of phase A at P is 27r Since cos 8 is nearly 

equal to unity, if M is increased by X by gradually separating the 
images, D is also increased by X, and the difference of phase A at P 
passes through a complete period. 
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In order to find the form of the interference fringes, let cdef , 
c'd'e'f (iFig. 17) represent the two images, and let their intersec- 
tion be parallel to cf^ and their inclination be 3q!>. Let P be the 



point considered; P' the projection of P on the surface cdef\ 
and PB the line forming with PP' the angle S. Draw P' D 
parallel to r/, and P'C? at right angles, and complete the rectangle 
BDP'Q. Let P'PG= i, and Z)PP'= 6. Lot PP' = P; and call 
the distance between the surfaces at the point P', Wo have 
then, 

= /o -I- OP' tan ^ = /() H- P tan ^ tan % 


and 


D = % {l;a+ P tan ^ tan i) noa 8, 


or 

T. A) + P tan <b tan % 

1) = 2 P^==:=======L==:=r-: • /'OC)') 

v/ 1 H- tan^ i i- tair^* ^ ' 

I 

We see that in general P has all possible values; and hence 
a|l phenomena of interference would be obliterated. 

But to an eye placed at P the interference fringes will bo 
visible under certain conditions. Let ab (Fig. 18) represent the 
pupil of the eye. Since it has appreciable sLo it will receive light 
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not only from p and j/, but also from other points as y). and pi. 
Consider the ray pa to enter the pupil at one end of a diameter, 
and the ray p.J, parallel to pa, to enter it at the other end of the 



same diameter. Since these rays are parallel they will come to a 
focus at the same point on the retina. The diflerenoe of phase at 
this point of the congruent rays ap and ap' will he 

. M COS 8 


The difference of phase of the other pair of 
and Ipt will be 

irrU cos 8 


congruent rays hpx 


If now A - Ai = -^ A, the interference phenomena which are pro- 
duced by each pair of congruent rays are in opposite^ phase; that 
is, if one pair would produce a maximum of illumination at the 
common focus, the other would produce a minimum. The 
resulting sensation would be a combination of the two. Hence, 
ill order that interference bands may be observed by an eye at P , • 
conditions must be so arranged that the difference in the As for 
those pairs of congruent rays which come to a focus at the same 
point on the retina, be less than half a wave. This may be 
accomplished in two different ways: First, we may observe 
through a small enough opening, the eye being focused on the 
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point p. By this simple device the clearness of the interference 
phenomena can frequently be materially increased. Second, by 
making the As the same for every pair of congruent rays which 
are focused at the same point on the retina. This is accomplished 
by making t = /i, and focusing the eye for parallel rays. The 
second method is generally to be preferred for reasons to bo given 
presently. 

The exact investigation of the form of the fringes is a matter 
of considerable complexity. An approximate conception of their 
appearance to an eye placed at a point P may bo obtained from 
equation (20). Thus let cdof (Fig. 17) represent the xy plane, 
and P' the center of a system of rectangular coordinates whose axis 
of y is parallel to the intersection of the inirrors. ddien P'O - 

P>D^ y, tan i = and tan $ = Lob tan ^ = k Our equation 

then becomes 

I 


Since and-— are small, tliis e(iuatiou reduces to 


P 


-I- 


2/(1 - t- 2/.:;/;, 



This is the 



e(|uatiou of a circle vvlios(» center is at tlni point 
llcmi'.c the fringes are al\va,ys u-pproximiidely (urc-his 


whose centers lie on tlie axis of a: at a distance from the origin 
determined by the inclination of the niirj'ors, the dilTcreinas ol 
optical path, and the distance P to the point of ol)S(n’vation. 

Two cases are of spcdal practical interest, hirsl., il f- • 
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that is, if the mirrors are parallel, /fe = 0, and our equation 
reduces to 


+ 'if = 


4:PH 

D 


-%P\ 


In this case the center of the circles lies at the origin itself and 
their radii are given by 



_4.PH 
' D 


- 2P^ 


If the difference of the optical paths between the successive 
rings counted from the center be wA, we shall have 


nX = 

-A 

-to 

II 

- nX. 


Hence the radii' of the successive rings are given approximately by 

r = pj- — — (31) 

Second, if the intersection of the mirrors passes through the 
origin, P = 0 at that point. In this case the distance to the 
2P‘^/(; 

center of the circles, - , becomes infinite, and the fringe 

through the origin is a straight line parallel to the axis of y. 
This particular fringe, since it is the only absolutely straight one, 
serves as a convenient mark from which to begin measurements. 
It is called the central fringe of the system. 

If the mirror om^ (Fig. 16) is moved perpendicular to itself 
till it passes to the other side of the mirror oraj., D, since its 
value passes through 0, changes sign, and the center of the 
%P^h %P^Ic 

circles passes from H — jj— to — Hence on opposite sides of 

the central fringe the curvature of the fringes has opposite 
signs; that is, on both sides they appear convex toward the 



I!ll 0 

PlGUBli) 19 

moving one of tlie mirrors in a direction normal to its surface. 
This motion is effected by mounting the mirror D upon a slide, 
wliich can be moved by a screw along the ways EF. These ways 
must be accurately straight, so that in its motion the mirror 
remains strictly parallel to its original position. The screw 
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carries at its front end a worm wheel M which in turn is driven 
by a worm W. The worm can be disengaged from the wheel 
when a rapid motion of the screw is desired. The worm wheel is 
graduated upon its front face. 

The dividing plate A is mounted firmly in a metal frame 
upon a plate of brass H which is screwed to one end of the ways. 
That side of A which carries the silver half-film should be 
turned toward the plate B. This plate B should be so mounted 
upon the brass plate H as to allow of a small motion about a 
vertical axis. This motion is necessary in order- to be able to 
adjust the two plates A and B so that they are strictly 
parallel. It is also useful in measuring differences in phase or 
small fractions of a wave accurately. The mirror D is rigidly 
mounted upon the slide, while the mirror G rests upon three 
adjusting screws, which are set in a plate, which is perpendicular 
to the plate /f and firmly fastened to it. Small springs hold this 
mirror in place against the three screws. 

Adjustmeitts. — M easure roughly the distance from the sil- 
ver half -film upon the rear of the plate A to the front of the 
mirror 0. Set the mirror i), by turning the worm wheel AT, so 
that its distance from the rear of A is the same as that of 0 from 
A. This need not be done accurately. It is suggested because it 
is easier to find the fringes when the distance between the mirror 
D and the virtual image of the mirror C is small. This distance 
will’ hereafter be called the distance between the mirrors. 

Now place a sodium burner, or some other source of monochro- 
matic light, at X, in the principal focus of a lens of short focus. 
It is not necessary that the incident beam be strictly parallel. 
Hold some small object, such as a pin or the point of a pencil, 
between L and A. On looking into the instrument from (9, 

three imag es .of _ small object will be seen. One image is 

fo rme d by reflection at the front surfaces of A and X; the second 
is formed by the reflection at the rear surface of A and the front 
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■?’ formed by reflection from the front 


surface of A. Interference fringes in 
monochromatic light are found by bringing this third image into { 
coincidence with either of the other two by means of the adjusting i 
screws upon which the mirror 0 rests. If, however, it is desired } 
to find the fringes in white light, the second and third, of these ^ 
broogbt into coincidence, because then the two 
paths of the light in the instrument are symmetrical, i.e., each is 
made up of a given distance in air and a given thickness of glass. 
When the paths are symmetrical, the fringes are always approxi- 
mately arcs of circles as described above. If, however, the first 
and third images are made to coincide, then the two optical paths 
are unsymmetrical, i.e., the path from A to 0 has more glass in 
it than that from A to D, and in this case the fringes may bo, 
ellipses or equilateral hyperbolae, because of the astigmatism which 
is introduced by the two plates A and B. It is quite probable 
that tho^ fringes will not appear when the two images of the 
small object seem to have been brought into coincidence. This 
is simply due to the fact that the eye can not judge with sufficient 
accuracy for this purpose when the two are really superposed. To 
find the fringes then it is only necessary to move tlio adjusting 
screws slightly back and forth. As the instrument has boon here 
described, the second imago lies to the right of tlie first. 

Having found the fringes the student should practice adjust- 
ment^ until ho can produce at will the various forms of fringes 
described on page 54. Thus the circles appear when the dis- 


hmco between the mirrors is not zero, and when the mirror IJ 
is strictly parallel to tlie virtual image o:(; 0. fl'ho accuracy cl: 
this adjustment may l)e tested by movi:ng the eye sideways n,nd 
up and down while looking at the circles. If the adjustment is 
correct, any given circle will n.oi; cliango its diamotor, as the eye is 
thus movcxl. To be sui-e, the circles appear to move acnoss tlie 
plates because their center is at the foot of the perpendicular 
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slowly moved with, the worhi W, and the number of fringes which 
pass when the cross-hair of the microscope moves over one-tenth 
of a millimeter are counted. The circular fringes '.should be used 
because, as stated above, their phase is independent of the position 
of the eye, so that if the eye moves during the observation, no 
error will be introduced. It will be necessary to look from time 
to time through the microscope so as to note when the cross-hair 
reaches the next tenth millimeter mark. Since a motion of the 
mirror of 0.1 mm. introduces a difference of path of about 340 
waves, it is safe to count 300 without looking at the microscope. 
Hav ing obtained the number of fringes which pass when the mir- 
ror i) moves through 0.1 nim., then, sinpe the difference in path 
intmilnced by this niotion the wavelength sought is 

0.2 

X = — mm., in which i V d enotes the number of fringes counted. 

EXAMPLE 

Sodium light was used as a source and the number of waves 
whioh passed while the carriage moved 0.3 mm. wore counted. 
This number was found to be 1018. Hence' 

X = mm. = 5894 • K)-^ mm. 

11. Detehmihe the Ratio oe the Wave Lengths of 'I’he 
Sodium Lines ' D ^ and ,/X 

Apparatus and adjustment as in Experiment I, 

Measueioments. — Since the yellow radiation of sodium con- 
tains two vibrations of different periods, two different sots of 
fringes will be formed by it. As the mirror I) is moved these sets 
of fringes, since they are formed by waves of differord; lengtlis, 
will move at different rates. ’'J’hnH in certain positions of the 
mirror J) the bright fringes of one set will fall upon the dark 
fringes of the other set, and tlio Held of view will lie idmost evenly 
illuminated. The fringes do not disappear entirely because the 
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dropped from the eye to the mirror D, but their apparent diam- 
eters are independent of the lateral motion of the eye. For this 
reason it is advisable to use the circular fringes whenever possible. 

To find the fringes in white light, adjust so that the monochro- 
matip fringes are arcs of cirdes. Move the carriage rapidly by 
intervals of a quarter turn or so of the wheel M. When the region 
of the white-light fringes has been passed, the curvature of the 
fringes will have changed sign, i.e., if the fringes were convex 
toward the right, they will now be convex toward the left. Having 
thus located within rather narrow limits the position of the mir- 
ror Z>, which corresponds to zero difference of path, it is only 
necessary to replace the sodium light by a source of white light, 
and move the mirror D by means of the worm slowly through this 
region until the fringes appear. 

These white-light fringes are strongly colored with the colors 

of Hewton’s rings. The central fringe, — the one which indi- 
cates exactly the position of zero difference of path, — is, as in 
the case of Hewton’s rings, black. This black fringe will be 
entirely free from color, i.e., perfectly achromatic, if the plates 
ui and B are of the same piece of glass, are equally thick, and 
are strictly parallel. If they are matched plates, i.e., if they are 
made of the same piece of glass and have the same thickness, 
their parallelism should be adjusted until the central fringe of 
the system is perfectly achromatic. When 'this is correctly done, 
the colors of the bands on either side of the central one will be 
symmetrically arranged with respect to the central black fringe. 

Measueembnts. — An accurate scale graduated to tenths of a 
millimeter is set upon the slide behind the mirror D. Over this 
a micrometer microscope is placed and focused on the scale. The 
microscope should be rigidly attached to the base of the instru- 
ment so that it does not move relatively to the interferometer dur- 
ing the observation. The cross-hair of the micrometer is set upon 
one of the tenth millimeter divisions. The mirror D is then 
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light produced by the shorter of the waves is more intense 
than that produced by the longer. At certain other positions 
of the mirror i), the bright fringes of one set will coincide with 
the bright fringes of the other set, and there will be strong con- 
trast between the bright and the dark fringes in the field of view. 
This contrast in the intensity of the fringes is called their visi- 
bility. This subject of visibility is treated at length in the next 
chapter. Here it is sufficient to note that in the interval between 
two positions of greatest contrast of the fringes, i.e., between two 
positions of maximum visibility, there must be one more of the 
shorter waves than of the longer. In_orcler t o determine, the. ratio 
of the wave lengths, then, it is necessary to measure the distance 
the mirror D moves in passing between two positions of maximum 
or o f minimum visibility. If this distance be divided by the 
shorter wave length we obtain the number of shorter waves in the 
interval. This number minus one will be the number of longer 
waves in the interval, and the ratio of the wave lengths 'will be 
the inverse of the ratio of the number of waves. 

In making the observations it will be found impossible to 
determine accurately the position of any one maximum or mini- 
mum. An accurate rjesjilt,_may, howeyer, be .obtained i fol- 
lowing way: Draw the mirror D as far forward as is possible 
without causing the fringes to disappear entirely. Then move the , 
mirror backward by jumps of about one-twentieth of a turn of the 
worm wheel. Take the reading on the worm wheel at the points 
which appear to be either maxima or minima. In this way about 
twenty readings of the positions of the maxima and twenty of 
those of the minima can be obtained. The average should then 
bo taken by subtracting the first reading in each set from the 
eleventh, the second from the twelfth, etc., and then taking the 
mean of these averages. In rmiking the calculation it is to be 
noted that the difference of path is twice the distance through 
which the mirror has moved. 
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EXAMPLE 

Tlie distance between the positions of the maximum clearness 
of the fringes was determined in the way described above. In all, 
thirty maxima and thirty minima were read. The mean value of 
the interval was found to be 0.5802 mm. Hence 


hence 




0.5802 

.0005890" 


985, 


% = = 984, 

At 985 
Aa “9!M’ 



in which Ai is the wave length of _Z)i, and Ag that of Dg. 

If we wish the difference between the wave lengths in milli- 
meters we may proceed thus : 

.5802 .5802 ^,11 1 

Aa""'" A™ Aa"“ Ai" .5802' 

Therefore, A^- A^ = = 5.98 • lO-Vmm. 

. .'iSi )y, 


III. Determine the Index; of Rhfraotion and the Dis- 
FEuaiON OF A P,ie(;e of (I lass 

Apparatus an4 arljiistmont as in Experiment I. 

Measurements. — In order to peri'oi'iu iliis oxperimont in a, 
t]iO()roti(!ally rigorous way there slionld bo added to the interferom- 
eter two 0 x 1 , ra metal frames similar to tlioso used to hold tlie 
miri’ors,- one in Iront (,)f each of the mirrors ,/) and H. These 
frames should be sot upon pivots so that tliey can bo rotated 
al)ont a vortic.al axis. Tlie one in front of the mirror O should lie 
arranged with a worm wheel or a tangeni; screw so that it caui be 
rotated slowly and steadily. Ihvo pi(H!es of the glass whoso index 
of refraction and dispersion are to bo determined should be used, 
d'hese pieces should, of course, have the same thickness. One of 
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them is waxed to each of the movable frames so as to cover half 
—the same half— of the field of view. The interferometer 
must then be adjusted for the white-light fringes. The piece 
of glass which is in front of the mirror D is then turned 
through any angle, say 15° to 20°. In this way extra glass is 
introduced into the path of the light between A and D. This 
extra glass should then be compensated for by turning the other 
piece, that between ^ and 0, through the same angle. When the 
angles through which the two pieces have been turned are the 
same, the white-light fringes will appear in the half of the field of 
view which is covered by the two plates. This turning of the 
second plate of glass should be done slowly with the worm wheel, 
and the fringes which pass during the operation should be 
counted. The angle through which this plate turns must be 
measured by fastening to the frame which carries it a small mir- 
ror, and reading the angle through which this mirror turns with 
an ordinary telescope and scale. Before measuring this angle, care 
must be taken to have the plate perjiendicular to the beam 
passing through it. This can be done by rotating the plate 
through the position in which it is at right angles to the beam, 
and noting the point at which the fringes reverse their direction 
of motion; for it is evident that when the plate is normal to the 
beam its optical thickness is a minimum, and therefore a turning of 
the plate in either direction will increase the optical thickness, and 
cause the fringes to move in one particular direction. It will, 
however, be found that the plate can be turned through a consid- 
erable angle before the fringes move appreciably. Therefore, to 
obtain the scale reading which corresponds to the normal position 
of the plate, turn the plate in one direction until two or three 
fringes have passed, and take the reading on the scale. Then turn it 
in the other direction until the same number of fringes has passed, 
and take the reading. The mean of these two readings will then, 
be the reading which corresponds accurately to the normal posi- 
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tion of tlie plate. Having then, counted the fringes which pass 
while the plate is turning through the angle and having meas- 
ured that angle, the index of refraction is obtained as follows : Let 
t represent the thickness of the plates of glass, and 2iV" the num- 
ber of fringes counted while turning through the angle i. Let, 
further, (Fig. 20) represent the direction of the light, MNOP 



the plate in its position perpendicular to the beam, and M'N' O'P' 
its position aftoi’ it lias been turned through, the angle i. Lot the 
two surfaces OP and O' P' intersect at 6*, and draw through /, the 
intersection of the surface M'’N' with A B, tlie line /A parallcil to 
MN. '’.riie light incidtait along AB upon O'P' will, wlien the 
plate has been tui'iiod, travel along the pa,th cr/A. It is evident that 
befoias the turning the oj)lhial distance b(!tw(!on the planes OP aiid/A 

consisted of a, distaiKHi c.e = / in ghiss, and a distance ef ^ 

<;os 1 , 

in air. After the turning, tlie optical dist.a/nco between these two 


planes consists of a distanc.e r.(t = in glass, and of a disii 
^ ,■ , * ■ (r:)s r ” 


nice 


r/A 


- - ta,n i, in air, in whidi r denotes the angle of refrac,- 


cos r 


tion. The numbers of wiivifs in these vaadous distances arc olitained 
l)y dividing the dista,nces in air by A, the wave length, and those 


in glass hy , in wliich //. stands as usual for tlie index of refrac- 

• fi 
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tion. The difference between the number of waves in the optical 
path between the planes OP and fh before the turning and the 
number in the path after the turning is half of the number which 
has been counted, because in the observation the light has passed 
twice through the plate. Therefore the following equation is 
obtained: 


tfi t sin (%~r) , . f t 

^ — 5; i tan i— :+ = .A A. 

cos r ;cos r : cos ^ ~ 


If this equation he reduced with the help of the equation 


sm ^ 
sin r 


= fL, 


A'® A® 

and solved for fx., there results, neglecting the term -^r — in the 


2t 


numerator. 


(t — NX) (1 — COS'/) 
/(I — cos /) — A^A 


( 22 ) 


The thickness t of the glass may he measured with the calipers or 
in any other accurate'" way. 

It was shown in the chapter on the Fresnel mirrors that if 
the optical symmetry of the two paths over which the light travels 
is disturbed by the introduction of a plate of some transparent 
substance, the fringes in white light no longer possess a truly 
achromatic central fringe, but one which may seem fairly achro- 
matic, and which is displaced from the true position of the central 
fringe of the set of fringes which correspond to the wave length A 
by a number of fringes [cf. equation (17)] 

, 2Bf 


t 

in which f = — — - 1. (23) 

Now, when the glass which was added to the path AD by turn- 
ing the plate in front of the mirror A, is compensated for, by 
rotating the plate in front of the mirror (7, we add extra glass to the 
path AO also. The two paths are thus made finally symmetrical. 
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SO that the achromatic light fringe to which we count indicates the 
true position of the central hand of the monochrpmatic system. By 
such a count, then, we obtain the true number of fringes through 
which the monochromatic system has been shifted, namely It 
is possible, however, to compensate for the extra glass in the path 
AT) in another way, namely, by drawing the mirror D toward A. 
If we do this and count the fringes which pass, we count to the 
shifted position of the white-light fringes, i.e., we count the 
number j?'. If then we make the count both ways, once by turn- 
ing the plate in front of the mirror G, and once by drawing up 
the mirror D, the plate in front of Q being perpendicular to the 
beam, we determine both^ andjt?' of the above equation. Since 
t and A are also knovyn, it is in this way possible to determine the 
B of the Cauchy dispersion equation (p. 39). With this value of 
B and the value of ^ determined from equation (22) , it is then 
possible to determine the A of the dispersion equation. Thus 
with a single source of monochromatic light it is possible to 
determine both the index of refraction and the dispersion of a 
plate of glass. 


EXAMPLE 

Two pieces of optical glass were mounted in the instrument 
as described above. The thickness of the glass was 6.81 mm., 
i.e., if = G.81 mm. One of the plates was then turned through an 
angle t, which was measured with a telescope and scale, and found 
to be 4 = 10° 41' 30". The other piece was then turned, and the 
sodium fringes counted until the fringes in white light appeared 
over the whole field. This number was 342. Since the light 
traverses the plates twice, the number JV in the formula is half of 
this, i.e,, iV'= 171. Hence the index of refraction for sodium is 
= 1.5180. The compensating plate was then turned back till 
it was normal to the path of the light, and, the first piece of glass 
remaining inclined at the angle i, the movable mirror was drawn 
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up and the fringes again counted until the white fiinges appeared 
in their first position. This number of fringes was = 355. 
Hence 2 = 355-342 = 13 = 0.5. 

Prom equation (23), t' = .1254 mm. Hence from equation (17) 

^ = 53 • 10 -'", 

and therefore (cf. p. 39), -^1 = 1.5027. 

With these values of A and B the index of refraction foi the 

green line of mercury was calculated (A. = 5401 ’10 ). Tlieiesult 

was = The fringes were then counted in mercury 

light, and the result was 2W=370. With this N we get from 
equation (22) = 1.5204. 

IV. Determine the Change of Phase Produced by Per- 
pendicular Repleotion at a Silver Surface 

Apparatus and adjustments as in Experiment I. 
Measurismbnts. — One of the mirrors (J or D of the interferom- 
eter must be removed and freshly silvered ovei tliioo-quaiters of 
its surface. This is best accomplished by keeping one-half of the 
mirror covered with a piece of glass while it is in the silvoiing 
solution. When the silver is sulliciently deposited so that the 
film is perfectly opaque, the solution is poured off, the miiioi and 
the tray which holds it rinsed with distilled watoi, tlio piece of 
glass on the surface of the mirror turned through 00 , and a ficsh 
solution poured on. In this way the suriaee of. the miiioi is 
coated with silver over throe-fjuarters of its suriaco, as shown in 
Pig. 21. Tlie quarter marked a lias upon it two layesrs ot silver, 
1) and c eacli has one layer, and d has none. If. now the minor 
be replaced in the intertorometer, and the fringes iound, it will ho 
noted that wliere the fringes cross the boundaries of these four 
sections of the surface, they are displaced, lliiis a fringe whicli 
passes from (i to b will not bo a straight line or an arc of a cii. do, 
but that portion of it which is over the surface a will la; disphiced 
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-with respect to that oyer the surface h by an amount which 
depends upon the thickness of the film ac. If this displacement 
is measured, we thereby determine the thickness of the film ac. 



Figure 21 


In order to measure it, the white-light fringes must first be found 
so as to determine, by means of the central black fringe, in which 
direction the shifting has taken place. Having thus determined 
the direction of the shifting, its amount is measured by the com- 
pensator. There [should be fastened to one end of the frame 
which holds the compensator, a small spiral spring. The other 
end of the spring should be fastened to a string which may be 
wound about a pin. The pin must carry a graduated drum or 
circle, so that its position may be read and thereby the tension of 
the spiral spring determined. The tension of this spring is 
opposed by the elasticity of the stud by which the compensator 
frame is fastened to the plate H. If the pin is turned so as to 
tighten or loosen the spiral spring, the compensator will turn 
through a small angle, and this angle will be proportional to the 
amount of the turning of the pin. To measure the difference of 
phase, the pin is turned until one fringe has passed, and the 
angle through which the pin has turned is read Upon the 
graduated head.^ The pin should then be turned until the 
shifted part of the fringe comes to the position of the uiishifted 
part, and the angle through which it has turned is read upon the 
graduated head. The ratio of the angles through which the pin 
has turned in these two operations is then the fraction of a wave 
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by wliicb. tliG fringe is shifted, and half of this fraction is the 
thickness of the film ac in wave lengths. Of course this measure- 
ment should he made in monochromatic light, the white-light 
fringes being used merely to recognize the direction of the shift. 
Having thus measured the thickness of the film osc, it is only 
necessary to measure the shift in a fringe at the junction between. 
c and d, in order to be able to calculate the change of phase due 
to the reflection at the silver surface. In calculating this change 
of phase, account must be taken of the fact that half a wave is 
lost at the reflection upon glass, and also of the direction of the 
shift after allowance has been made for the thickness of the film 
ac. If the shift is in the same direction as that in the fringe 
across ab, then, since a is nearer the observer than 5, the wave 
from the silver surface is ahead of that from the glass. 

The difference of phase between the light reflected at a surface 
glass-air, and that reflected at a surface glass-silver, is very easily 
obtained with the aid of a plane parallel plate of optical glass 
which has been silvered over half of one surface. This plate 
must he introduced into the interferometer in place of the mirror 
D, with the silver side away from the observer. A second piece 
of the same plate of glass must then be introduced in front of the 
mirror C in order to compensate for the extra glass added by the 
introduction of the first plate into the path AD. The white-light 
fringes having been found upon the rear of the plate in front of 
D, and been set perpendicular to the dividing line between the 
silvered and the unsilvered portions of the plate, the displacement 
of the central fringe is measured as described above. Since the 
light is reflected from the glass-air surface without change of 
phase, the shifting of the fringe indicates a retardation, i.e., a 
loss of part of a wave. 

EXAMPLES 

1. One of the mirrors of the interferometer was coated with a 
double film of silver as illustrated in Tig. 21. The displacement 
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of the fringe across al) was measured in sodium light and found 
to he 0.26. Hence the thickness of the film ac was 0.13A. The 
fringe across ccl was displaced 0.17 of a fringe. Since the reflec- 
tion upon the glass surface d produces a change of phase of 0.5 of 
a wave, the retardation produced by the silver is 0.5 + 0.17 — 0.26 
= 0.41 A. 

2. The displacement of the fringe on the glass-silver surface 
was found to be 0.2SA. 


For fuithei study of the applications which can be made of the inter- 
ferometer the student is referred to the following: 

Michelson and Morley, “On the Relative Motion of the Earth and 
Ether,” Am. Jour. Sci. ‘33, p. 130. 1881; SJ/., p. 383, 1887; Phil. Mag. (5) 
/djf., p. 449, 1887. On the Effect of the Motion of the Medium upon the 
Velocity of Light,” Am. Jour. Sci. (3) SI, p, 377, 1886. “On a Method of 
Using the Wave Lengtli of Sodium Light as a Practical Standard of 
Length,” Am. Jour. Sci. (3) 437, 1887; Phil. Mag. (5) 3L., p. 463; Am. 

Jour. Sci. (8) 37, p. 181, 1889. 

Michelson, “Light Waves and Their Applications to Meteorology, ” 
Natm’e, Jf-S, p. 56, 1893. “Valeur du Metre en longeurs d’ondes lumin- 
ense,” Trav. et M6m. Bur. Internat. Poids et Mes. XI, p, 1, 1894; “On the 
Relative Motion of the Earth and Ether,” Am. Jour. Sci. (4) 3 , p. 475, 1897. 

Morley and Roprs, “On the Measurement of the Expansion of Metals 
by the Interferential Method,” Pliys. Rev. J, pp. 1 and 106, 1896. 

Wadsworth, “On the Application of tlie Interferometer to the Meas- 
urement of Small Deflection.s of a Suspended System,” Phvs Rev 4 
p. 480, 1897. 

Hull, “On the Use of the Interferometer in the Study of Electric 
Waves,” Pliys. Rev. J, p. 331, 1897. 

Johonnott, “On the Thickness of the Black Spot on Liquid Films, ” 
Phil. Mag. (5) J7, p. 501, 1899. 

Earhart, “On Sparking Distances between Plates,” Phil. Mag. (6) 1 

p. 147, 1901. » V ; , 

Gale, “On the Relation between Density and Index of Refraction of 
Air,” Phys. Rev. ,/J, p. 1, 1903. 
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THE VISIBILITY OtJEVES 
Theory 

In Chapter II it has been shown that it is possible to deter- 
mine the width of a rectangular source and the distance between 
two such sources by observations made with the double slit. In 
these experiments the fringes disappeared when the distance 
between the slits was such that the angle subtended by the 
sources was one wave divided by that distance, and also when 
that distance was such that the angular width of each single 
source was equal to a wave length divided by it. In Chapter III, 
the two slits have been converted into an interferometer, and in 
Chapter J. we have used the interferometer to measure the ratio 
of the wave lengths of the two sodium lines, by determining the 
number of waves in the change which takes place in the distance 
between the mirrors in passing from one position of maximum 
visibility to the next. The close similarity between the two 
experiments must be evident at once,— the dilleroiico lying in the 
fact that in the case of the two slits wo have angles to resolve, 
while with the interferometer we have dilferoncos in wave lengths, 
or rather in numbers of vibrations, to determine. The resemblance 
becomes even closer if we conceive the spectral source to l)e 
resolved as far as possible by an ordinary spectroscope. The 
sodium lines, for example, would then appear as two line sources, 
i.e., they would very much resemble the double source consisting 
of a pair of parallel slits as treated above. 

We might expect then that the equations which connect the 
visibility curves with the distribution of light in the source would 
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be very similar in the two cases, and would differ only in the fact 
that angles in the case of the two slits wonld be replaced in the 
case of the interferometer by wave lengths or numbers of vibra- 
tions. 

The solution of a visibility curve is very difficult. It will help 
us much in obtaining such solutions if we begin by the inverse 
process of assuming a known distribution of light and plotting the 
corresponding visibility curve. Fig. 22 gives a series of such 
curves. The nature of the distribution in the source is shown at 
the left, and the actual vibrations are plotted, the visibility curve 
being the envelope of the curve. The abscissae of the curves rep- 
resent distance traveled, and the ordinates intensity. Thus in 
Fig. 22 the curve 1 represents the resultant of two trains of 
homogeneous waves of the same amplitude but with slightly 
different . periods which start' in the same phase at a. When 
they have traveled a distance they are seen to be in opposit.e 
phase, and the visibility curve comes to zero. It is quite clear 
that the distance they have to travel before they come into 
opposite phases depends upon the difference of their periods. 
So we can already guess that a determination of the distance ab 
would, lead to some knowledge of that difference in the periods. 

In the case of the interferometer we have formed by the two 
trains of waves two separate sets of fringes, and when the movable 
mirror is displaced, these sets travel across the field at different 
rates, as was shown on page 59. When a certain difference of 
path has been introduced, represented by db in curve 1, these two 
sets of fringes overlap so as to present anpvenly illuminated field 
of view and the visibility curve comes to zero. As the difference 
of path is further increased, the fringes soon come into such posi- 
tions that one set has overtaken the other by one whole fringe, 
and then we have a maximum of visibility as indicated at c. Thus 
if we interpret the vibrations which unite ;to form the curve 1 as 
fringes, i.e., as periodic variations of intensity, and consider that 
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the distance traveled is replaced 4n the interferometer by differ- 
ence of path, then the envelope represents the variations in the 
visibility of the resultant set of fringes as the two separate sets 
pass by in the field of view. Hence the envelopes of the curves 
in Fig. 22, are, in the case of the interferometer, the visibility 


1 - 1 « 

3. ^ * 

S. J 

4. n ^ — ~vw— ~ 

A 


6 . I vwW\/\/\A^''~''^^ 




FIGURE 33 


curves, and from them we can draw conclusions as to the nature of 
the source. 

Thus curve 2 represents the visibility curve which corre- 
sponds” to a double source, each of whose components is broad, 
i.e., does not send out waves of one definite period only, but waves 
whose lengths vary between the limits X and X ■+■ dX. It will be 
noted that the distance between the centers of these two sources 
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is the same as that of curve 1 , so that the positions of zero visibility 
are not changed. The effect of broadening the source is seen to 
be a decrease in the visibility at each successive maximum, so 
that the fringes soon disappear altogether. 

^Ourve^ corresponds to two homogeneous radiations of 
unequaTamplitudes, and curve 4 represents a single, broad, uni- 
formly illuminated source. The other curves are easily under- 
stood. 

Let us now take up the analytical discussion of the subject. 
According to equation ( 6 ), page 22, the intensity of illumination 
produced at any point by two congruent rays of equal brightness is 
expressed by 


A® = 4A, 


cos** TT ~ = 2Ai f 1 + cos 27r 

A \ 


Now 2 Ail® represents twice the intensity of each of the two rays. 
This intensity may be regarded as a function of the wave length, 
so that we may replace by (A) and our equatidn becomes 


= ^ (A) + ij/ (A) cos 27r 


S 


Since each of the separate vibrations is independent, the 
resultant intensity I will be the integral of this expression taken 
between the limits Aj and Ag. Let now Aq represent a Wave length 
which is intermediate between Ai and Ay. Then 

( 1 + ; ^=pK 

in which p represents the number of waves in the distance 8. 
The intensity may then be regarded as a function of a; between 
the limits — Xi and + 3 : 2 . Hence we may replace i/^ (A) dX by 
^ (x) d/x, and there results for the total intensity 

I = J(j} (;r) dx (.r) cos %prr (1 -vx) dx. 
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If now we expand this cosine and introduce the notation, 
P {x)dx 
0= J’i> (x) cos 22 J'n-xdx 
J’(j>{x) sin 2pTrxdx, 

there results 

I = P + 0 cos 2p7r — S sin ^p-rr. 


Now as long as the interval from x^ to x^ is small, the variation 
of the values of and 8 corresponding to h change in .p is small. 
Hence as on page 24, the maxima and minima of I are deter- 


dT 

mined by ^ = 0, i.e., by 


G sin 2p7r + 8 cos ^prr = 0. 


Hence 


I=P ±VC'^^8\ 


The visibility may then be defined by equations (7), (8), and 
(9), page 25. Thus in the case of a single uniformly illuminated 
source {x) ~ const., which sends out waves for which x varies 

within the limits ± -x? we have 
2 




a 

T 

a 

T 

a 

T 

a 



1 1 „ sin pira 

— 1 cos ^pirxdx = — - 

a % ^ ptra 


as on page 25, but in this case p is equal to the number of waves 
in the difference of path, and a is a small fraction which deter- 
mines the width of the source. It will be noted that the visibility 
is equal to zero when^ia = 1, 2, 3, etc., i.e., when 

12 3 
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The more important case is that in which the distribution of 
light in the source is represented by 

cf> (x) = 

which distribution is in accord with Maxwell’s Law deduced from 
the theory of probability. 

In this case when 7c is large the value of the integral diminishes 
rapidly with increasing x, the terms near the origin being the only 
important ones. Hence the limits of the integration may be 
taken as ± co. Then 




cos 2>pTTxdx 



—p^rr^ 


It will be noted that the curve is not periodic, but diminishes 
gradually as increases. If we assume that the source is prac- 
tically limited when 4> (x) has reached a value equal to one-halfbf its 

(f, 

maximum value, then, calling - the corresponding value of x, 
we have 


= e 


4 


Jc^a^ = 4 log 3. 


Hence 


r- 


"nogli_ 


If now q represent the value ot p for which H = — , then 


1 

- = 0 4ioga 

3 


q'^TT^a 

4 log 3 


u = log 


a _ log 3 _ .33 
3 irq q 


Hence 
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If this value of a be substituted above, there results 

_ log 2 

. V=e 
or 

F=2“^. 

It will be noted that ^ is a small fractioja denoting parts of a wave 

z 

length. If we wish to get the width of the source in millimeters 
we must multiply by A. Also both jd and q are numbers of waves. 
If we wish to have them expressed in millimeters we multiply 
both by X expressed in millimeters. Thus letting ^jX = X, 
qX = A, we get 

w 22 

V=2 ^ = (24) 

2 A , 

in which W represents the width of the source in millimeters. 

'■it has been shown on page 26, that the equation of the 
visibility curve for a double source differs from that for a single 
sourge by the addition of a cosine factor. In general let us 
li siipposerwe have a series of similar sources which lie about the 
"" origin of coordinates and whose distribution of intensity is 
-' expressed by <3!) (x). The expression for the number of vibrations 
ipf theAvaves of any source may be put in the form 


(d -h cc). 


For a symmetrical distribution (S = 0) , the integrals P and C 
tahe the form 


J ^ (x) sin 2p7r (d + x) = O sin 2pird, 

J 4> (x) cos 2p7r (d-i-x) = O cos 2^-7rd. 

Hence if U represent the visibility which results from all the 


2 _ sin 2p7rdy + (^0 cos 2pwdY 
- ^2Pf 


sources 



THE VISIBILITY CUKVES 


77 


Now the visibility due to each source by itself is represented by 



therefore 

2 (SFP sin %pT:df + {%VF cos ‘ipTrdY 
(SP)^ 
or 

_ S -I- 2SPP' FF' cos 2 ;) 7 r {d' - d) 

ppp 

If the law of the distribution of the light in the separate 
sources is the same, while their intensities are proportional to 
factors r, /, r", etc,, the visibility F produced by each will be 
the same, but P will be proportional to r; hence, for this case 

-f- 2 :Srr' cos ‘^p'rr {d' - d) 

w 

In the case of a double source, the ratio of the intensities of 
whose components is r : 1, this reduces, if d'^ = d' - «?, to 

,.,•2 1 + F + %r cos 2^7rt?o rra 

(l+rf ' ’ 

and if the two sources have equal intensities, to 

U = V cos 2^'^dQ. 

The value of d^ may be found from the positions of zero visibility, 
i.e., the points at which U = 0 . In case the two lines have not 
equal intensities, wo may still determine the value of c?o from tlie 
period of the cmwe. Thus in tlie case of the two sodium lines 
the visibility curve reaches its first minimum when p = 492 waves ; 

hence, since U - 0 when pd^ = , 7 ^ 75 etc., d^ = So it follows 

that da represents a fraction of a wave length, so that when it is 
multiplied by wo obtain the'dilference between the wave lengths 
of the two sources in millimeters, i.e., = X^do. 


(25) 

(26) 
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Since the period of the curve is the distance between two suc- 
cessive minima which correspond to diiferences of path and 
we have, denoting the number of waves in that period by j!?o, 

but if D represents the length of the period in millimeters. 


po = and therefore 


Xi — Xz. 


In general ^ = 4-? hence equation (25) becomes 

A 


1 + r® + 2r cos 27r - 

(1 + rf 


Since this coefficient of V appears frequently it will be denoted 

T 

symbolically by cos 

The inverse problem of determining the form of the distribu- 
tion when the visibility curve is given is more difficult. The 
general solution is shown' by Rayleigh* to depend upon both G 
ancl S. IsTow the visibility curve alone determines only (7® + 8^. 
Hence the solution is not single valued unless „we can obtain a 
second relationship between 0 and 8.. This can be done by 
determining the displacement of the phase of the fringes as the 
difference in path is increased. We may, however, obtain a fairly 
accurate idea of the distribution in quite a number of cases from 
the visibility curve alone if we assume that we are dealing with a 
source in which the distribution is symmetrical, for in this case 
/S' = 0, and the solution is definite. 

The process of determining the visibility curve of a given, 
source by observation is as follows : The light which is to be 
analyzed is passed into the interferometer, the two mirrors being 



* Rayleigh, Phil. Mag. (5) SJ/., p. 407. 
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near together and adjusted to be parallel to each other. The 
yisibility of the fringes, that is, the contrast between the bright 
and dark fringes, is called 100. The screw of the instrument is 
then turned through a whole turn and the visibility again esti- 
mated. It will generally be less than 100. This estimation of 
yisibility requires some practice. This practice may be obtained 
by mounting between Nicols a conyex and a concave quartz lens 
of the same curvature. If these lenses are cut parallel to tlie 
crystallographic axis and set so that their axes are at right 
angles to each other, circular fringes similar to those in the inter- 
ferometer will be seen. As the lenses are rotated about the line 
of sight as an axis, the yisibility varies in a way which can bo 
calculated from the angle of inclination of the axes of the lenses 
with the plane of polarization of the analyzer. For if a represent 
that angle, then the two extreme values Ii and 7a of tlio resultant 
intensity will be respectively 1 and cos® 2a, and therefore 

A 1 -f- cos'* 2a 

Having trained the eye with such an arrangement tlio visibility is 
estimated at each revolution of the screw, and those estiniaiiis are 
plotted as ordinates, the corresponding differenecss ot patli hoiiig 
the abscissae. Even if the entire curve is not worked out, con- 
siderable information can be obtained from a detoimiination of (ho 
differences of path which correspond to the minima. 

Experiment 

Determine the Disteibutioh usr the Cadmium Liviis 

Apparatus and adjustments as in the j)rcvioii.s cliapi;er. 

Measurements.— U sing as a source of lighl, a (ia,dniium tiilto, 
the light is first passed through an ordinary spectroscopo so tliat 
only one radiation at a time passes into the interferometer. fStarl;- 
ing near the position of the white-light fringes, tlie visibilities 
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v/hicli correspond to the gradually increasing differences of path 
are observed as has been described. It is well to observe the fringes 
through a small telescope focused for parallel rays. If a telescope 
can not be used, a card with a small hole in it should be mounted 
in front of the instrument to insure keeping the eye at the same 
point during the observations. The observations are then plotted 
as ordinates in a curve, the difference of path being the abscissae. 
From the curve thus obtained we find the difference in pat h 
which corresponds to F = 50. (if the curve is periodic, corre- 
sponding to a double source, we must take the envelope of the 
maxima for making this calculation^ i.e., the part of the curve 

represented in our equation by 3 The half width of the 

33A 33 

source is then ^ ^ — A.®, If the line is double, the distance 
q A 

between the sources is determined from D, the period of the 
curve, i.e., the distance between the maxima or the minima; 

i 2 

for, as was shown above, Xi — Xi= The ratio of the intensities 

of the two lines may be obtained approximately from the heights 
of the first maximum and minimum. Thus the visibility at the 
first maximum is always 100. If at the first minimum it is, say 
30, and if a and h represent the two intensities, « -f 5 = 100, 

« - J = 20, and, therefore, j . |= 0.7 approximately. 


EXAMPLES 


1. The red radiation from cadmium (A = 6438 • 10“i) was 
observed, and the curve shown in Tig, 33 5 obtained. Since this 
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curve is not periodic we may conclude that the line is single. 
The value of A is seen to be A = 13S, hence the half width of 
the source is, from equation (24), 

= .0066 • 10~'’'mm. 

The equation of the visibility curve would then be F= 2~d^, 
The curve marked a shows the distribution which is seen to 
correspond to a very nearly homogeneous source. 

\ radiation of cadmium (X = 5086 •10“’') was 

observed and the curve shown in Tig. 24 I? obtained. Since the 



“ ™ '»» 'tio ' iiT 1 .U ,aq 

iriClTIHlO 24 


curve is periodic with a single period it corresponds to a double 
line. The period of the curve is seen to bo I) = 115. Hence the 

\ a 

distance between tlio linos is Ai = A)22 • 10”’mm. 

Further, F-.= 50 for .F = 120, i.e., A = 120, therefore, the half 
22 

width of the lino is ’ A® = .0048 • l()-hnra 

A , 

The value of Fat the first maximum is 100, at the first mini- 
mum 66, hence -- = .2 nearly. Ilencio tlie equation of the curve 
would be represented by 


-V'J 


F=2 


OH 


The corresponding distributioii is represented at the left of the 
figure. 

3. '■.l.'ho next (mrvo. Fig. 25, represents the envelope of the visi- 
bility curve for sodium (A 5SOO • 10“’). The period which deter- 
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mines the separation of the two lines Di and A has already been 
found to he .58 mm. (of. page 61). Hence this period is omitted 



from the curve. As it stands, the curve represents the distribution 
of each of the sodium lines upon the supposition that it is the same 
for both. The curve is seen to have two periods, one of 50 and one 

)<? 

of 150. Correspondingtothe period 50, we have-- 2 ^=:. 069 • 10“'^mm., 

A.® 

while for the period 150 we have = .023 • l()“hnm. 

The value of A is seen to be 156, and so the half width of each 
of these lines is .0063 • 10“'^mm. 

The ratio of the intensities corresponding to the first period is 
found to be .7, and that corresponding to the second .2, hence the 
equation of the curve is represented by 

A’2 ,v 

F=2 956)‘-‘cos^cos-Fr- 
50 loO 

In connection with this chapter the student should read Michelson, 
Phil. Mag. (5) 31, p. 338, 1891 ; Phil. Mag. (5) 3Jf., p. 280, 1892 ; Journal de 
Physique (3) 3, p. 5, 1894; B. A. Reports, 1892, p. 170; Trav. et Mdm. du 
Bureau Intei’nat. des Poids et Mesures, AJ, p. 1, 1894. Also some further 
developments of the same method are given by Perot and Fabry, O. E. 
me, pp. 34, 331, 407, 1561, 1624, 1706, 1779 ; Ann. de Chim. et de Phys. (7) 
16, pp. 115, 289; C. R. ISO, p. 653. 

Some important applications of the method will be found as 
follows: Michelson, “On the Broadening of Spectral Lines,” Astrophys- 
icalJournal, p. 251, 1894; “Radiation in the Magnetic Field, ” Phil. Mag. 
(5), U, p. 109, 1897; /{.S, p. 348, 1898; Astrophysioal Journal, 7, p. 130, 1898. 
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THE PRISM SPECTROMETER 

Theory 

To unilcrstciiicl tho conditions wliicli iriust be fulfilled iii order 
that the spectrometer may be used with the greatest efficiency, it is 
necessary to discuss first some of the optical properties of prisms. 

An optical prism is a transparent solid, two of whose faces at 
least are plane surfaces, which intersect in a line. This line of 
intersection is called the edge of the prism. The angle inclosed 
by the two plane 'surfaces is called the refracting angle of the 
prism, and will be denoted in what follows by A. A plane 
passing thiough the prism parallel to the edge and perpendicular 


A. 



to the plane l)isociting tlio refi-aeting angle is called the optical 
base, and a plaiu! perpendicular to the edge is called a principal 

Let OA /J (h’ig. 20) represeni, tlie section of a prism by a, i)rin- 
cipal plane. Let A represent a source of light, and >S()0'R the 
path of a, ray from tluit source throiigli tlie prism. Draw NOe 

H8 
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and N'O'e perpendicular to the faces CA and BA at the points 0 
and 0' respectively. Continue the line 80 to and 00 to 8\ 
and draw through O', O'H parallel to 80. 

The angle N08 between the normal NO and the direction of ■ 
the incident ray 80 is called the angle of incidence, and is 
denoted by i. As it is measured from the normal NO., it may be 
either positive or negative. It is defined as positive when the 
incident ray 80 and the refracting angle A lie on opposite sides 
■ of the normal. It is, therefore, negative when the incident ray 
lies between the normal and the angle of the prism. < 

Similarly the angle N O' R is called the angle of emergence 
and is denoted by . It is defined as positive when the emergent 
ray O'R and the refracting angle A lie on opposite sides of the 
normal JV' O'. It is, therefore, negative when the emergent ray 
lies between the normal and the refracting angle. 

The angles e 00' and eO'O are called angles of refraction, and 
are denoted by r and r' respectively. The angle r is positive 

when the to which it corresponds, is positive, and negative 

when i is negative. Similarly, r' is positive or negative according 
as the i\ to which it corresponds, is positive or negative. 

The angle BO'R being the angle through which the ray is 
bent by- its passage through the prism, is called the angle of devi- 
ation and is denoted by 8. 

From Fig. 25 we see that the following relations exist: 

HO'R = HO' 8' + 8' O'R = 8 
HO'8' =g00' = i-r 
8'0'R = i'-r'. 

Hence S = i f — (r + r') . 

But foO' = r -f r' = A, (29) 

therefore, 8 = ■i + i' — A. * (30) 

The index of refraction of one medium with respect to another 
. is defined as the ratio of the velocity of light in the one medium 
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to that in the other. Thus, if F represent the velocity in one 
medium, V' that in the other, and the index of refraction, 

__F 

fx. - 


As is well known, this ratio is equal to that of the sines of the 
angles of incidence and refraction, that is, 

_ F _ sin -i _ sin F 
^ V' sin r sin r' 


We have, then, as the fundamental equations of the prism, 


sin i 
— > 
sin r 


sin F . 
sin r' 


r -I- r' = A . 


(31) 


To obtain the general equation which connects tlie index of 
refraction with the angles A, i and F we proceed as follows: 
Prom equations (31) we have 

sin F = fx sin r' = /x sin (A —r); , 

if we expand sin (A - r) and substitute for sin r its value and 



for cos r its value fx^ — sin^ this equation reduces to 

sin F = sin Av'/x^ ~ siiF i ~ cos A sin F (32) 


This equation holds in general without any conditions imposed 
upon the quantities involved. Since, however, the quantity whose 
value is to be determined from measured values of the others is 
usually the index of refraction fx, and since it is a matter of some 
difficulty to measure the angle of incidence t with accuracy, it is 
generally advisable to use the prism in one of two particular 
positions. 
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One of these particular positions is determined by the condi- 
tion 


i' = 0, 


that is, the ray emerges from the prism normal to its second face. 
In this case sin i' = 0, S = i — A, or -i = S + A, r' = 0, and r = A. 
Upon substituting these values in the first of equations (31), it 
readily reduces to 


fx = 


sin (A + S) 
sin A 


(33) 


Since in this case the determining condition is i' = 0, and 
since we also have r' = 0 and r = A, therefore the fundamental 
equation sin i = fji, sin r becomes, under these circumstances, 
sin i = fji sin A. But sin i must be less than unity. Therefore, 

sin At <^. Hence, a prism can not be used in this particular 

position unless its refracting angle falls within the limit prescribed 

0 1 
by this inequality, that is, unless sin A • 


The other of these particular positions is determined by the 
condition 


i' = i. 


In this case r' = o' = ^A and S = 2i~ A, or i = ~ (A + 8), and on 
substituting these values in the first of equations (31) it becomes 


/A = 


sin - (^ 4- 8) 

. 1 , 
sin —A 

/w 


(34) 


When the prism is used under this condition, namely 
the deviation 8 produced by , it is the smallest which can be 
obtained with a prism of given angle and index of refraction. 
Hence this position of the prism is known as that of minimum 
deviation. That it is so may be proved as follows : 
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Since in equation (30) ^ is a constant for any given prism, 
the value of S will depend on that of i + i'. Therefore S will be a 
minimum when i + i' is. But an inversion of equations (31) gives 

i = sin-^ fx. sin r, and %' = sin-^ /x sin (A - r), hence 
i + i' = sin“^ fj, sin r + sin~^ ^ sin {A — r). 


To find when this value of i + i' will be a minimum, difEerentiate 
this equation with respect to r, regarding /a as constant. This 
gives 

d (i -h ?/) ^ fx. cos r iu,cos(^— r) 

dr -v/jL - sin^ r \^l-fx?&in^ (A-r) 


This becomes equal to zero when r = ^ A. A second differentia- 

fi 

tion with respect to r and a 'substitution of -A for r gives 

2 


d’^ii + i') 
dr^ 


(1 — /X® silff — A)^ 


— 2/x. sin® ^A. ' 


Since /x — sin A is the sine of .that angle of incidence which will 

have a corresponding angle of refraction A, the value of the 

right-hand side of this equation will be real and positive when 
/X > 1. When /X < 1 its value will be negative, which means that 
the corresponding value of i -h i' is a maximum. But since, when 
^ < 1, the prism is optically less dense than the surrounding 
medium, the deviation will not be given by equation (30), but by 

S = A - (i + i') . Hence in any case, the condition r = ~ A will 

make 8 a minimum. But r + r' = A. Hence the condition 
1 

r = ~ A is equivalent to r = r' or to i = i'. Therefore, under this 
condition the deviation produced by the prism is a minimum. 
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There is a limit to the use of a prism in this case also; 

for, under the condition i = i' we have seen that r' = ^A. Since 

11 . 1 

sin / < 1 it follows that sin < — If sin r' > atliina; which 

Z /JL fA. ° 


often occurs in practice, there is no sin / to correspond to it. 
Hence the ray can not leave the prism at the surface where this 
occurs, but is totally reflected. The application of total reflection 
to the determination of indices of refraction will be discussed in 
the next chapter. 

Consider now that instead of a single ray we have given a 
narrow beam of light. As before let CAB (Jfig. ^7) represent the 
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section of a prism by a principal plane, and S the projection of a 
narrow source upon that plane. Suppose that' a narrow beam of 
monochromatic light SOA falls upon the prism in sucli a way 
that one boundary of tlio beam passes througli tlie edge A ■ of 
the prism. Let i represent the angle of incidence of tlie ray SO, 
and / the corresponding angle of emergence, and r and ?•' the 
respective angles of refraction. Since the beam is supposed 
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narrow, we may denote the corresponding angles for the ray SA 
by i + di, i' + di', etc. We then have from equations (31) 

sin i' = in sin {A — r) 
sin i = fjL sin r, 

whence, by. diiferentiation, regarding ix. as constant, 

cos i'di' = — /X cos (A — r) dr, 
cos idi = in cos rdr. 

Eliminating dr and substituting for A~r its value r' we have 


di’ = 


cos r cos % 

— di. 

cos % cos r 


(35) 


From this equation it follows, since the cosine terms are always 
positive, that when di is positive, that is, i +^di>i, di' is negative, 
and therefore i'-\-di'<i'. Hence, the two rays O'R and AR, 
when prolonged backwards, will intersect at some point S', that 
is, a virtual i image of the point S will be formed at S' by the 
prism. 

Equation (35) is capable of another interpretation. If S is 
not a point source, but has finite width, di may be regarded as 
the angular width of the source when viewed from 0 ; di' then 
represents the width of the virtual image when viewed from O’. 
From this it follows that, for a given i and i', the width of the 
image is proportional to the width of th® source. Also the width 
of the image may be altered by varying i and i'. Thus if i = 90 °, 
cos i = Q, and di’ = 0, or the emergent beam is parallel. If 
i' = 90°, cos i' = 0, and di' = oo . 

When the prism is in the position of minimum deviation, 
% = i\ r = r', and, therefore, di = di', that is, the width of the 
image is equal to the width of the source. Since in practice 
prisms are most frequently used in this position, and since, as 
■ will be shown later, considerations of the purity of the spectrum 
make it desirable to have the width of ,the image as small as 
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possible, the slit in a spectroscope is made infinitely narrow by 
placing it at an infinite distance by means of a lens. Hence the 
origin of the collimator. 

If in equation (35) di = 0, then di' = 0, that is, a beam of 
monochroraatic light which is parallel before falling on the prism 
lemains so after its passage through the prism. 

We have thus far been considering only those rays from the 
source which lie in the plane QAB (Pig. 27), i.e., in a principal 
pl.ine. When we take into account also the rays which, coming 
iiom the source 8^ pass through the prism in some other than 
.1 piincipal plane, the development becomes much more com- 
plicated ; especially if the source of light is a straight bright line 
parallel to the refracting edge of the prism. The virtual image 
of such a line source will, in general, be curved, owing to the 
passing of some of the rays through the prism obliquely to 
a principal plane. * 

Up to this point the index of refraction /x has been regarded 
as constant. While this is true for a prism of any given 
subBtaiico so long as light of a definite wave length only is con- 
sidered, it ceases to be so when the light from the source contains 
iiiore than one wave length. We have, therefore, to consider now 
wluit further effects are produced by a prism when the variations 
of the index of refraction due to changes of wave length are taken 
into account, and to determine how the conditions under which 
the prism is used alter those effects. 

''I'ho (|uostion as to how the index of refraction depends on the 
wave length has been the subject of a large amount of investiga- 
tion. Practically it has been found that the formula first given 
by (Jaucliyf expresses the relation between the two quantities to 

*M. A. Bravais, Jour, de Pec. Polyt., 18, p. 79, 1846. E. Reusch, Pogg. 
Anti., 117, p. 241, 1862. A. Cornu, Ann. ec. norm. (2) 1, p. 265, 1872. 
(r. Cr. Stoke.s, Proo. Roy. Soo. , 2S, p. 309, 1874. J. L. Hoorweg, Pogg. 
Aim., in/f, i>. 309, 1875. 

t Cauchy, Mhnoire, stir la dispersion de la lumUre, Prague, 1836. 
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a fair degree of accuracy in all cases of normal dispersion within 
tire visible spectrum.* This formula is 

jy 

= ^ + ( 30 ) 

in which and B are for any given substance constants to be 
determined by experiment. It will be noted that when 
X = Go, = i.e., A represents the index of refraction for 

infinitely long waves. 

In order to find the change in the angle of emergence di' which 
results from a variation d^i. in the index of refraction, it is neces- 
sary to differentiate equations (31) , regarding i and A only as 
constant. This gives 

0 = /A cos rdr + sin rdii. 
cos i'di' - [x. cos r'dr' + sin r'd/x. 
dr + dr' = 0. 


By elimination of dr and dr' these reduce to 


di' = 


sin A 
cos i' cos 


— dix. 
r 


(37) 


This equation gives the relation between di' and dfx in terms 
of the angles A, i', and r. It is more practical to have their 
relation in terms of the dimensions of the prism and its adjuncts. 
This may be accomplished for the most useful case,t that in 
which the prism is in the position of minimum deviation, as 
follows: Since, under those circumstances we have t = 4 ', r = r', 
A = 2r, equation (37) reduces to 


di' = 


sin 2r ^ 2 sin r 

— a/x = d[x. 


cos ‘i cos 


cos t 


Suppose that a parallel beam of light falls upon the prism 


* Schmidt, Die Brecliung des Lichts in Oldsern, Leipzig, 1874. 

•[•For the general case cf. Eayleigh, Phil. Mag. (5), 7, pp. 361, 403, 477, 
1879; .9, p. 40, 1880; Collected Worhs, 1, p. 415. Also Drude, Theory of 
Optics, p. 333, Longmans, 1903. 
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CAB {^ig. 28) through a rectangular opening ah, two of whose 
parallel sides are parallel to the edge A of the prism, and whose 
plane is perpendicular to the direction of propagation of the 
beam. Let the prism he so placed that one boundary hA of the 


A 



PIGUEB 28 


beam passes through its edge Am Let ctb, the width of the beam, 
be represented by u, and the distance oo , which the othei bound- 
ary of the beam travels in the prism, by t. Draw Ae bisecting 
the angle A, and of through o perpendicular to hA. Then, since 
the prism is in the position of minimum deviation, oo is perpen- 
dicular to Ae, and oe = hrom the figuie we get 

fJ 

. 1 . oe t 

sin oAe = sin --^4 = —j ~ - sin / , 

of a 

co« ‘=,71= a' 

Siibatituting in equation {38) it reducos to 

■ (39) 

<(■ 

Hence wo note that the amount of separation di' of two beams 
of light whoso wave lengths are such tliat the difference of their 
indices of refraction is d/x, depends only on the width a of the 
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beam, and on the excess of transparent substance of the prism 
traversed by one side of the beam over that traversed by the other. 

One of the most important practical applications of the dis- 
persive power of the prism is that of analyzing a composite beam 
into its components. It is, therefore, of great importance to know 
liow far this analysis may be carried with any given prism. Thus 
if we have given for analysis a beam of light containing the two 
■ different wave lengths A. and A. -f- cZX, we wish to know what sort 
of prism is needed to accomplish the task, that is, to resolve the 
beam into its component parts. Equations (39) and (1) answer 
this question completely. Equation (39) gives the angular sepa- 
ration due to the prism of the two beams, and if ive suppose a 
lens placed behind the prism to form real images of the source, 
(1) tells whether the two images formed by that lens will appear 
separated or not. Combining the two we see that the limit of 
resoluti on is expressed by the following equation : 


or 



(40) 


From this equation it appears that, if it is desired to analyze or 
resolve with a prism two beams of Tight which proceed from the 
same source and whose indices of refraction are [x and fj. + djx 
respectively, it will be necessary to use a prism whose thickness 

as defined above, is at least equal to 

It is often more convenient to have this expression in terms of 
\ and dX instead of A. and dfi. The value of dfx in terms of dX 
maybe obtained from equation (36), and when substituted in (40) 
there results 

2BdX 


( 41 ) 
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The dispersion of a prism, denoted by may be defined as 
the ratio of a change in deviation cZS to the corresponding change 
in wave length dX, that is, 

^ dB dB dfJi 
~ dX dfx dX 
But 

B = i+i' — A, therefore, for constant A 
and i, and in consideration of equation (37), 


Hence 


dB di' _ sin A 
d\i~ cos i' cos r 

_ sin H 
~ cos i' cos r dX 


(42) 


If the incident beam contains all possible wave lengths, that 
part of it which corresponds to each particular wave length will, 
on account of the dispersion of the prism, form its own particular 
image of the source at the focus of a lens suitably placed behind 
the prism. These images will be a series of parallel bright lines 
which overlap and form a bright band of light. Such a band is 
called a spectrum. The spectrurn is said to be the purer, the less 
the successive images which unite to form it overlap. Since each of 
these elementary bands is produced by waves whose lengths vary 
over a small interval dX^ we may use this change in wave length 
within the band as a coiivenient measure of the purity, that is, 
wo may define purity, denoted by P, as the reciprocal of dX. Or, 
better, if we choose X as the unit of measure, the purity may be 
defined as 


Let 9 be the angular width of the elementary image due to 
wave length A: alone. The center of this image will receive light 

from the neighboring images whose centers lie within a range of ^ 0 

on either side of it, that is, from those images included within a 
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region iU = 0. Hence, since the change in wave length in this 
interval is dX^ the illumination in the center of each elementary 

image will he produced by wave lengths varying from X - i dX to 


1 

X -I- — dX. To get a value for dX divide the equation dS = 0 hy dX. 

z 

We have, since the interval is small, 

la _ 
dX dX 


But 

- Therefore, 

and 

But from equation QU)) 



i_- II 

dX" o' 


X _ XZ) 
dX~ f 


( 44 ) 


6 = (U: 


cos i cos '/•' 
cos i' cos r 


Therefore, in consideration of o(|uations (42), (42), and (44), 
cos i' cos 


r 


A 

di 


cos V. (ios r 


-7,7) 


sinvl 

cos i cos r' 


dfx 

llX 


( 45 ) 


When the source is narrow, 0 is the limit of resolution of the 
opening, that is, 6 = ™ ; ihereforo, in this . case, equation (44) 

(t 

becomes 



Under this condition A is called the resolving power of the prism. 

(lA 

Denoting it by R wo have, 


R. = al). 


( 46 ) 
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From this it appears that the resolving power of a prism of 
given thickness is directly proportional to both the width of the 
incident beam and the dispersion of the prism. 

In the position of minimum deviation equation (42) reduces to 
❖ 

a dX 

But R = aX), therefore, in consideration of equation (36), 

From this it appears that, with a given width of beam, the 
resolving power of a prism is proportional directly to the thickness 
of the prism, and inversely to the cube of the wave length. 

For further discussion of tlie properties of prism.s and prism spectro- 
scopes the student is referred to Kiiy ' Handbiidi tier Spectroseopie, 1, 
p. 263 seq. and 490 seq., Leipzig, 1900, where a complete bibliography will 
bo found. Also important discussions by Helmlioltz, Physiologische 
Optik, 2d Ed., p. 290 seq., Leipzig, 189(5; Rayleigh, Phil. Mag. (5), S, pp. 
261, 403, 477, 1879; !), p. 40, 1880; also in liis Collocted Works, 1, p. 416 
seq. ; Czapski, Winkelmann’s Ilaudbuch IT, 1, p. 152 seq. ■ 

Experiments 

I. Determine the Index of Refraction of a Prism 

Apparatus. — The spectrometer consists of a collimator SA 
(Fig. 29) and a telescope BE^ lioth hiounted at right angles to 
a vortical axis 01) and movalde aliout that a.xis, and a graduated 
circle O', upon which the angle between the telescope, and colli- 
mator can bo read with the help of tlio vernier r. Both tlie 
telescope and the collimator sliould lie so mounted as to bo 
movable about horizontal axes ««, so that they may be adjusted 
to have their collimation axes parallel to each other and perpen- 
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dicular to the axis GD. It is usually possible to clamp the 
collimator and the graduated circle to the base of the instrument. 
The damp which fastens the telescope to the graduated circle 
contains a tangent screw which permits a slow motion of the 
telescope. The center of the graduated circle should coincide 



FIGUBE 39 


witli the axis OD^ and it is useful to have a small hole bored 
through that center parallel to that axis. 

Adjustments. — The axes of tlia tehBcope and collimator must 
intersect the vertical axis of the instrument. If the telescope and 
collimator are rigidly mounted so that they are not movable al)out 
a yertical axis, wo assume that this adjustment has been properly 
made by the makei\ In any case the adjustment can 1)0 
tested with suificient accuracy by sticking a straight metal 
rod into the hole in the center of the graduated circle, and 
observing this rod through the slit of the collimator. To adjust 
the telescope the eyepiece must be removed and the rod viewed 
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as in the case of the collimator. When the adjustment is correct, 
the rod seems to cover the center of the objective. 

Telesco])G and collimator must le focused for parallels rays. 
The telescope may be pointed out of the window and focused on 
a distant object, hut it is better to place a prism on the prism 
table, set the telescope perpendicular to one of its faces, and 
observe the reflection upon the prism face of the cross-hairs in the 
teleseope. In order to do this easily the telescope should be 
fitted with a Gauss eyepiece, or have some other provision for 
illuminating the cross-hairs. When the cross-hairs are illumi- 
nated and the telescope is perpendicular to the prism face, two 
sets of cross-hairs will be visible in the field of view. The two 
should be brouglit nearly into coincidence and the telescope 
so focused that when tlie eye is moved about behind the eyepiece 
the two sets show no parallax with, respect to eacli other. Having 
thus focused the telescope the collimator is easily adjusted for 
parallel rays by observing, in the telescope, the imago of the slit, 
and focusing the collimator until that image shows no parallax 
with respect to the cross-hairs. Tlio adjustment can also be 
effected by placing on tlie prism table of the instrument' a 
plane-parallel plate of glass in such a way that tlie light from the 
slit is reflected to tlie telescope at oblique incidence. The 
reflected image of the slit in the telescope will appoiir double 
unless liotli telescope and collimator are focused for parallel 
rays. 

'Mescope and cullimafor must be perpendlcu.lar to the axis of 
the instrument and the surfaces of the prism must he parallel to 
that axis. 'To attain this tlui prism should bc^ mounted on a 
leveling tripod, so tliat one of its faces .1 !> is perpendicular to 
the line joining two of tlio leveling screws, 'riie prism so 
mounted is then set upon the prism table a little to one side of 
the center of the graduated circhq so thal, wlien the telesfiopo and 
collimator are brouglrt into/ line and tlie prism facie J />' is made 
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parallel to that line, part of the field of view of the telescope is 
nnobstructed, and it is possible to have an image of the slit 
formed in the focal plane of the eyepiece. The slit should then 
be turned so that it is horizontal, and the telescope and collimator 
adjusted by means of the screws hi) until the image of the slit 
falls upon the intersection of the cross-hairs in the telescope. 
The telescope should then be turned about the axis of the instru- 
ment through any angle, and the prism turned through such an 
angle that the light from the slit is so reflected from the prism 
face AB that the image of the slit again appears in the field of 
view of the telescope. In general this image of the slit will not 
fall upon the intersection of the cross-hairs. It should be made 
to do so by adjusting the leveling screws of the prism. The tele- 
scope is then turned so as to be perpendicular to the face AB 
of the prism. In order to set it accurately perpeiulicular to that 
face, it is necessary to illuminate the cross-hairs and observe their 
image reflected from the face AB. When this imago coincides 
with the cross-hairs themselves, the telescope is perpendicular to 
the face of the prism. The cross-hairs and their image should be 
brought into coincidence by adjusting the telescope. The tele- 
scope and prism should then bo brought into their original posi- 
tions, and the image of the slit observed directly. It will in 
general no longer fall upon the intersection of the cross-hairs. It 
should be made to do so by adjusting the collimator by means of 
the screw h. This operation must be repeated until the image of 
the slit remains on the intersection of the cross-hairs in all three 
of tlie positions. Wlion this is accomplished the telescope and 
collimator are perpendicular to the axis of the instrument, and 
the prism face A B is parallel to that axis. 

It is then necessary to make tlie other face of the prism, _ 
namely AQ., parallel to the axis QD. To accomplisli tliis it is 
merely necessary to set tliat face perpendicular to tlie telescope. 
It will be remembered tliat tlie face A H of tlie prism was set per- 
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pendicLilar to tlie lino which Joins two of the leveling sciews of 
the tripod upon which the prism is mounted. The adjustment of 
the face yi Q should he made entirely with the other screw of the 
tripod, because a movement of this third screw of the tripod will 
not tip the face AB.) hut only rotate it about an axis perpendicu- 
lar to its plane. 

Measueembnts. — It is first necessary to measure the angle A 
of the prism. The telescope is set perpendicular to the face AB 
of the prism, and its position read upon the graduated circle. It 
is then set perpendicular to the face A 0 of the prism, and its . 
position read in the same way. The angle through which the 
telescope turns in making these two settings is tlie supplement of 
tlie angle of the prism. To measure the angle S of deviation, 
turn the slit so that it is vertical, and illuminate it with mono- 
chromatic light, — or bet, ter, with sunlight. Place the telescope 
and collimator in line, bring the image of the slit upon the 
cross-hair, and read the position of the telescope upon the gradu- 
ated circle. The prism should then be introduced and placed in 
such a position that the angle of incidence of tlie light from the 
collimator upon it is nearly equal to the angle of emergence. 
The adjustment for minimum deviation is made by rotating the 
prism about a vortical axis while observing the spectral image of 
the slit in the telescope. , As the prism is turned that image 
moves in the field of view, and it will bo found that at one par- 
ticular position of the prism that imago is nearer the direct image 
of the slit than in any other position. The cross-hair is set upon 
the spectral image when the prism is in this position, and the 
angle throngli which the telescope has been turned road upon the 
graduated circle. If sunlight is used, the cross-hair is sot upon 
the particular Fraunhofer lino for which the corresponding index 
is required. Having thus measured the angle of the prism and 
the angle of deviation, the index of refraction is easily found 
with the help of equation (34) . 
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EXAMPLE 

A hollow prism filled with bisulphide of carbon was used. 
The angle of the prism was 59° 50' = A. The following deviations 
were observed for the lines of the solar spectrum as indicated: 


Link 

Wave length 

Deviation 

Index (Calculated) 

B 

6870 • 

10-7 

47° 

34' 

34" 

1.6060 

C 

6563 • 

10-' 

47° 

53' 

0" 

1.6193 

D 

5890 ■ 

' 10-' 

oo 

o 

46' 

46" 

1.6385 

E 

5370 • 

■ 10-' 

50° 

0' 

13" 

1.6409 


■ 

, 10-7 

51° ■ 

14' 

46" 

1.6533 

G 

{’4-3'o8 ' 

■ 10-' 

53° 

14' 

38" 

1.6737 


The temperature was 18 °C. 

II. Determine the Dispersion Curve 
Apparatus and adjustments as in Experiment I. 
Measurements. — It is merely necessary to ^ measure the index 
of refraction in the way described above, for several difiereiit 
wave lengths, and then to plot the indices as ordinates with the 
corresponding wave lengths as abscissae. If it is desired to deter- 
mine the constants of the Cauchy dispersion equation [equation 
(36)], any two values of the index of refraction with their corre- 
sponding wave lengths may be used. It is desirable as a test of 
the accuracy of the work to measure the indices corresponding 
to several of the Eraunhofer lines, and to calculate the A and B 
of the Cauchy equation from each pair of such indices. 


EXAMPLE 

From the values of «, obtained in the example of Flxperiment I, 


the following values of A and B 

iNTKllVAIj 

B - B 

« a - F 

I) - (1 
moan 
B = 


of equation (36) were obtained: 

A 

1.5805 
1.5786 
1.5777 
1.5789 = A 
1.735 • 10-» 
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III. Deteeminb the Eesolving Power op the Spectrometer 
Apparatus and adjustments as in Experiment I. 
Measurements. — Haviug determined tlie B of equation (36), 
it is in addition necessary to measure the thickness of the 
prism. If the incident beam has a rectangular cross-section, it is 
evident from Figure 28 that the value of t is given by 



2a sin —A 

z 


cos i 


(48) 


If, however, the entire aperture of the collimator is used, and if 
a represent the diameter of that aperture, then, because the 
cross-section of the beam is circular, 

a = 0.82a\'* 

Hence the equation for the determination of if is, in the case of 
an incident beam of circular cross-section, 

2a' sin -^A 

i. 0.82 (49) 


It is to be noted that the resolving power of a prism is different in 
different parts of the spectrum. 

An interesting check upon equation (47) is obtained by 
altering a, and, consequently f, until a given resolution is obtained. 
This is accomplished by limiting the width of the beam by two 
cards held upon the front face of the prism. The distance 
between the cards should be varied until two known lines are no 
longer resolved. The two sodium lines are a convenient pair for 
this purpose. If d is the distance between the cards upon the 
front face of the prism, when the sodium lines cease to appear ' 
double, then it is evident that ‘ 

f = 2(isin^A. 

z 


* Verclet, Le^'ons D'optiqiie Physique, Vol. I, p. 301 seq. 
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The value of -4- in this case is about 1000. It •will in general be 
tlX 

found that the experimentally determined value of the resolving 
power is larger than the theoretical one. This is natural, as the 
theoretical value is the limit of resolution beyond which it is 
impossible to go, and the fact that the observed limit is somewhat 
higher merely goes to show the imperfection of our eyes and 
our instruments. 

EXAMPLE 

Two cards were held over the objective of the collimator and 
moved until the two sodium lines just ceased to be resolved. In 
this position their distance apart was a =3.5 mm. From equa- 

] 

tion (48), t = 5.98, since i = - (S + ^) = 54° 18'. Hence, from equa- 
tion (47), using the value of B given on p. 101, 

./ij = = loin. 

A’’ 

The theoretical value of R for the two IJ lines is — = 983. 

dx 

To get some idea of the resolving power of the instrument 
without stops in different parts of the spectrum, use was made ol* 
equation (40) in connection with the observations in Experimont 1. 
The value of R. varies over the intervals chosen, hence the num- 
bers obtained are only averages over the interval. 

INTHUVAL (is (A (IK 

0^1) 53' 40" = 3230" = .01504 radians .00()()073 232 

F- G 1° 59' 42" = 7182" = .03482 ■ “ .000055:5 030 

Since in this case, if a' represent the diameter of the objective, 
a = 0.82ri', and since a' was 40 mm., a = :52.8, tliore'foro, 

I N'l' roav A h 11 {=■ a D) 

O-D 7010 
F- a 20700 


104 


MANUAL OF ADVANCED OPTICS 


The extreme values of R for the lines B and G are added. 
The calculation is made from equations (47) and (49). 

Line H 

B 6020 
G 24400 


TOTAL KBFLEOTION 


Theory 

In Chapter VII we have deduced the general equation (32) for 
the prism. Mention was also made of the fact that when the 

, 1 

internal angle of incidence r' becomes so large that sin ^ “ 

the light can not escape from the prism, but is totally reflected. 
This limiting angle of total reflection may then be used to 
determine /x. At that angle sin i' - 1, and hence (32) becomes 

1 = sin A “ sin® i - cos A sin i. 


If this equation be solved for /x® we get 


„ , /cos A + sin 

+ ( sin A 


(60) 


Hence, to determine /x by this method it is necessary to 
measure the refracting angle A of the prism, and the angle h of 
incidence. 


If the totally reflecting surface be covered with a liquid of index 

, „ . ... . sin i' 

fjL\ then at the limiting angle of total reflection sin t ~ 1 - 
and equation (32) becomes for this case 


/ = sin A. - sin® i - cos A. sin i. (51) 


Experiments 

I. Dbteiiminb the Ihdex of Refraction by Total Reflection 
The apparatus and adjustments are those of the last chapter. 
The prism used should bo tor convenience a total leflecting prism 
90°. 
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Measurements. — Place the prism on the prism table of the 
spectrometer and allow diffused light to fall upon the face as 
shown in Pig. 30. Observe the reflected light with the telescope 
and And that position of the prism and telescope in which half of 
the fleld of view is bright and the other half less bright. Set the 
cioss-haii of the telescope on the line of separation between 
these two portions of the fleld and read the position of the tele- 
scope on the circle. Then set the telescope perpendicular to the 
face BC^ and again read the circle. The difference between 
these two readings will, because of the symmetry of the figure, be 



the angle i, which corresponds to the angle i' = 90°. N'ote that 
in the case drawn the refracting angle of the prism is at M, and 
theiefore since it and the incident ray are on opposite sides of the 
normal, i is positive. 

If it is desired to determine the index /x of a liquid (//,'•< 
wet the surface xl O' with the liquid. It will probably be neces- 
saiy to press a film of the liquid between the prism face and a 
piece of glass. Observe again the limiting angle. In this case 
the angle i will probably be negative. The index can then be 
calculated from equation (51). 

The same pidsni can be used to measure indices of solid sub- 
stances less dense than the prism itself by pressing between the 
suiface A.0 and the substance whose index is to be determined a 
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liquid like oil of cassia, whose index is greater than those of the 
substance and the prism. Equation (51) holds for this case also, 
the symbols having the same meaning as in the preceding case. 

EXAMPLE 

Using a total reflection prism and sodium light it was 
found that A = 4:5°, i = 5° 30'. Hence, from 

equation (50) ^ = 1.5133. 

As a check the deviation S at minimum deviation was 
also measured, the result being 8 = 25° 47'. 

Hence, from (34) ^ = 1.5134. 

The surface A, (7 was then coated with a water film, 
and the value of i determined as i = -25° 50'. 

lienoe, from (51) i /x.'= 1.3329. 

Using a denser total reflection prism and sodium light 
it was found that A = 45°, i = 11° 2'. Hence, 

as abore . /j. =1.6170. 

The hypothenuse of the prism was then coated with a 
thin layer of cassia oil, and a plate of the glass 
whose index of refraction was determined with 
the interferometer (page 65), was placed upon the 
oil. The value of /i was then measured as 
t = —42° 57' 20". Hence, from (51) /x' = 1.5189. 

For other methods of determining indices from the angle of total 
reflection, the student is referred, to Kohlrausch, Wied. Ann. 4, P- 1- 
Abbe, “Apparate zur Bestimmung des Breohungsvermogen,” Jena, 1874. 
Pulfrich, Zs. fiir In.strk. 7, p. 55, 1887; S, p. 47, 1888; 15, p. 889, 1895; 
7,9, p, 9, 1899. Czapski, Zs. fiir Instrk. 10, p. 246, 1890. 
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Theory 

The conditions under which the maxima and minima of illu- 
mination are formed hy the interference of the light waves that 
have passed through two parallel, rectangular openings or slits, 
have been discussed in Chapter II and are expressed by equations 
(4) and (5), page 20. If we now consider, in the same way, a 
large number n of such equal, equidistant, parallel slits, all of 
which lie in one plane, we shall find, in general, that the position 
of a maximum will be determined by an equation similar to equa- 
tion (5) in which the 2 is replaced by n; that is, the condition for 

a maximum will be i 

nd sin 6 = nm\, (52) 

Similarly the condition for a minimum will be 

nd sin 0 = (wm + 1)X (53) 

Such a seiles of parallel slits is called a plane grating. 

In general the positions of the maxima and minima will be 
determined by these equations. There are certain cases, however, 
when one or more of the maxima may be wanting. According to 
equation (2) each individual opening has a minimum in a direction 
determined by a sin 0 = m\. But from equation (52) the maxima 
are determined by cl sin 9' = m'k. When the ^’s are the same. 


a m 
d m' 


(54) 


*Cf. Drude, Theory of Optics, p. 232seq., Longmans, 1902. Kayser, 
Handhuch der Spectroscopic, I, p. 416 seq., Leipzig, Hirzel, 1900. Ray- 
leigh, Phil. Mag. (4) 4-7, p. 193, 1874. Quincke, Pogg. Ann. I 46 , p- 1, 1872. 
Rowland, Phil. Mag. (5) 35. Mascart, Ann. eo. norm. 1, p. 219, 1864; 
Traite d'optique, 1, p. 364 seq., Paris, 1889. 
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Hence, when this condition happens to he fulfilled the correspond- 
ing maximum is wanting. 

We have thus far considered that the incident beam fell 
normally upon the grating. The introduction of this condition 
has made the explanation of the equations lyhich determine the 
positions of the maxima and minima very simple. It is, however, 
immaterial whether the difierence of phase nm between the 
outside rays of the beam is introduced entirely behind the 
grating, or part of it before the grating and the rest behind it. 
Part of this difference of phase will be introduced before the 
grating if the incident beam fall upon it at some angle other than 
a right angle. Then let AB (Fig- 31) represent the grating, 



and SABS' the incident beam, making an angle NAS = i with the 
normal AN to the grating. Let Hi? be the direction correspond- 
ing to a maximum; call the angle which AR makes with the 
normal AN' .to the grating, the angle of diffraction, and denote it 
as above by 6. The difference of path between the two outside 
rays HJ?, BR' is now represented by DA + AD'. This must, 
therefore, be substituted for AD in the deductions that lead to 
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equation (52). But DA = nd sin i, and AD' = nd sin there- 
fore, 

DA + AD' = nd (sin i + sin 0), 
and equation (52) hecomes under these circumstances 


mnX' = nd (sin i + sin 6). 


Should the direction AR fall between the normal and the 

direct ray 8 A I, the difference of path betweeu the outside rays 
AR' a,n6.BR' would be given by AD-BU, and tlie equation 
reduces to 

nm\ = nd (sin -i — sin &). 


Hence, the complete equation is, after dropping the 


m\ = d (sin i ± sin ^), ( 55 ) 

whereby it is to be remembered that the negative sign is to be used 
when the diffracted ray AR lies on the same side of hhe normal 
as the direct ray AI. 

The dispersion of a grating, denoted by Z?, may be defined as 
in the case of the prism, as the ratio of the change in the angle 
of diffraction dQ to the corresponding change in the wave length 

d\ that is, Z) = — ; or, from equation (52), 



1 

cos 6 


(56) 


Biom this equation it is seen that the dispersion varies directly 
with m, that is, with the order of the spectrum. Hence the 
spectrum of the second order will be twice as long as that of ’ the 
first order. Burther, the dispersion is inversely proportional to 
the grating space d. Bor this reason makers of gratings have 
made it their |,im to make d as small as possible. Th© dispersion 
also varies inversely as the cos 6. If cos 0 = 1, i.e. ,6 = 0, the 
diffracted ray is normal to the grating and the dispersion is a 
minimum. Since the cosine varies very little from the value 
unity whep the arc varies througli a small angle on either side of 
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zero, the dispersion curve is, under this condition, most nearly a 
straight line. Hence the spectrum formed under this condition 
is called a normal spectrum. ' 

The purity of grating spectra may be measured in the same 

way as that of the prismatic spectra, that is, as before, F = 

or, when the source' is infinitely narrow, the resolving power, 

R equals-^- The value of 4- for gratings may be determined as 

^ ClA ClA 

follows : By equation (53) the direction of a maximum for wave 
length X + dX is, for normal incidence, determined by 

7id sin 6 = nm (X + dX ) , 

and by equation (53) that of the minimum of the same order for 
wave length X by 

sin = («'m + 1)X. 

The slimit of resolution is reached when 6 and & in these two 
equations are identical. Hence, 


or 


nm (X + dX) = {nm + 1)X, 


A. 

dX- 


B = mn. 


(57) 


Two conclusions ciin bo drawn from this equation. First, if 
m is constant, that is, if wo observe spectra of the sarno order, 
the resolving power of different gratings will bo proportional to 
the number of lines which they contain. 

The second conclusion may bo reached tfs follows: Prom 
equation (53) we have, for normal incidence, 

nd . „ 

nm, = sin 6', 

X V 


but nd = I is the total width of the grating, therefore, 


X_ _ I 

dX “ X 


sin 


6 . 


V' 
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If ill this equation sin 0 is constant, that is, if the spectra are 
observed at a constant angle of diffraction, the resolving power of 
all gratings of the same width is the same, and is consequently 
independent of the number of lines. 

Farther, I cos 0 is the width of the diffracted beam, denoted 
by a', that is, I cos 6 = a' or,, 

cos ^ = y* 

But by equation (56) 

m 1 _ nm I 
d cos 6 Old a' ^ 

or, since oid = Z, and omi = i2, 

i) = or, = a'Di (58) 

exactly as in the case of the prism. It is to be noted, however, 
that a' is the width of the diffracted beam, not of the incident 
beam. 


Experiments 

I. Determin-e the Oohstaht of the G-ratihg 
Apparatus. — The spectrometer is used in these experiments 
as in those described in the last chapter. The grating should be 
so mounted that it can be placed upon the prism table of the 
instrument and be adjustable about two horizontal axes, one of 
which is parallel, and the other perpendicular to its surface. 

Adjustments. — The grating should be so set upon the prism 
table that its surface lies directly over the center of the graduated 
circle of the instrument and its lower edge is parallel to the prism 
•table. The only further adjustment is to make its surface 
parallel to the axis of the instrument. This is .done, if the 
instrument has been adjusted as described in the last chapter, by 
merely setting the grating perpendicular to the telescope. If the 
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instrument has not been so adjusted, the process there described 
must be used, the surface of the grating taking the place of the 
face of the prism. 

Measurements. — Allow monochromatic light, — or better, 
sunlight,— to fall upon the slit. If a transmission grating is to 
be used, it is better to set it normal to the incident light. To 
attain this, set the cross-hairs of the telescope on the undifEracted 
image of the slit. Then set the grating perpendicular to the tele- 
scope by means of the reflection of the cross-hairs in the usual 
way. Read the position of the telescope at this point. Then 
turn the telescope until the first spectral image falls on the cross- 
hairs, and again read its position. The angle through which 
it has been turned in this operation will be the angle 6 of dilf rac- 
tion for the spectrum of the first order (m =1). For the sake of 
a check, this angle should be read on both sides of the central 
undifiracted image of the slit. It is also well to determine the 
angles of dilfraction for spectra of several different orders. The 
constant of the grating is then calculated with the help of equa- 
tion (52), the wave length of the light used being taken from the 
table of wave lengths. If the constant of the grating is known, 
the same measurements can be used to determine wave lengths. 
If the solar spectrum is used, of course a given Fraunhofer lino 
is used instead of the spectral image of the slit. 

If the grating used is a reflection grating, it will probably be 
impossible to observe with perpendicular incidence, because the 
spectra of lower order fall so near the collimator that they 
can not bo observed in the telescope. In this case, the grating is 
set up so that the light is incident at any angle i. The telescope 
is then set perpendicular to the grating, and its position read 
on the graduate circle. The angle of incidence is determined by 
setting the cross-hair upon the directly relloctod image of the slit, 
and the angles of diffraction by sotting it on the spectral images. 
The angles of diffraction are, of course, all measured from the 
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normal to tlie grating, and their sign is minus if they lie on the 
same side of the normal as the direct reflected image. The 
grating space d is then easily obtained from equation (55), the 
wave length being taken from the table. 

EXAMPLE 

Using sunlight as a source, a plane grating was adjusted in 
the spectrometer. The angle of incidence was i = 48° 17' 30". 
The deviations for the first three spectra for three of the solar 
lines were observed as follows : 


Line 



01 

0. 

03 

G 

6563 • 

10-' 

21° 58' 20" 

0° 3' 30" 

21° 48' 10" 

A 

5890 • 

io-' 

24° 19' 20" 

o 

O 

14° 58' 10" V 

F 

4861 * 

10-7 

28° 2' 40" 

11° 10' 0" 

4° 48' 10" 

Hence from equation (55) the following values of 

calculated: 

Wo were 


Line 

no 

G 

567.6 

A 

568.8 

F 

568.9 

Mean 

568.4 


II. Find the Eesolving Power of the Grating 
Apparatus and adjustments as in Experiment I. 

Having determined the constant d, the resolving power is 

merely m j, in which I is the length of the ruling and m the order 

of the spectrum. As in the case of the prism the resolution can 
be tested by finding the width of beam a which is just sufficient 
for the resolution of a pair of known lines like the two sodium 
lines. 
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A slit was placed over the objective of the collimator and 
closed until the two sodium lines in the first spectrum were no 
longer resolved. The width of the slit was then found to be 

ct 

a = 1.28 mm. Hence, the length of grating used was := 1.924 

5® COS 'Zr 

mm., and the number of lines in this width is n • 1.924 = 1094= i?, 
the resolving power according to equation (57). 

dd 

The dispersion was then calculated from the equation D = -j-- 

cLa. 


INTERVAL 

M 

dk 

B 

G-D 

8460" = .0410 radians 

0.0000673 

610 

B-F 

13400" = .0664 “ 

0.0001029 

645 


Trom equation (56) we get for A in the first spectrum 


568. 4 
cos 6 


= 613. 


The length of grating, which was Just sufficient to resolve the 
two sodium lines, was I = 1.924 mm. Tor the first spectrum we 
have (9 = 21® 58' 20". Hence, since I cos 0 = a\ the width of the 
diifracted beam, we have as the resolving power, according to 
equation (58), 

R = a'D = 1.784 x 613 = 1093. 

The total width of the grating was 40 mm. Hence the resolv- 
ing power in the first spectrum is 40 x 568.4 = 22736, It will be 
noted that this number is the same for all parts of the spectrum. 

For information as to the production and errors of gratings cf. Eow- 
land, Phil. Mag. (5) 13, p. 469; Nature 36, p. 211. Rayleigh, Phil. Mag. 
(4) /i.'r, p. 81, B. A. Reports, 1872; Nature 54, p. 332. 
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THE OOHOAVE GRATING 
Theory 

In using a plane grating, as in using a prism, lenses are neces- 
sary to make the light from the source parallel and to form an 
image for observation. Inasmuch as lenses absorb much of the 
total energy of vibration that falls upon them, it is highly desira- 
ble to avoid their use if possible. That this is possible has been 
beautifully demonstrated by Rowland,* and his concave gratings, 
by which he has been able to accomplisli this end, have justly 
become the standard instruments for spectroscopic work. 

As the name implies, a grating of this kind is made by ruling 
fine lines upon a concave mirror. The use of lenses in connec- 
tion with the grating is thus avoided, because the concave mirror 
will form real images by itself. 

Since the series of openings tlms formed are on tlio surface of 
a sphere, they can not be treated as a series ol parallel slits. The 
theory of the concave grating lias beim fully treated by Rowland 
and others. The foUowing simple deduction of its leading char- 
acteristics is aliridged from a complete discussion of it by Rimgerf 

Suppose Ave have a source of monochromatic light at -I 
(Fig. 112), and a (‘.urvod rellocting surface Jfd/' at 0. Tad; P be 
any jioint upon the surface XIOM’. An image of .1 will be formed 
at A' whenever the distance A P \ P A' is the same for every 

*Am. Jour. Sei. (J) p. S7; Pliil. Mafr (5) /o', p. 1!)T. 

f Wiiikelinann’s Ilandbiich, II, /, p. 407. Kay-ser, JIandbuch dav 
, Spectra scopie, I, p. 452. 
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point P on the curved surface MM\ or whenever the rays 
reflected from every point P arrive at A' in the same, phase. 
The flrst of these conditions will clearly he fulfilled if the reflect- 
ing surface is an ellipsoid of revolution having A and A' as foci. 



Let us now conceive a series of such ellipsoids of revolution con- 
structed about A and A' as foci under the condition that AP + PA! 

shall increase by -■ for each such successive surface. If the mirror 

be now supposed spherical, its surface Will be divided by its inter 
sections with this series of ellipsoids into a large number of zones. 
Trom any two adjacent zones light will reach A' in ^opposite 
phase, because of the condition by which the ellipsoids were 
drawn. If the radius of curvature of the mirror MM' and the 
distances AP and PA' are great with respect to X, these zones 
will have very nearly equal width, mud will, therefore, extinguish 
each other’s efloct at A' and produce there a minimum of illumn 
nation. If, however, this balance in the effect of the zones is 
partly destroyed by so scratching a line on the mirror within the 
region covered by every pair of adjacent .zones that some light 
shall arrive from each pair of zones in the same phase, we shall 
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obtain illumination there. It is to be noted that the condition 
for illumination at A' is that the light from every pair of zones 
shall arrive there in the same phase. Therefore, we may have 
between the trains of waves from any adjacent pairs of zones a 
difference of phase of any number of whole waves, that is, of mA.. 

It is now necessary to find how these linos must be drawn to 
produce the desired effect. 

Let the spherical mirror MM' now be referred to a set of 
rectangular axes, so that its vertex is tangent to the X7j plane at 
the origin 0. Call the radius of curvature p. The equation of 
the mirror so placed is 

, a’~ "I" z" — 'Hpx ~ (1. 

Let A and A' lie in the rr/y plane, and let their coordinates be 
represented by a, I?, and a', ■¥, respectively. Then 

A P^ - {x -- ({)■' 4- (// - hy + r ; 

or, by performing the indicated operations and lotting o? + = r®, 


A P“ = — Jhnr %lnj -f x'-‘ -\- \f +■ r. 

ct 

Upon substituting in this equation for ‘her its value --- (.U + ?/^ + z*) 

P 

taken from above, it becomes 

at’ = ,•» - «»;/ + (l - -^) f + (l ^ 2) I (l - 


Remembering that x is of tbo socbiid order with respect to ?/ and 
z, and neglecting terms of the 'third order, this reduces to 


AP 


1/ a 

~y + ~ 

n* 9, A. 




The value of PA- may bo obtained in precisely the same 
manner. It will be found to dilfor from that of A P only in that 


THE CONOAYE GRATING 


119 


a\ 1)\ /, appear in it in place of «, Z), r, respectiyely. We may, 
therefore, write 

^P + P^' = r + /-(- + -,Y 

\r r / 


)y 


V a ( a 1\ a' ( a' 1\ 


y 


z\ 


This equation reduces to a much simpler form for certain particu- 
lar positions of%4 and A'. In order to find the conditions which 
determine these particular positions of A and A , let us suppose 
that the mirror is so limited that the terms in may be 
neglected. The terms in if will vanish also if 


a 

(a 1\ 

a' fa' 

i\ 


V’® p ) 

1 ^ ar' \r'® 

v) 


This will be true if r® = ap and r'® = a' p, that is, if A and A lie on 
a circle whose center lies on the axis of a; at a distance ^ from the 

origin. When this simple condition is fulfilled, the equation 
reduces to 

AP + PA' = r^r'-{^- + fj. 


We are now in a position to answer the question as to how the 
lines must bo drawn on the mirror to produce the required ellect. 
Lot (5 represent the dillerence ■ in millimeters between the values 
of the ?/’s which correspond to the wth and the n + Ist lines. 
The distance between the centers of their adjacent zones will also 
be fi. Since when A and A' are fixed, as wo have supposed them, 
r -I- r' is independent of the position of P on the mirror, the 
question as to the illumination at A' depends for its answer upon 
the value of the term containing y. The condition for illumi- 
nation at A' is that the light arriving there from any zone, the 
nth for instance, shall differ in phase from that arriving from 
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the next zone, the n + 1st, by a whole number of wave lengths 
mX. This difference of phase will accordingly be determined by 




or, since this must be equal to '/mX, by 


0 



= mk. 


(59) 


Hence e, the difference in the values of the y’s for two consecutive 
lines, is constant. That is, the lines must be ’equally spaced 
along a chord of the mirror perpendicular to the q: axis. 

If conditions are so arranged that the image formed at A' is 
observed only when A' lies upon the axis of x, V becomes zero, 
and equation (50) reduces to 


— = m\. 
r 



But ~ = sin i, where i is, as usual, the angle of incidence. Hence, 


equation (GO) may be written in the form 


a sin i = mk. (Gl) 

The distance AA' is, when 1/ = 0, equal to p sin f, or taking 
equation (Gl) also into account, 


4 i' ~ 

a 


(nil) 


Hence AA' is proportional to the wave length X. 

■ Odie use of tlie concaivo grating under tlui <!onditioh // 0 is 

especially to lie rocommonded, bec.auso, when the point of observa- 
tion lies upon the normal to the grating, the dispersion is, as in 
the case of the i)lane grating, very nearly constant througlioiit a 
considerable range on eithei’ side of the normal. 

Equations (50) and (57), expressing the dispersion and resolving 
power of a plane grating, apply to the concave grating also. 
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Experiments 

I. Determine the Constant op the Grating 
Apparatus. — As sliown above it is best to mount the concave 
grating in such a way that its center of curvature coincides with 
the point of observation. This may be accomplished in every 
position of the grating if the slit, the, center of the grating, and 
the point of observation lie upon a semicircle whose diameter 
passes through the center of curvature and the center of the 
grating, and is equal in length to the radius of curvature of the 
grating. The best method of fulfilling this condition is that 



adopted by Rowland. The grating and the observing eyepiece are 
firmly mounted on the ends of a rigid arm GO (Fig. 33), whoso 
length is equal to the radius of curvature of the grating. This 
arm is supported at each end upon a small carriage, and these 
carriages maybe moved along the tracks AB and A.G., respect- 
ively. If these two tracks are accurately perpendicular to each 
other, and if the' slit is placed at A, then in any position of the 
arm GO the points G, 0 and A will lie on a semicircle, which 
fulfills the required conditions. . 

Adjustments. The tracks AB and AG must be straight, 

*Cf. Ames, Phil. Mag. (5) .^7. p. 369. Astronomy and Astrophys. 11, 
p. 38, 1893. 
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level, and perpendicular to each other. These tracks are usually 
mounted upon heavy steel or wooden beams with adjusting screws 
so that they can be raised or lowered and moved laterally. The 
adjustment for straightness can^ be made by tightly stretching 
beside the track a fine piano wire or silk thread, and then bringing 
the track parallel to this either with the adjusting screws or by 
filing. 

The tracks may be made horizontal with the help of a good 
spirit level, or with a cathetometer set up at some point, as 
and focused on the upper edge of the track. 

The tracks may be made perpendicular to each other by the 
3-4-5 rule, i.e., by measuring from their point of intersection a 
distance of 3 units on one track and of 4 units on the other ; the 
distance along the hypothenuse between the two points thus deter- 
mined, should be ■ made to equal 5 units. One of the beams 
upon which the track is fastened is usually so mounted as to allow 
of a lateral motion, in order to permit this adjustment to be 
made. 

The arm (}0, mounted upon its carriages, should then be put 
in place. The axes about which the arm turns with respect to 
the carriages should be directly over the center of the track, and 
he marked at the top by a small hole or point. It is assumed 
that the maker of the carriages has attended to this.. The 
grating should then be set in place. The center of its surface 
should be tangent to the axis of the carriage over which it stands. 
The grating holder should be adjustable in every direction, i.e., 
about each of the three rectangular axes of Figure 31. 

The center of curvature of the grating should fall upon the 
axis about which the arm GO turns at the end 0. To accomplish 
this, a Gauss eyepiece is mounted at (9, so that its cross-hairs are 
directly over the hole or point which marks that axis. The 
centers of the eyepiece and the grating should lie in the same 
horizontal plane, i.e., the distance of both from the top of the 
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track should be the same. The adjustment then divides itself 
into two parts : First, the normal erected at the center of the 
grating must intersect the axis at the observing end of the arm, 
and must he parallel to the plane of the tracks; and, second, the 
cross-hairs of the eyepiece and their image formed by the grating 
must coincide, i.e., the cross-hairs must lie at the center of curv- 
ature of the grating. To fulfil the first of these conditions, the 
grating should first be set by eye, so that the lines upon it are 
approximately vertical. It should then be turned about the hori- 
zontal and vertical axes, which are parallel to the plane tangent to 
it at its center, i.e., about the y- and the z-axes of Figure 31, 
■until the imago of the cross-hairs of the eyepiece nearly coincide 
laterally and vertically with the cross-hairs themselves. The arm 
QO must then be adjusted in length until the cross-hairs and 
their refiected image show 5 ).o parallax. The arm QO should 
have been, constructed to have very nearly the correct length. It 
should, however, have a splice in it, which allows an adjustment 
of a centimeter or so in length. 

The slit should then be mounted over the intersection of the 
tracks, with its center at the same distance from the tracks as the 
center of the grating. If the other adjustments have been cor- 
rectly made, the slit should be in focus in the eyepiece at 0. In 
case it is not in focus it should be^ moved slightly forward or 
backward in the direction AB. If it is found necessary to 
move it more than a millimeter or two in order to bring -it into 
focus, it indicates that some of the other adjustments are inac- 
curate, and it is advisable to verify them. 

To be sure that the lines of the grating are perpendicular to 
the plane of the tracks move the arm 00 back and forth. The 
spectra will pass the point 0. The lines are vertical when the 
spectra remain at the same height above the track at 0 as the 
arm is moved. 

The slit should be parallel to the lines of the grating. This 
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adjustment is best made with the help of the solar spectrum. 
The slit should be illuminated with sunlight, and the grating set 
in such a position that a group of fine lines appears in the 
eyepiece. While observing these lines the slit should be rotated 
about a horizontal axis. When the lii^s are most sharply doGned, 
the slit is parallel to the lines of the grating. This adjustment 
may be made easier by introducing a narrow opaque object, like a 
medium-sized wire, horizontally across the slit. The images of 
the slit in the eyepiece will then be divided into two parts, and will 
appear to run into points on the two sides, of the division. When 
these points are vertically opposite each other the slit is parallel 
to the lines of the grating. 

Measukembnts.-— Illuminate the slit witli monochromatic 
light of known wave length, or better with sunlight, — and move 
the arm 00 until the spectral in\age of the slit, or a known 
Fraunhofer line, falls upon the cross-hairs of the eyepiece. 
Measure the distance AO and the radius of curvature 00 of 
the grating. Now the angle i of incidence is A 00, and the angle 
of diffraction is equal to zero, hence from equation ((51) 


m\ = c sin i = e 


OA 

OlT 


from which the value of e is readily determined. 

The concave grating has been used to make absolute deter- 
minations of wave lengths. In those measurements tlie grating 
space was determined by dividing the width of the ruling by tlie 
total number of lines upon it. The results obtaimul by different 
observers by this method dilTcir among tliemselves l)y one part in 
15,000. '^I'he grating, furnishes, however, tlu' most acouratq. 


*Tho following are tlie mo.st important absolute (loterminatious of the 
wave length I),. fiSilfi.Bl, Angstrihn, corrected by Thalen, Nov. Act. 
lTl>sal. (it) ]i. 1. fi89().2f), Miiller and Kempf, Pub], 1‘otsdam Olis. 5. 

5895.90, Kurlbanm, Wied. Ann. p. 159. 589(1,20. IkOl, Am. Jour. Sci. 

(8) .75’, p. 1(57; ;7.7. p. 205; Pbil. Mag. (5) A;, p. 2(55; .A7, p. 255. 
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means of determining relative wave lengths after it has been 
calibrated by known waves. Thus Rowland’s relative determina- 
tions, made by this method, have Justly become the standard 
work on the subject.* Ror fixing the absolute lengths he uses a 
mean of the absolute determinations of the lengths of Di, as 
given in the footnote below. Probably the most accurate abso- 
lute determination of wave length is that of the three cadmium 
lines, which was made by Michelsonf by the interferometer 
method. As a discussion of the details of the methods employed 
to obtain accuriicy in the determinations with the 'grating would 
lead us beyond the scope of this book, the student is referred for 
further information to the articles mentioned in the footnotes 
or to Kayser’s Hmidluch der Spectrosco^ne, Vol. 1, p. 715 seq., 
where the methods are presented at length. 

EXAMPLE 

To determine the constant of . the grating the following 
measurements wore made upon some of the Fraunhofer lines of 


the solar spectrum : 


Link ylO (?» = !) 

A0(m= 2) 

AO {m = 3) 

B 359.8 cm. 

519.5 cm. 

779.3 cm. 

J), 333.7 

445.4 “ 

668.1 ‘‘ 

PJ 199.3 “ 

398.5 “ 

597' 9 “ 

F 183.8 “ 

307.6 “ 

551.3 “ 

The radius of curvature of the grating was 

640.5 cm. Hence, 

from equation (00) the followiu 

g values of ih 1 

^ are obtained; 

LINK 



B 

590.33 


D, 

,590.31 


E 

590.30 


F 

590.30 


mean 590.31 


* Am. Jour. Sci. (3) 33 , p. IHii; 

Phil, Mag. (5) 23 

, p. 257 ; 27 , p. 479 ; 36 , 

p. 49. 

f Mem. <iu Bur. internat. des Poids et Mes. 11 , 

p. 1; C. R. 116 , p. 790. 
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The width of the ruling was Z = 145 mm. Hence, the total 
number of linbs upon the grating is n = In^ = 85,595 ; and therefore, 
from equation (57), the resolving power in the first spectrum is 
R = 85,595. Since 6 = 0 0, the dispersion D is determined from 

equation (56) as JD = — = mno = 590.31 for the first spectrum. The 

width a of the beam is in this case the width of the ruling, i.e., 
a = 145 mm. Hence, by equation (58), R = aD = 85,595. 


XI 


POLAEIZBD LIGHT 

Quantitative experiments in polarized light presuppose some 
general knowledge of the phenomena of polarization. Since expe- 
rience has shown that few possess this knowledge with sufficient 
definiteness, the following simple exercises are suggested, and the 
student is advised to take any of the standard texts as a guide and 
to work them out hefofe attempting the experiments in the next 
four chapters. 

1, Make a dot on a piece of white paper and observe it perpen- 
dicularly through a crystal of iceland spar. The line connecting 
the two dots seen is always parallel to the line connecting which 
angles of a perfect rhomb? 

5i. liotato the crystal and note the effect produced. Gall the 
ray which behaves extraordinarily the extraordinary ray E, and 

the other the ordinary ray 0. 

3. Toward which angle of the rhomb is E bent? 

4. Provo tliat the two emergent rays are parallel. 

5. Observe the dot through two crystals similarly placed; 

explain the oifoct. 

(5. Observe the dot through two crystals oppositely placed; 

exphiin the effect. ^ 

7. Place the crystals so that their axes inclose an angle of 45 
and explain th(i effect. Gall the four rays Go, Oe, Eo and Ee, and 
state how you distinguish each. 

8. AVhicli of the four disappear when the axes of the crystals 
include an angle of 1)0“? Which when the axes include an angle 

of 180^? Sinc.o tlie position of the upper crystal when Ee disap- 
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pears differs by 90° from its position wben disappears, these 
two rays are said to be polarized in planes at right angles to each 
other. 

9. Observe a dot obliquely through a rhomb of Iceland spar, 
and determine, by means of the bending of 0 and U, which travels 
the faster in the crystal. 

10. Explain the construction of the l^icol prism. 

11. Assume that 0 vibrates in the plane perpendicular to the 
principal plane of the wave, i.e., to the plane defined by the wave 
normal and the optic axis. By means of this assumption deter- 
mine the plane of transmission of the Nicol, i.e., the plane in 
which the transmitted vibrations take place. 

12. Using the Nicol to determine the plane of vibration, find 
in which plane the vibrations of the light refiected from a glass 
surface at the polarizing angle take place. . 

13. Determine the plane of maximum vibration of the light 
transmitted by a plate of glass when the light is incident at the 
polarizing angle. 

14. Increase the number of plates and explain the efiect 
produced upon both the refiected and the transmitted light. 

15. Prove, experimentally, that a Wollaston prism makes the 
beams 0 and JS divergent, and explain the reason. 

16. Observe a sodium burner through two Nicols. Shut off 
the light by crossing the ISTicols. Insert a thin crystal and explain 
the effect. 

17. Eotate the crystal and locate its axes. 

18. Eotate the analyzer and explain the effects. 

19. ' Eeplace the sodium burner with a source of white light. 
Eotate the crystal and explain the effects. Eotate the analyzer 
and explain the effects. 

20. Try the same experiment without the polarizer. 

• 21. Eeplace the analyzer with a Wollaston prism and prove 
that the colors of the two images are complementary. 
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22. Replace the crystal by one thinner and then by one 
thicker and explain the effects. 

23. Examine and explain the effects produced by passing con- 
vergent or divergent plane polarized light through a crystal cut 
perpendicular to the axis. 



XII 


EOTATION OE THE PLANE OP POLAEIZATION 

Theory 

It has long been known that if plane polarized light he passed 
through certain substances, the plane of polarization is rotated 
through an angle which is peculiar to each such substance. On 
this account such substances are called ojotically active. They 
may conveniently be divided into three classes as follows : 

Pirst, those substances which rotate the plane of polarization 
only when they are in crystal form and lose their optical activity 
when they are melted or brought into solution. The most 
important of these substances is quartz, which crystallizes in the 
hexagonal crystal system. Since the optical activity of these sub- 
stances is lost when their crystal form is destroyed, this peculiar 
property of theirs must depend only on the geometrical arrange- 
ment of the molecules in the crystal, and hence its investigation 
falls properly within the domain of physics. 

Second, those substances which show this optical activity not 
only in the crystal form but also when melted or in solution. In 
this class belong several of the camphors and tartrates. 

Third, those substances which are optically active only when 
in the liquid form or in solution. This class contains carbon 
compounds only. Since the members of the second and third 
classes retain their optical activity not only in solution but also in 
the vapor form, it follows that their power of rotating the plane of 
polarization depends on the arrangement of the atoms in the 
molecule, and, therefore, its study belongs properly in the 
domain of chemistry. 
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For substances of the first class, the amount of rotation varies 
with the thickness of the substance traversed by the light, with 
the wave length of the light, and with the temperature. 

It has been experimentally proved that the angle, denoted by 
a, through which the plane of polarization is rotated by an active 
substance is proportional to the thickness traversed.* If I 
denotes this thickness, then 

a = hl^ 

in which h denotes the rotation produced by unit thickness. For 
quartz, the values of k for a plate 1 mm. thick cut perpendicular 
to the optic axis are, for light of the wave lengths corresponding 
to the Fraunhofer lines of the solar spectrum,t 


FBAUNHOVEK lilNH B (■! 

k 15.75" 17.31" 

The dependence of the angle 
may bo expressed by ij; 


j) E F Q 

21.72° 27.54° 32.76° 42.59° 
of rotation upon the wave length 


A. B 


in whicdi A and B arc constants to bo determined for each 
substance by experiment. From the values of X given above for 
quartz, A and B are found to have the following values, when X 
is expressed in mm., 

A 7.1083 ■ 10-'« = 0.1477 • lO^'h 

The variation of a due to Ghango.s of toiriporaturo is, for sub- 
stances of tlie first class, small, lor qnartz,§ 


a, = a,o [1 + 0.000147 (01 • 


*Biot, "Mimrae l’Acah pp. 41, 91, Ibl?; Aim. chim. phys- (3) iO, 

p. ()3. .. o o ■ 

f Soret and Sarasin, G. R. .0.1, p. fttl, 188~.. 

J Boltzmann. PoffK- Ann. .Tubelbd., p. 138, 1874. For another di.pei- 

Sion (Mination cf. Lominel, Wied. Ann. i^., p. 523 1881. ^ 

^Gumlicli, Wi.ss. Abb. d. Phys.-teolm. Eeiohsanstalt, p. «30, 18Jo. 
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In considering the optical activity of substances of the second 
and third classes in solution, the idea of specific rotation^ intro- 
duced by Biot, is found convenient. The specific rotation of an 
active substance i^n solution, denoted by [a], is defined as the angle 
through -which the plane of polarization is rotated by a column of 
the solution 1 dm. long, which has in 1 cc. of its volume 1 gm. of 
the active substance. Thus if the solution be obtained by placing 
c gm. of the active substance in a fiaslc and filling the flask till it 
contain 100 gm. of solution, then by definition, 


P 100a 


(83) 


Since, as has been observed above, the optical activity of sub- 
stances of the second and third classes is due to their molecular 
structure, it has been found useful to introduce the molecular 
weight into the definition. Hence, the molecular rotation is 
- da-fined as the specific rotation multiplied by the molecular weight 
: and divided by 100. The 100 is introduced merely to avoid large 
hminbirs. Thus, if represent the molecular rotation, and M 
"the" molecular weight. 


that is, the molecular rotation is the angle through which the 
plane of polarization would be rotated by a column of the solution 
of the length of 1 mm., which contained in every cc. of its vol- 
ume 1 gram molecule of the active substance. 

It was at first supposed that specific rotation was a constant 
characteristic of a substance. Later investigation has, however, 
brought out the fact that it varies with the concentration, with 
the nature of the solvent, and with the temperature. These vari- 
ations are generally small. Their cause has been shown to lie, 
for some substances at least, in the incomplete dissociation of the 
molecules in the solution into their ions. As a discussion of this 
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subject lies beyond the scope of this work the reader who wishes 
to pursue the matter further is referred to Landolt, Optiscke 
Dfelmngsverinogen orgcmiscJier Substauzeti, 2d edition, Braunsch- 
weig, 1808. 

The case of sugar, however, on account of its peculiar impor- 
tance from a practical point of view, merits special attention. The 
value of [a] for sugar, as determined from solutions whose concen- 
tration varies from 5 to 30%, is essentially constant. Erom a 
large number of different measurements, its value at 20 °C. for 
sodium light has been determined as 


[a];;=66.5°. 


Its variation with the temperature is, according to the most 
recent work, for values of t between 12° and 25 °C,* 


[a]', = 1X1'"- 0.0217 (il-20). (64) 


Sugar poBsessoB very nearly the same dispersive power as 
quartz. The following figures give the rotation corresponding to 
some of the Fraunhofer lines as measured in solutions whose con- 
centrations varied from 10 to 20%, the column of the liquid used 
being of such length that the sodium light is rotated the same 
amount as by a plate of quartz 1 mm. thick. f 


FKAXTNlIOFBlt. IVIN IS 

Kotation 


n a B E 

15.20° 17.23° 21.71° 27.64° 


F Q 

33.08° 43.14° 


A comparison of those values with those given above for quartz 
shows how nearly the dispersive powers of the two substances 
correspond. It is because of this fact that, as is done in some 
forms of sacchari meter, it is correct to make the measurements by 
compensating the rotation produced by the sugar solution by a 
rotation in the opposite sense produced by quartz^ 


* Sclk’inrock, Za. f. Instrk. 20 , p. 1900. 
t Stefan, Wien. Ber. 52 , II, p. 486. 
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The specific rotation of invert sugar varies miicli more than 
that of cane sugar with changes of concentration and tempera- 
ture. Its value and its variations with the concentration and the 
temperature are,* for values of c' up to 35 and of t between 0° 
and 30°C,, 

20 

[o']^ = 19°.657 + 0.03Blc' 
[“']i=Hr-0'304(«-20), (65) 

1 . , 360 

in wnicnc = the fraction being the ratio of the molecular 

weights of the two sugars. The rotation is in this case left- 
handed. 

Cane sugar may be converted into invert sugar by adding to 
100 cc. of the sugar solution, 10 cc. of strong hydrochloric acid, 
and keeping the mixture at a temperature of 70°0. for ten minutes. 
It has, however, been shownf that the value of [a']^ determined 
from solutions thus converted is not constant, but depends some- 
what on the relative amounts of sugar and acid in the solution. 
The following is recommended: To every 100 parts of sugar add 
1 part of oxalic acid and let the mixture stand for some hours at 
a temperature of 50° to 60° 0. 

Experiment 

Determine the Purity oe a Sample oe Sugar 

Appar.vtus. — The essential parts of the polarimeter are two 
Nicols, A and B (Pig. 34), mounted on the ends of a firm hori- 
zontal bar about 30 cm. long. It should be possible to rotate the 
analyzing Nicol B about a horizontal axis, and to read the angle 
through which it has been tamed upon a vertical graduated circle 
O', which is fastened to the base of the instrument. The accuracy 

* Landolt, Optische Drelmngsvermdgen, Braunschweig, 1898, p. 536. 

f Gubbe, Ber. I. deutschen Chera. Ges. 18, p. 2310. 
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of the readings which, can he made with this simplest form of 
instrument is not very great. The methods employed in increas- 
ing the attainable accuracy of setting are different in different 
forms of instrument. The device most frequently used is that of 
introducing directly behind the polarizer a second doubly refract- 



iiig object, which has the eflect oi diTiding the field ol view mto 
two or more parts whose planes ol polarization make a small angle 
with each other. Thus in the Laurent polarimeter there is intro- 
duced behind the polarizer a thin plane-parallel plate ol quartz so 
cut as to eflect a slight rotation ol the plane ol polarization ol the 
polarizer, and so placed as to cover hall ol the field ol view. In 
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the most recent form of instrument, this alteration of the azimnth 
of the plane of polarization is elfected by a small Mcol, which, 
covers half of the field of yiew, and whose principal plane may be 
set to make a small angle with that of the polarizer. The accu- 
racy of setting is increased by introducing this small angle . 

between the planes of polarization of the two halves of 
the field of view, because it is then impossible so to 
set the analyzer as to extinguish the light from both 
halves of the field of view at the same time. When the 
principal plane of the analyzer is perpendicular to the 
plane which bisects the angle between the planes of 
polarization of th e two halves of the field of view, this 
field appears uniformly illuminated, i.e., the line 
between the two halves disappears. It has been found 
that the eye can Judge more accurately the position of 
equal illumination of the two halves of the field, than 
it can the position of total extinction of the whole field. 

In order to make the line of division between the 
two halves of the field sharp, a small telescope is usually 
added to the observing end of the instrument. This 
telescope is focused upon the edge of the quartz -plate 
of the Nicol which has been introduced. The arrangement of 
the optical parts of one of the more sensitive forms of the instru- 
ment is shown in Fig. 35. 

In most instruments the polarizer can be turned through a 
small angle, thus allowing an alteration in the angle between the 
planes of polarization of the two halves of the field of view. 

Adjustments. — If the instrument has been properly con- 
structed, the only adjustment needed is that of the angle between 
the planes of polarization of the two halves of the field of view. 
Up to a certain limit, the smaller this angle the more accurate the 
setting. It should be made as small as the brightness of the 
source and the absorption of the solution to be examined will 



FIG-DBE 35 
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permit. The student should experiment and set the angle at the 
point at which ho can set with greatest accuracy in a given 


case. 

Mbasurkmknts. — It is first necessary to determine the zero of 
the instrument. Using a sodium burner as a source of liglit, the 
empty tube which is to contain the solution to be tested is placed 
between the polarizer and the analyzer, and the analyzer is rotated 
until the field of view is uniformly dark. The position of the 
analyzer is then read on the graduated circle. The analyzer 
should then be rotated through 180°, and the position again read. 
These two readings are to be used as the zero readings of the 
instrument, d’he tube is then filled with the solution to be tested 
and again placed between the polarizer and the analyzer. The 
analyzer should then be rotated until, the field of view appears 
uniformly dark, tind its position read upon the graduated circle. 
The reading must be taken also after the analyzer has been turned 
through 180°. The mean of the difEerences between these two 
last readings and the corresponding zero readings is the angle 
through which the plane of polarization has been rotated by the 


solution. 

If tho rotation is largo, it may bo doubtfal whether the rotation 
ia to tho right or to tho loft. This qiieation may be settled either 
by obsorving with two dilforont soiircoa of light and remembering 
that the rotation for longer wares is ordinarily less than for short 
waves, or hy making a soeond sot of observations with a more 
dilute solution, wliieli would, of course, give a smaller rotation. 

'I'lio polarimotor ia most frequently used in analyzing solutions 
of cane sugar. In this ease the method of procedure is as follows : 
Add 10 to l!i gm. of tho sugar to ho tested to a on oc. o 
distilled water. After the sugar is dissolved add water till e 
solution weighs 100 gm. Take half of this soliitioii. im., 50 co 
and add to it 6 ec. of strong hydrochloric acid. 
mixture to a temporaturo of 70°C.,.and let it stand at that to - 
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perature for ten minutes,. The sugar will then be converted into 
invert sugar. Before using it should be allowed to cool to the 
temperature of the room. 

Two tubes are usually supplied with the instrument, one 
20 cm., and the other 22 cm. long. The shorter tube should be 
filled with the sugar solution, and the longer with the solution of 
the invert sugar. The rotations which the two produce are 
then determined, the sugar rotating to the right, the invert 
sugar to the left. The temperature should be noted, especially 
during the observations with the invert sugar. 

To reduce the observations, let a represent the measured rota- 
tion of the sugar, a that of the invert sugar, and f the tempera- 
tures at which the respective observations were made. Then 
from equations (63) and (64), 

“= {[“t'-o.oair (c-ao) ( 

ill which p represents any rotation which may be produced by 
substances other than sugar in the solution. Similarly from 
equations (03) and (05), ■ 

a'= I [a,']“-0.304 (/'-20) 

in which is negative, because active substances other than sugar 
are not altered by the hydrochloric acid. The sum of these two 
equations is, in consideration of equations (04) and (65), 

, i y 300 ) Ir^ 

a + a ~ I [“]/, + 342 ]/.)( x(jq’ 

from which the value of c, which is the number of grams of sugar 
in 100 grn. of solution, may be readily calculated. 

EXAMPLE 

13.29 gm. of cane sugar, which had been crystallized from a 
sugar solution, was carefully dried over sulphuric acid in vacuo 
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and dissolved in water/so that 100 gm. of solution were obtained. 
Half of this was converted into invert sugar as above directed. 
The following observations were made, I being for the sugar solu- 
tion 20 cm., and for the invert sugar solution 22 cm. : 

a=17b35, a' = 5°.30, ^ = r =27°0. 


The reduction is then as follows : 


[a']“ = 19.657 + .0361c^ =20.162 
,304 (/'-20)= 2.128 

[“ 1 = 18.034 


360 

342 


[a'll 18.983 
[a]^ = 66.362 


[“]; + 


360 

342 


[a']"' = 85.335 
a + a = 0.85335ZC. 


But, from the observations, a + a = 22”, 65 and I - 2 dm. 

22.65 = 1.70676- 
c = 13.27 gm. 


XIII 


ELLIPTIOALLY POLAEIZED LIGHT 
Theory 

Suppose we have given a heam of plane polarized light whose 
vibrations take, place in the plane OG (Fig. 36). Let OG (= A) 
represent the amplitude of the vibration. Suppose, further, that 
a plane-parallel plate of a doubly refracting crystal, cut parallel to 
the optic axis, be introduced into the path of the plane polarized 
beam in such a way that its faces are perpendicular to the beam. 



while its principal planes have the directions OX and OT. The 
incident vibration OG will bo divided by the plate into two com- 
ponents OF (= a) and OG {== b), which will be equal respectively 
to 00 cos 0 and 00 sin 9 it 6 represents the angle GOF. These 
two component vibrations travel through the plate with different 
velocities; hence, when they emerge, though they will' still be 
vibrating parallel respectively to OF and 00, one will be in 

advance of the other by an amount which depends upon the 

140 


elliptigally polarized light 


141 


thickness of the crystalline plate and the difference of velocities 

of the two components in it. It then cos repiesentthe 

ori<^inal vibration, and 8 the difference in the optical paths of the 
two components when they emerge from the crystal, the vibra- 
tions of the two components will be represented by 


i a cos 27r 


( t 8 \ 

y = 1) cos 27r I ^ js 


( 66 ) 


respectively. After passage through the plate these vibrations 
unite into a single one. The path which any vibrating particle 
pursues may be determined by eliminating t from equations (66). 
The result is 


itf y" 


2a;// cos 27r 


8 


nb 


sin* 27r 


(67) 


This is the equation of an ellipse inscribed in the rectangle 
whose sides are 2^/, and 2/^ respectively. The position of the ellipse 
in the rectangle depends manifestly upon the value of 8. Two 

cases are of especial interest: First, when 8 = 0, or-- In this 

case sin 27 r - = 0, cos 27 r ? =“J;1, and the path of the particle is 

V v,! 


i.e., the emergent light, is again plane polarized, the direction of 
vibration being paralleUto 00. 


Second, when 8 


X 


8 ^ ^ A 

h- In this case, sin 27r — = -h 1, cos 27r — - 0, 


and the equation for the path reduces to 


a' 
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i.e., the path of the vibration of the emergent light is an ellipse 
whose principal axes coincide in direction with the principal 

planes of the crystalline plate. When ^ = ■^5 motion about tine 

ellipse is in a 'direction contrary to that of the hands of a watcli 

3 

(levogyre), while when S = —A, the rotation is in the same direction 

4 : 

as that of the hands of a watch (dextrogyre). If in addition it 
should happen that « = the equation becomes 

= a?', 

i.e., the path of the vibration is a circle. 

Conversely it is true that if any elliptical vibration is separated 
into components along the principal axes of the ellipse the differ- 
ence in phase of those components is ^ or 

These two special cases of elliptically polarized light are of 
importance, because they furnish a method of finding the posi- 
tion of the axes of the elliptical vibration, and of measuring th.© 
relative intensity of the components along those axes. Tli© 
method consists in reducing the difference in phase between tlae 

two components by and measuring the angle which the resiult- 

ing plane polarized vibration makes with the axes of the ellipse. 
The method is explained in detail in what follows. 

Experiment 

Analyze an Elliptical Vibration 
Apparatus. — The most convenient instrument for deter- 
mining the nature of elliptically polarized light is an ordi- 
nary spectrometer to which has been added a pair of Nicols and 
three graduated circles. The circles GGO (Pig, 37) should be 
mounted on short tubes hbl with their planes perpendicular to 
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the length of the tubes. Two of these tubes should be made to 
fit over the telescope and collimator at their objective ends, while 
the third fits over the eye end of the telescope. Into the end of 
each of these tubes fits a collar ddd which may be rotated freely 



I'lCJUiUfi 37 


within the Inliii, iimi to wliioli may ho fitted oithor the Nicol 
prisma or tlio Hahinot coinpoiiBator or tho qnarter-waTe plate as 
dusiroil. 'I'hoso collars also carry radices Ui hy winch their posi- 
tions may ho road on tho gradviatcd civcloa upon the tubes. 

Tho liabinet oomponsator consists ol a pair o£ quartz wodgea 
having tho same angle between their Tacos. One wedge is so cut 
that the opl,ic axis oE tlio quartz is parallel to tho edge oE the 
wedge, wliilo in tho other tlio optic a.™ is perpendicular to the 
edge and parallel to one of tho faces of the wedge. These wedges 
are mounted in a brass case, tho wedge A (Fig. SS) being fastenci 
to one side of tho case, while the wodge B can be moved bach and 
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forth by the micrometer screw (7 in a direction perpendicular to 
its edge. The head of this screw is graduated, and the mounting 
of this wedge B carries a scale by which its position can be 
determined. 

Suppose light polarized in a plane which is normal to the 
plan® defined by the two optic axes of the wedges, and which 
bisects the angle between those axes, to fall perpendicularly upon 
the wedges as indicated by the line NN (Fig. 38). On enter- 



ing the wedge A, the -vibration will be separated into two equal 
components, one parallel to the edge of ^ the wedge, and the other 
perpendicular to it. These components will travel with different 
velocities within the wedge, and will, therefore, emerge with a 
difference of phase, the magnitude of which will depend upon the 
color of the light used and the thickness of the wedge at the 
place where the light has passed through. On entering the 
wedge the light again separates into two component vibrations 
which travel with different velocities, but because the optic axis 
of this wedge is perpendicular to that of the other wedge, the 
component vibration which traveled slower in wedge A will travel 
faster in wedge B^ and that which traveled faster in A will travel 
slower in B. It is evident, then, that along that line parallel to 
the edges of the wedges where the light has traveled through 
equal thicknesses of the two wedges, it will emerge in exactly the 
same condition in which it entered, while along other lines its 
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condition ■will depend on the difference of the thicknesses through 
which it has passed. 

If such a pair of wedges be brought between crossed Kicols 
and so oriented that the optic axes make angles of 45° with the 
planes of transmission of the Nicols, the line along which the 
thicknesses of the two wedges is the same will appear as a dark 
line, because along it the condition of polarization of the incident 
light. is not altered by the compensator. If the combination is 
illuminated with white light, colored bands will be seen on either 
side of ■ this dark band, because wherever the difference in the 
thicknesses is such that a difference of phase of a whole wave for 
any particular color is introduced by the compensator, that color 
will be wanting in the light transmitted by the analyzer. If the 
combination be illuminated with monochromatic light, a series of 
equidistant dark bands will appear, the distance between the suc- 
cessive bands showing how far it is necessary to move along the 
wedges in order to introduce a difference of phase of a whole 
wave of the particular light used. ■ 

If the wedge B be moved by the screw <7, the bands will move, 
and the constant of the instrument is merely the number of turns 
which must be given the screw G in order to make the dark bands 
move up one, i.e., the number of turns which correspond to a 
difference of phase of a whole wave. By turning the screw 0 
through a fraction of the number of turns which correspond to a 
difference of phase of a whole wave, a difference of phase of that 
same fraction of a wave is introduced along the line formerly 
marked by the central dark band. Thus the Babinet compen- 
sator allows us to introduce any difference of phase which may be 
desired. It may also be used to measure a difference which has 
been introduced by other means, for such a difference of phase 
will shift the central band, and may be measured by counting the 
number of turns of the screw (7, which are needed to cause the 
bands to return to their original position. This number, divided 
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by the constant of the instrument, will be the required difference 
of phase. It is because of its use in this way to compensate a 
phase difference which has already been introduced, that the 
instrument has received its name. 

The quarter-wave plate is a plate of crystal so cut and of such 
thickness that incident plane polarized light is separated by the 
plate into two components at right angles to each other, and one 
of these components is retarded over the other by a quarter-wave 
of the particular light used. 

Adjustments.— The tubes carrying the graduated circles, 
having been set in place upon the collimator and telescope of 
the spectrometer, preferably with the zero of the circle upward, 
the Nicols must be mounted in these tubes so that their planes of 
transmission are either vertical or horizontal when the circles read 
zero. To attain this, place in the tube at the end of the collima- 
tor a double-image prism. On looking into the eyepiece, two 
images of the slit will be ' seen. Eotate the double-image prism 
until these two images are superimposed in the center of the 
field, one projecting above the area in which they are superim- 
posed, the other below it. If the slit of the collimator is vertical, 
then, when the images overlap, as described, the vibrations of the 
light in one of the images will be vertical, while those in the other 
will be horizontal. A Hicol, suitably mounted to fit the tube, 
should then be placed in front of the objective of the telescope, 
and turned until it entirely extinguishes one of the images of the 
slit. The double-image prism should then be replaced by another 
Nicol, the index of the circle on the collimator should be set to 
zero, and the Nicol rotated in the collar which holds it till the 
image of the slit is extinguished. The plane, of transmission of 
the Nicol on the collimator is then either vertical or horizontal 
when the index by which its position is read stands at zero. If 
the plane along which the two halves of the Nicol are cemented 
together is vertical, the transmitted vibrations are horizontal, etc. 
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This adjustment can also be made by setting the analyzer so as 
to oxtingiiish the light reflected from a vertical plate of glass at 
the angle of complete polarization. When this takes place the 
plane of transmission of the analyzer is horizontal. 

The Nicol in front of- the objective of the telescope should 
then be removed to the eye end of the telescope, and a quarter- 
wave plate mounted in front of the objective. It is very con- 
venient to place the Nicol at the eye end between the lenses of 
the eyepiece, though of course it can be moimterl either in front 
of or behind the eyepiece. This Nicol is then crossed with the 
Nicol on the collimator (the polarizer), and the quarter-wave plate 
turned until the field is dark. The planes of transmission of the 
quarter-wave plate are then respectively vertical and horizontal. 
I'ho readings of the circles which carry the quarter-wave plate 
and the Nicol on the eye end of the telescope (the analyzer) 
should them lie taken, flfliey are the zero positions of these two 
parts of the instrument. 

If the- Babinet compensiitor is to bo used, it should be mounted 
at tlie eye end of the telescope directly in front of the eyepiece. 
A cross-hair should be fastened to the compensator to mark the 
position of the central black fringe, and the eyepiece focused on 
this cross-hair, dflie constant of the Babinet must then be deter- 
mined for the wave length to bo used. To accomplish this, the 
plane of viliration of the polarizer should be turned to make an 
angle of 45" with the liorizontal, and the compensator set so that 
its opt/i<>- axes arc rcspec-tivoly vertical and horizontal. The 
analyzer should then be (irossed with the polarizer. Open the slit 
wide and illununate it with monochromatic light of the desired 
color and count tlm number of turns of the micrometer screw on 
the compensator which arc necessary to make the dark bands in 
the lield of view move up one. 

In all of tlioso experiments with polarized light, a bright 
source should, it possible, be used. A section of a solar spectrum, 
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or filtered sunlight, will, in most of these cases, -he sufaciently 
uniform. ■ 

Measuebments. — Having adjusted the instrument as has 
been described, introduce a thin piece of mica behind the polar- 
izer. Let OH (Fig. 3y) represent' the direction and amplitude 



of the plane polarized light, w]iich is incident upon the mica, and 
OA and OB the planes of transmission of the mica. - Let BEE 
represent the resulting elliptical vibration which it is desired to 
analyze. First consider the case in which the quarter-wave plate 
is to be used. It is evident that the elliptical vibration will be 
reduced to a plane one if the directions of the planes of vibration 
of the quarter-wave plate coincide with those of the major axes of 
the ellipse, i.e. , with the directions OE and OF in the figure. The 
plane of vibration of the resultant plane polarized light will evi- 
dently be represented by 0(7, and hence in order to extinguish the 
light, the analyzer must be turned till its plane of transmission is 
perpendicular to 00, i.e., till it has the direction OB’. When, 
therefore, the quarter-wave plate and the analyzer have been set 
so that the light is totally extinguished, the planes of vibration of 
the plate will indicate the positions of the principal axes of the 
elliptical vibration, and the tangent of the angle between one of 
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those planes and the plane of transmission of the analyzer, i.e. , 
iinglc B' 0 F (= angle COE)^ will determine the ratio of tliose axes, 
for 

wn 

tan (705' = (68) 


If the compensator is used instead of the quarter-wave plate, it 
is merely necessary to set it so that it will introduce a difference 
in phase of a quarter- wave and rotate it until the central black 
band returns to the zero position. The analyzer must then he 
rotated until the central black fringe is blackest. The directions 
of the optic axes of the compensator show the directions of the 
principal axes of the ellipse, and the tangent of the angle between 
one of those axes, and the plane of transmission of the analyzer is 
the ratio of those axes. 


EXAMPLE 

The analyzer, quarter-wave plate and polarizer were adjusted 
as described above. Filtered sunlight was used. After the intro- 
duction of the mica it was necessary to turn the quarter-wave 
plate through an angle of 13° 30' and the analyzer through an 
angle) of 43° 30' to extinguish the light. Hence, the principal 
axes of the elliptical vibration form made an angle of 13° 20' with 
the horizonl,al and vertical planes respectively, and the ratio of 
their amplitudes was tan (43° 30' - 13° 20') = tan 30 10 = O.o81. 


XIV 


THE EEFLEOTION OF POLAEIZED LIGHT FROM 
HOMOGEXEOIJS TEAXSPAEENT SUBSTAETOES 

TEeory 


If a beam of light of amplitude A, plane polarized in the plane 
of incidence, fall upon the surface of a homogeneous transparent 
substance, the amplitude A' of the reflected light will, according 


to Fresnel,* be given by 



sin (i~r) 
sin (i + r) 


(69) 


in which i and r denote, as usual, the angles of incidence and 
refraction respectively. When the index of refraction of the 
substance is greater than unity, i.e., when /a>1, i>r. Hence, 
in this case the reflected amplitude has a sign opposite to that of 
the incident amplitude; i.e., there is a loss of half a wave at 
reflection, and in absolute value A' < A, becoming equal to ^ only 
when i = 90°. At normal incidence, i = 0, and the right-hand 
side of the equation becomes indeterminate. The limiting value 
of the expression may then be found with the help of the con- 
sideration that, for small values of i and the sin© may be 
replaced by the angle. Thus i = nr and 

A'=-a(’^)- (70) 

\n + 1/ 

If the incident light has the amplitude B, and is polarized in 

* Fresnel, Oeuvres, I, p. 640, Paris, 1866. Drude, Theory of Oj>ti,GS, p. 
382, Longmans, 1903. 
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a pliuio porpeiulicnlar to the plane of incidence, Fresnel’s expres- 
sion for the amplitude of the reflected light is 


tan(?:-r) 
^ tan {i + r) 


(71) 


When ju, >1, i.G., i>r, and when also f + r<90°, B' is negative, 
i.c., there is a loss of half a wave at reflection. When i + r = 90°, 
]j' = 0. When I + r>90°, the light is reflected without the loss 
of half a wave. For the particular case ^-t-f=90° we have 


^ , . sin i 

sin r = e.os /, and hence, since 

bill / 


tan i= [x. ('i'2) 

The angle determined liy this equation is called the angle of total 
polarization. This equation, first experimentally established by 
Brewster, is known as Brewster’s law.’’' 

If tlie iinndent light is polarized neither in the plane of inci- 
deiRse nor in a plane at right angles to it, but in a plane which 
makes an angle 6 with the plane of incidence, then, since we have 
adopted I’l'csnel’s assumption that the direction of vibration is 
perpend ieuhir to tlie plane of polarization, the component y of 
the amplitude in the plane of incidence will be 

y = At -sin 6, 

while the c.omponent ;r perpendicular to that plane will be 

X = A cos 

tlio a>uxiH lying in Uiu Hurtaco, the 2 /-axia in the plane of incidence, 
l«>Ui pei'imndic.uliH- to the intovsootion of these two planes. e 
values of tlioso componunta after rcHeotion will, therefore, he 

, ^ s in (i - r) 

^ BUI {i + f) 


tan - r) 
^ tan {i f r) 


— Autr .TTori Tflmin Ann. de chim. et phys. 

* BrowHtior, IMul. Iraus.^ IHl ),J. goo. 31, p. 487, 

(:i) pp. '.h and Ub ^ ^ ^g 93 ^’ Collected Works, 3, p. 498. 

IHHl. Rayleigh. Pliil. Mag. (5) 33, p. 1, ^^ue 
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These two components will unite to form a plane polarized 
beam whose inclination 6' to the plane of incidence is given by 


tan ; 

X 


or, substituting the values of x' and y' taken from above, 

(73) 

, « COS (4 — r) cos (4 — r) , '■ / 


When the light is incident normally, 4 = 0 and tan 0 = tan 6' . 
As 4 increases, 6' becomes less than 6 until i reaches the angle of 
complete polarization, when 6' = 0. If i he further increased, 
6' becomes negative, reaching the value — 6 w:hen i = 90°. 

These reflection equations of Fresnel have been frequently 
verified experimentally.* This is most easily done with the help 
of equation (73). It is merely necessary to allow light which is 
plane polarized in a plane whose azimuth with the plane of inci- 
dence is known, to he reflected from the surface of a transparent 
medium whose index of refraction is known, and to measure the 
angle of incidence i, and the azimuth O', of the plane of polariza- 
tion of the reflected lights 


Experiments 

I. Veeipt Brewster’s Law 

The apparatus and adjustments are those described in the pre- 
ceding chapter. 

MEASUE^BMENTB. — A plate of crown glass is set upon the prism 
table of the spectrometer, and adjusted so that its faces are par- 
allel to the axis of the instrument, as described in Chapter VII, 
page 98. Filtered sunlight is allowed to pass through the colli- 

*Rood, Am. Jour. Sci. (3) 49-, SO, 1870. Rayleigh, Nature 35, p. 64, 
1886 ; Proc. Roy. Soc. 41, p. 275, 1886 ; Collected Works II, p. 533. Con- 
roy, Proo. Roy. Soc. 35, p. 36, 1883; 37, p. 88, 1884; p. 101, 1888; Phil. 
Trans. 180, p. 345, 1889. ' » 
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mator and fall upon one of the faces of the glass plate, and the 
reflected light is received in the telescope, having the analyzer in 
front of the objective. At the angle of complete polarization all 
of the vibrations of the light reflected from the glass take place in 
a vortical plane. The analyzer should, therefore, be set so that 
its plane of transraisaion is horizontal, and the telescope and glass 
plate revolved about the axis of the instrument until the position 
ia found in which the analyzer extinguishes all of the reflected 
light. In this position, the telescope makes with the normal to 
the glass plate an angle equal to that of comfilete polarization. 
This angle is then measured in the usual way. Its tangent 
should be (upial to the index of refraction of the glass for the color 
used. As a chech this index may be determined in the usual way. 
Care must be taken to have the surface of the glass to be tested 
porfootly clean. 

EXAMPLE 

The solar s|)( 3 (itrum was allowed to fall across the slit end of the 
collimator and the sodium lino placed on the slit. The slit was 
then oixmed wide and tlie light allowed to fall on a piece of the 
same glass whost* index was determined with the interferometer 
(of. page d’ho polarizer was removed from the collimator, 

and the analyzer Bid. bo that its plane of transmission was hori- 
lontal. It was found l.lui.t the light was completely cut off when 
the angle of incidence was i := 5(1” 3T; hence, tan i = 1.513 = /x. 

IL Veiuky KaESNEL’a Laws op Keplegtioh 

Tliii apparatus and adjustments are those of Experiment I. 

Mioabuhementb. --As stated above this is easily done hy meas- 
uriiiK tlio rotetio,! ot tho pta.o of polaiization whioli is produced 
i,v Uio nmection. UsiiiR tlxo glass plato as a reflecting surface, as 
above, allow lilterod snnligbt to fall upon it throngb the collimator 
and polariscr. 'Pl.c polavi.'"*- ^hon he set at a definite 
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azimuth by the graduated circle on which its position is read, 
and the light allowed to be reflected at a measured angle i. The 
azimuth of the reflected light is then read on the circle which 
gives the position of the analyzer, the latter being set so as to 
extinguish the light reflected from the prism. Having deter- 
mined the index of refraction in the previous experiment, and 
since i and 6 are measured, equation (73) furnishes a check upon 
Tresnel’s reflection equations. In case it is found difficult to 
locate exactly the angle of complete polarization these observa- 
tions of the rotation of the plane of polarization may be used to 
find it, for it is that angle at which the azimuth of the reflected 
vibration is 90° from the plane of incidence. Hence, if these 
observations be plotted with the z’s as abscissae and the ^’s as 
ordinates, the resulting curve will cross the axis of abscissae at 
a point corresponding to the angle of complete polarization. 

EXAMPLE 

The polarizer was set so that its plane of transmission was 
at an azimuth of 45° with the vertical plane. The light used 
in Experiment I was then allowed to fall upon the reflecting glass 
plate at measured angles of incidence i, and the following were 
observed as the azimuths of the reflected light: 


30° 

6 (Obs.) 

33° M' 

9 (Calc.) 

33° 36' 

35° 

■ 28° 50' 

29° 3' 

o 

o 

23° 50' 

23° 36' 

45° 

17° 20' 

17° 14' 

50° 

10° 20' 

10° 9' 

55° 

2° 20' 

2° 31' 

o 

O 

CD 

-5° 10' 

-5° 16' 

65° 

-13° 20' 

-12° 56' 

o 

O 

-20° 20' 

-20° 13' 

75° 

-27° 40' 

-27° 0' 
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The observed values were plotted in a curve with the ^’s aa 
abscissae. The curve crosses the axis at the point 56° 30', which 
corresponds to the angle of complete polarization (cf. Experiment 
I). The calculated values were obtained with the help of equa- 
tion (73). 


XV 


METALLIC IlEELECTIOX 


Theory 

Experiments on the light reflected from metallic surfaces 
furnish the following facts : 

1. When plane polarized liglit is reflected from a metallic 
surface, the reflected light is elliptieally polarized, unless the plane 
of polarization of the incident light is either parallel or perpen- 
dicular to the plane of inoidonoo. 

2. Metallic! surfaces do not posscjss the faculty of completely 
polarizing light by a single reflection at any angle. 

2. If the incident light is circularly polarized, there is one 
particular angle of incidence for whicdi the reflected light is plane 
polarized. 


In discussing the phenomena of ni(d,allic rofloctlon, it is con- 
venient to (!oncoive tliat when light falls upon siudi a surface, the 
incident vibration is resolvcid into two, one pei’icendicular and one 
parallel to ihc 'plane of incideiujc, and f hat caudi of these two 


(components undergoes a change of phase at rofloed^ion. Experi- 
ment sliows Unit Unit cornponenl, which is parallel to the plane of 
incidence nndergoe.s a greater (iliangc; of phase than the other, and 
that Uit! dilfereiuje in pluisc Initwccni tlio two c.oniponents aft(!r 


rellection is zero al, normal imtidcaua*, and increases with the 
of incidence. 


angle 


iSin<!e circularly polarized light becomes plain! polarized by 
i eflticJiic)!! at a 2rirtic.uhir angle of incidence, (rliis angle corresponds 
sornewlnit to tlio angle! of cornplcln polarization of transparent 
substances and is called tlio primujinl angle of incidence. It is 

ir)(; 
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flc'fi'H (1 US the iuiglo ut, which the (liffereiice in phase between the 
component in the phuie of incidence and the one perpendicular to 
it amounts to a quarter of a wave length. This particular angle 
will he denoted hy 1. The axiinutli of the reflected plane polar- 
ized light' at this angle of incidence is called the principal azimuth, 
and will be denoted hy 6. 

The theory of Tiietallic reflection deduces a relation between 
these two principal angles and the index of refraetion and coeffi- 
cient of absorption of the metal. The index of refraction [x of the 
metal is defined like that of a transparent body as the ratio of the 
velocity of light in vacuo to the velocity in the metal. The 
coefficient of absorption k is defined as follows : If A. represent 
the amplitude of tlie vibration at a given instant, and A' its 
amplitude aften* the wave has traveled one wave length in 
the metal, then the cootUciont is defined by the equation 

A ; A' = 1 : e fl'liG relation between those optical constants 

and the angles I and 0 is expressed by the equations* 

K tun 26 
sin / 'tan 
^ 'v/ 1 4- A 

Hence //. and k (san be dotmmiined from observations of I and 6. 



Experiment 

DKTKRMrNK TIIK ()l*TtGAL CONSTANTS OF SlLVKR, GOLD, AND 

rLATlNUM: 

d'lio api)aratuH and adjvistnients are the same as those 
described in Chapter Xlll. 

Measurkmknts.— The measurements may be made in two 
ways: IGrsi;, wo may allow circularly polarized light to fall on 
the metallic surfacu^ iuul determine the angle of incidence at which 

* I)ru(l(i. Tlii’i))'!/ of Optics, ]). :if!1 seq., liongmans. 1'.K)2. Diuide, Wied. 
A.nn. p. 885, p. 481, 1890. 
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the reflected light is plane polarized, and the azimuth of the plane 
of polarization. 

Second, we may allow light plane polarized at an azimnth of 
45° to fall upon the metallic surface, and observe the angle of 
incidence at which the central fringe of a Babinet compensator set 
for a quarter-wave returns to the zero position. The amount 
which the Nicol behind the Babinet has to be rotated to make 
the central fringe black determines the principal azimuth. 

The metallic surface is set upon the prism table of the spec- 
trometer and adjusted to be perpendicular to the telescope. 

EXAMPLE 

Glass plates coated with opaque films of silver, gold, and 
platinum were used, also a plate of polished steel. The following 
observations and results were obtained, the values of /a and #c 
being computed with the help of equations (74) : 


METAIi I 6 K ft. 

Silver 74° 38' 43° 20' 17.2 0.20 

Gold 71° 40' 41° 50' 9.02 0.32 

Platinum 77° 30' 32° 40' 2.17 2.01 

Steel .76° 5' 28° 10' 1.50 2.56 


Sunlight filtered through the red solution described in Appendix A 
was used. 


XVI 


THE SPECTROPHOTOMETER 


Theory 


Ordinary photometers, like the Bunsen or the Lummer- 
Brodhun, may be used to compare the intensities of the total radi- 
ations of two sources. It is, however, often necessary to be able 
to compare the intensities of radiation of two sources for each of 
the separate colors. This is accomplished by the spectrophotom- 
eter by separating each of the sources into a spectrum, and 
arranging the optical parts so that the two spectra are adjacent 
and can be compared at any point of their length. 

One of the most convenient terms of spectrophotometei is that 
devised by Glan.'“ Tliis instrument consists of a spectrometer 
whoso slit is divided into two parts. The light from one source is 


allowed to pa,ss through one portion of the slit, while that from 
the other source passes through the other portion. We thus 
get in tho field of view two adjacent spectra, one from each 
souroo. A screen with a vertical slit in it in the eyepiece cuts oE 
all of those spectra but one vertical band of color, half of which 
comes from one source, and the other half from the other. 

In order to bo able to measure the relative intensities of the 
two halves of tins band of light, the apparatus is so arranged 
that t.ho liglit in one half is polarized in one plane and that in the 
other in a, perpendicular plane. This is accomplished by placing 
a double-imago prism in the collimator. Such a prism will give 
two images of each half of the slit, and these two will be polarized 


*(}lan, Wieil. Ann. /, p. B.Vl, 1877. 
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in planes at right angles to each other. Thus we get four spectra 
in the field of view, and of these the first and third are polarized in 
one plane, while the second and fourth are polarized in a perpen- 
dicular plane. The screen in the eyepiece cuts off the first and 
fourth spectra and leaves the second and third, one from the upper 
half of the slit polarized, say in a vertical plane, and one from the 
lower half of the slit polarized in a horizontal plane. By intro- 
ducing a Nicol behind the double-image prism we are able to cut 
out either one or the other of these spectra. Thus when the 
plane of transmission of the Mcol is vertical, the spectrum from 
the upper half of the slit will be cut out; while when that plane 
is horizontal, the spectrum from the lower half of the slit disap- 





pears. At intermediate positions of the Nicol, both spectra are 
visible, the intensity of each depending on the intensities of the 
sources and the position of the jN'icol. 

Let 7i and represent the intensities of the two sources. 
Let, further, the amplitude of vibration of the light from source 
1 be represented by OA (Pig. 40), and that of source 2 by OB. 
Suppose also that OA is cut out when the index on the Nicol 
stands at zero. The plane of transmission of the P^icol has then 
the direction OB. Conceive the Mcol to be rotated until the two 
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spectra are equally briglit. This will be the case when the plane 
of transmission 00 has such a direction that the projections of 
OA and OB upon it are equal, i.e., when it is perpendicular to 
the line joining A and B. Call the angle through which this 
plane has been turned a, then 05 cos a = 00= OA sin a, i.e,, 
the ratio of the amplitudes is 

OB sin a . 

-TT-; = = tan a. 

OA cos a 

Hence, the ratio of the intensities of the two sources is 

■|■=tan2a. (75) 

Experiments 

L OoMPAEE THE Kadiatiohs oe Two Difeeeeht Soueces 

OF Light 

Appaeatus. — The spectrometer, as used in the last chapters, 
can readily be converted into a spectrophotometer. 

Adjustments. — To convert the spectrometer into a spectro- 
photometer it is necessary, as stated above, to place in the colli- 
mator tube a double-image prism directly in front of the object- 
ive. , This prism should be so set that the two images of the 
vertical slit overlap to form one line. The vibrations in one image 
will then be vertical, while those in the other will be horizontal. 
A narrow card should then be fastened over the middle of the 
slit and so adjusted in width that the overlapping portions of the 
two central adjacent images, one from the lower and one from 
the upper half of the slit, are cut out. The center of the image 
of the slit in the eyepiece then appears continuous, but the vibra- 
tions of the upper half are, say vertical, while those of the 
lower half are horizontal. The upper and lower ends of the 
image of the slit should then be cut out with a screen in the 
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eyepiece, so that the light in the entire upper half of the image 
vibrates in one plane, while that in the lower vibrates in a perpen- 
dicular plane. 

The Nicol is then put in place in the tube I (Fig. 37) at the 
end of the collimator. The index is set at zero, and the Mcol 
rotated in the collar d until one of the spectra is extinguished. 

A prism is then introduced so as to produce in the field of 
view two spectra, adjacent, and polarized in planes at right 
angles to each other. 

Measueements.— It is first necessary to determine a scale of 
wave lengths. To do this allow sunlight to pass through the slit 
and take the readings on the circle of the spectrometer for four or 
five of the Fraunhofer lines. Then introduce into the eyepiece a 
screen with a narrow vertical slit whose center coincides with the 
intersection of the cross-hairs. Set the telescope so that the slit 
m the eyepiece falls upon the red end of the spectra and take the 
reading on the circle of the spectrometer. 

Allow the two lights which are to be compared to enter 
the two halves of the slit, and then turn the Nicol until both 
halves of the image of the slit, appear equally bright. Take the 
reading of this position of the Nicol. Then move the telescope 
along a definite amount, say 30' or 30'. Again set the Nicol for 
equal illumination, and take the reading. Proceed in this way 
through the entire spectrum. The readings are then plotted 
with the angles which denote the successive positions of the tele- 
scope as abscissae, and the squares of the tangents of the 
angles of the Mcol as ordinates. The resulting curve repre- 
sents the intensities of the various parts of the spectrum of 
one source, in terms of those of the other as unity. For if 

Jg = 1, Ix = tan® a. 

Flaving determined the angles of the telescope which corre- 
spond to certain Fraunhofer lines, the scale of abscissae can be 
converted into a scale of wave lengths. 
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EXAMPLE 

Smiliglit was used to calibrate the instrument and the follow- 
ing readings were obtained: 


Fbaunhopeh Line 

Reading 

B 

14° 10' 

•C 

o 

O 

D 

13° 26' 

E 

12° 32' 

F 

11° 56' 

Q 

10° 36' 


An incandescent lamp of sixteen candle power was then com- 
pared with a Welsbach light. The following readings were 
obtained, the last column giving tan* a, which is the ratio of the 
intensity of the Welsbach to that of the incandescent lamp: 


Reading 

CORBBSPONDING 

A • 10-« 

a 

T’ANi! a 

11° 0' 

444 

52° 

1.64 

20' 

458' 

54° 

1.90 

40' 

473 

56° 

2.19 

12° 0' 

490 

57° 

2.37 

20' 

508 

57° 

2.37 

40' 

528 

56° 

2.19 

13° 0' 

552 

55° 

2.04 

20' 

580 

54° 

1.90 

40' 

614 

50° 

1.42 

o 

O 

650 

46° 

1.08 

10' 

687 

38° 

0.61 


, If these values of tan* a be plotted as ordinates with either 
the readings or the corresponding wave lengths as abscissae, the 
curve will show that the Welsbach is relatively richer in blue and 


green rays. 
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II. Determine the Absorption of a Solution of Oyanin 

App;ir;itvis and adjustments as in Exporiinont I. 

Measurements. — Sunlight is allowed to pass through both 
lull VOS of the slit, and then tho aljsorbing substance is placed over 
one of thoni. The method of making and plotting the observa- 
tions is tlie same as that de.scribed al)ove. Tlie student should 
determine several such absorption curves for sul).stanGes like 
cyanin, permanganate of potash, ruby glass, or a thin film of 
silver on glass. 


EXAMPLE 

Light from an incandescent lamp passed into the upper half 
of the slit directly, and into the lower luilf through a glass cell 
containing a dilute solution of cyanin. afiio following observa- 
tions were made: 


Kkadino 

a 

Tan'-* tt 

11'^’ 0' 

43” 

0.81 

Dr' 0' 

43” 

0.81 

13” 0' 

43^’ 

0.81 

10' 

MD‘ 

O.MO 

30' 

DD’ 

O.OG 

30' 

o” 

0.00 

10' 

IG” 

0.08 

oO' 

MS" 

O.tll 

14" O' 

43''’ 

0.81 


If these values of tan'' a are plotted as ordinattis with the cor- 
responding r(;adings as ubselssae, the curve will la^present the 
intensity of the light transmitted by (he. cyanin solution in terms 
ol the intensity of (he light from the iiifiaudescinit, lamp. It will 
be noted that cyanin alisorhs (smipletely the radiation (iorrespond- 
ing to the reading 1,:)'’ Mo', h'rom the preceding e.xample it i.s 
seen that this reading corresponds to wave length .o!)7 - mm. 
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THE DEVELOPMENT OF OPTICAL THEORY 

By optical theory is meant that system of ideas or conceptions 
in which the various phenomena of light are unified, and by 
which they are explained. To gain a clear idea of the meaning 
of this statement, we must distinguish two factors which enter 
into the formation of every science. In the first place, we 
perceive certain external events through their effect upon our 
senses, and, in the second place, we form conceptions by which 
these events are systematized, harmonized, and interpreted. 

It is hardly correct to apply the word development to a mere 
increase in the number of phenomena observed ; for, though the 
numl)or of things winch we perceive with regard to any object 
becomes greater every year, this increase may be better described 
by the word, accretion than by the word development. This latter 
word seems to imply an organized increase,— an evolution. Hence 
it can appropriately bo used only when it includes a reference to 
our concc3ptionH, for it is in the organized expansion of our 
knowledge through, these conceptions, that the life of science 
really lies. 

This distinction becomes perfectly clear if we consider an 
exainplo. Such an example might bo taken at random from almost 
any domain of science; but, since this book treats of optics, it will, 
pcnhaps, bo better to draw our illustration from this branch of 
• physics. For the sake of brevity we will begin the discussion 
with {.ho end of the seventeenth century, for it is then that optics 
first became prominent. 

At that time only the more conspicuous phenomena of light 
had been noted. fi.dius, it was known that light seems to travel 
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in straight lines, that it is reflected from a plane mirror in such a 
way that the angle of incidence is equal to the angle of reflection, 
that it is bent from its straight path when it jDasses obliquely 
from one medium into another of different density, and that the 
different parts of a beam seem to be independent of one another. 

In order to describe these phenomena concisely, two concep- 
tions were formed, one by Descartes and Newton, the other by 
Huygens and Hooke. The former considered that light consists 
of fine particles or corpuscles which are shot out by luminous 
bodies and travel with enormous velocity; while the latter believed 
that light is a form of wave motion. As is well known, the 
former of these conceptions prevailed and was adopted by the 
scientists of the eighteenth century as being more nearly correct. 
Newton was unable to adopt the latter mainly because waves are 
known to bend or be diffracted around the edges of obstacles 
placed in their path, and the light waves did not appear to do 
this. Hence he lent his energies to developing the conception of 
corpuscles moving in straight lines, and carried with him the 
world of physicists for a century or more. 

It is interesting to note that of these two conceptions that of 
particles moving in straight lines is mechanically much simpler 
than that of wave motion, for it is characteristic of scientific 
thought to base the first conception of a phenomenon upon some- 
thing crudely mechanical or which is familiar and easily con- 
ceived. This tendency is often disastrous to the healthy progress 
of a subject, and proved to be so in the case of optics, for that 
science made very little advance during the period in which the 
conception of light corpuscles was held. 

It finally became evident to some men of science that the cor- 
puscular idea must be abandoned, first, because it was mechanic- 
ally too simple to account for the exceedingly complex and varied 
phenomena of light; and, second, because it seemed to them to 
be internally absurd, since it was found that even so commonplace 
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ail Gvoiit as tlio passage of a beam of light from air into water, 
for exiiiiiplG, required for its elucidation, additional assumptions 
whicli were somewliat ridiculous, as shown by ISTewton’s “fits of 
easy relleotioii, ” etc. When the phenomena of interference and 
polarization became matters of observation, largely through the 
eiforta of Young and Eresnel, then, notwithstanding the fact 
that tlio corpuscular theory had to adorn itself with many gratui- 
tovis 8nx)plonientary hypotheses, the strife between the rival con- 
ceptioiia heoaine fierce, and all parties to the contest sought an 
'■‘•exprrlrmutnm (yruGW’’ whicb. would finally decide between them. 

Such an experiment was found in connection with refraction; 
for, according to ilio corpuscular theory, light must travel faster 
in the donsor inediuni; while, according to the wave theory, the 
revertsc is true. The controversy was then finally settled by 
Foucault when he proved experimentally that light travels more 
slowly in a denser medium, and so the conception that light is a 
form of wave motion came to bo generally accepted. 

'I'lius, altliouglv the corpuscular theory is mechanically the 
slmphw, (he pluvnoniena of light are so complex that the more 
int!’i(mt(< conception of wave motion has after all proved to be 
more sai.isfactory in that it not only furnished simple and exact 
(hisc.riptions of interl'oronce, diffraction, and polarization, but also 
ciiahliMl the scientists of that day to predict effects which led to 
the (lis<*.ovcry of lunv laws. 

It. was, howovei’, soon found that the idea that light is a wave 
motion had ii.s limitaiions when the phenomena of dispersion 
were (M)UHidored. In dealing with diffraction and inteifeience it 
is sutlic.ient to conceive that wo have to do with a wave motion, 
Imt in the case of dispersion we must also form some notion of 
the nature of the medium in which the wave motion takes place, 
lleiitu! i,}ie next problem which presented itself was that of form- 
ing an adiMiuato comuiption of that medium,— the ether, as it has 

bee.n (allied. 
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The most natural solution of. this problem is to assume that 
the waves are elastic waves like those of sound, and that the 
medium which transmits them is one which possesses mechanical 
properties similar to those which are necessary for the propagation 
of elastic waves. If, however, this solution is adopted, several 
serious difl&culties are at once encountered. 

The first of these difficulties arises because of the enormous 
velocity of light,— 300,000 kilometers a second. Since the 
velocity of an elastic impulse in any medium is determined by 
the square root of the elasticity of the medium divided by its 
density, it is necessary to assume that the medium which trans- 
mits light has an extraordinarily high elasticity, or a very small 
density, or both. It would not be so difficult to conceive such a 
medium if it could be thought of as a very rare gas. But the 
light waves are transverse waves, and the medium which transmits 
such waves must have rigidity, i.e., must have the properties of a 
solid. 

Even this conception of a highly elastic and very rare solid 
which fills all space might- not be impossible if it were not for the 
fact that the planets and the comets move at great velocities 
through it without apparent resistance, and the conception of a 
solid which yet offers no resistance to motion through it is rather 
difficult. 

But there are other conceptions involved in the assump- 
tion of a medium which reacts to. mechanical forces which are 
even more impossible. These conceptions depend upon the elas- 
tic constants of the medium. The theory of elasticity demands 
that six conditions be fulfilled when an elastic impulse passes the 
boundary between two media. These conditions are the equality 
on both sides of the boundary of the components of the elastic 
displacements, and the equality of the components of the elastic 
foices. In order to satisfy these six conditions it is necessary to 
assume both transverse and longitudinal disturbances in the 
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second medium, for the transverse alone can at best satisfy four 
of these conditions. Hence it has been the burden of the elastic 
theories of ether to make these four constants do the work of six, 
since longitudinal vibrations in the ether have never been 
detected. A detailed account of the devices employed by Cauchy, 
Hresnel, Green, and others to surmount this difficulty will be 
found in Winkelmann’s Handbuch der Plitjsih, Vol. II, pt. 1, p. 
641 seq.* 

The fact which is of special interest to us here, is, that 
although the adoption of the idea that light is wave motion was 
a step toward conceptions of greater mechanical complexity, and 
hence served as a great stimulus to progress in the growth of 
optical theory, yet the concomitant notion of a mechanically elas- 
tic solid medium contained internal absurdities which placed 
serious limitations on the usefulness of the theory as a whole. 
Hence it appears that further development demanded an expan- 
sion or change in the conception of the nature of the ether. 

The first to suggest a new conception was Faraday, f who, in 
1851, while discussing the question whether the magnetic force is 
transferred through bodies by action in a medium external to the 
magnet or by action at a distance, wrote; “For my own part, con- 
sidering the relation of a vacuum to the magnetic force and the 
general character of magnetic phenomena external to the magnet, 
I am more inclined to the notion that, in the transmission the 
force, there is such an action external to the magnet, than that 
the effects are merely attraction and repulsion at a distance. 
Such an action maybe a function of the ether; for it is not at all 
unlikely that, if there bo an etlior, it should have other uses than 
simply tlio conveyance of radiations.” 

*01. also Lloyd, Report on Optical Theories, B. A. Eeporta, 1884, p. 
295 seq. Gla/.eln’ook, Report on Optical Theories, B. A. Reports, 1885, p, 
157 seq. L’Abbo Moigno, Repertoire. d'Optupie Moderne, 4 Vols., Paris, 
1847-50. 

t Faraday, Experimental Researches, No. 3075. 
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This hint of Faraday’s was taken up later by Maxwell,* who in 
1873 published a theory of light based on the assumption that 
the medium which transmits light is the same as that which 
serves as a vehicle for the electric and magnetic forces. Fie 
further developed a conception of the process of ether wave 
propagation which renders this theory free from the internal 
absurdities and contradictions which hindered the progress of its 
predecessor. 

Thus his fundamental assumption concerning the nature of 
the forces in the ether, i.e. , his conception of displacement cur- 
rents which produce magnetic effects, is such that it follows at 
once from it that electromagnetic waves in the ether are trans- 
verse, f Hence after adopting this theory we are no longer com- 
pelled to consider the ether a solid. 

Furthermore, there are only four independent conditions 
which must be fulfilled when a train of waves passes through the 
boundary between two media, and hence it is not necessary to 
make any special assumptions to explain that jDassage. 

Finally, the theory enables us to calculate optical constants 
from electrical measurements, thus bringing two distinct fields of 
investigation into relations which can be subjected to cjuantitative 
measurements. 

How, although the attempt to describe the properties of this . 
two-^sided medium, the ether, as if they were similar to the crudely 
mechanical properties of grosser matter, has since then fre- 
quently been made, science is fast coming to believe, if it has not 
already reached the conclusion, that this ether belongs in a cate- 
gory by itself,— that its properties are discretely different from 
those of perceptible matter. Thus Maxwell’s theory has proved 
to be a step from the mechanical conception of an elastic solid to 
a wholly new and radically different idea. It thus opened at once 

* Maxwell, Electricity and Magnetism, Vol. II., p. 481. 

t Drude, Theory of Optics, p. 278. 
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a VEst domain for new investigation — it bridged the cliasm 
loetween tlie territories of light and electricity, and has been the 
means of adding immensely to our store of information concern- 
ing both sciences. 

It is to be noted, however, that this conclusion that the ether 
is discretely different from ordinary matter does not by any means 
indicate that the problem is completely solved. It merely places 
that medium in a position in which an open discussion of its 
properties is possible, i.e., it removes all crudely mechanical bias 
from our minds and shows us that we have before us an almost 
wholly unexplored domain which invites investigation. It thus 
lends enthusiasm to optical and electrical research by offering a 
field for the exercise of untrammeled imagination, — a field unob- 
structed by conceptions of a grossly meclianicaUiature. Some of 
the results of this impetus which the electromagnetic theory of 
light has given to optical research, will be briefly discussed in the 
next chapter. 

In brief, then, optical theory has developed from a simple con- 
ception of material particles traveling in straight lines, through 
the more complex conception of waves in a mechanically elastic 
medium, to the recognition of a wave motion in a medium whose 
properties are still to be discovered and classified. And while 
the theory has passed through these stages, the observed details 
in the ydienomona which it is invented to describe have increased 
ill number in a way commensurate with the expansion of the 
theory. And so we return to the statement with which we 
liegai'i, namely, that science is a vitally living thing, whose life can 
be trne.ed in tlio development of the conceptions which we form 
of phenomena in the world about us. 
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It remains for us to consider briefly some of the more marked 
results to which the adoption of the electromagnetic theory has 
led. The first important step in the development of the theory 
was taken by Maxwell when he showed that the velocity of an 
electromagnetic wave in a dielectric is equal to the ratio of the 
electromagnetic to the electrostatic unit divided by the square 
root of the dielectric constant of the medium. Thus if V repre- 
sent the velocity of the wave, o the ratio of the units, and ^ the 
dielectric constant,* 



( 76 ) 


Two important results follow from this equation. The first is 
derived from the fact that the dielectric constant of the ether is 
defined as unity. Hence the velocity of an electromagnetic wave 
in the ether is equal to the ratio of the electromagnetic to the 
electrostatic tmits. Now this ratio of the units has been deter- 


mined by experiment and found to have the value 3 • 10^“ — 

sec. 

But this is the velocity of light in the free ether, in fact the two 
numbers agree so closely that we can hardly regard it as a mere 
coincidence, but are led to believe that light is an electromagnetic 
vibration. 

The second result relates to the index of refraction. In Chap- 
ter VII this index has been defined as the ratio of the velocity of 
light in ether to its velocity in the medium considered. Thus if 


* Drude, Theory of Optics, p. 276, Longmans, 1902. 
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Y' repi'Gseiit the velocity in the medium, the dielectric con- 
stant, and /X the index for infinitely long waves, we have from 
equation (7G), since /c = l, 

~ "j/-/ “ ^ k , 

i.e., the square of the index is equal to the dielectric constant. 
This conclusion has also been tested hy experiment. The first 
results were, however, rather discouraging, for it was found that, 
while the relation proved true for some substances, it was far 
from correct for others. Thus for benzole we find /x = 1.482, and 
Vic' = 1.4',); while for water, ju, = 1.33 and Vk' = 9.0. 

It was some years before this discrepancy was explained in a 
satisfactory way. It was suggested that the difficulty might be 
duo to the faisb that vibrations of short period were used in deter- 
mining the index for tlie visible spectrum from which the index 
for infinitely long waves was calculated from a dispersion equa- 
tion like that of Cauchy (of. p. 91), while very long oscillations 
wore used in measuring k!. The objection to this explanation 
was, that- when there is a discrepancy, k' is always greater than 
/x'-®, whereas, according to the experience of that time, the longer 
the wave, the Hmaller the index; so that for infinitely long waves 
the index should 1)0 even smaller than it is for the visible spec- 
trum, thus making the discrepancy worse. 

It was at lenglh discovered tlnit the dispersion does not always 
follow an (‘filiation like that of Cauchy; in short, it was found 
that when the medium absorlis some of the radiations' which fall 
upon it, the dispersion biw is quite dilferent. Thus if, for exam- 
ple, a Bpectrum be formed by a prism of cyanin, which absorbs the 
yellow, it will be found that the red and orange rays are deflected 
more than the green, blue, and violet, the, two halves being separa- 
ted l)y a dark tiand where the yellow should bo. Such dispersion 
is called anomalous. From this discovery it became at once clear 
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tliafc WG Clin not, in tliG casG of absorbing media, calculate, witli 
tlie help of the dispeision e(^uations "which belong to transparent 
media, the numerical value of the index of refraction on one side 
of an absorption band from observations taken on the other side. 

After this it was easy to surmise that substances like water, 
for which Tc' is greater than p.®, have absorption bands which 
correspond to periods of vibration between those of visible light 
and those by which h is measured, i.e., beyond the ultra red. 
To prove this it is merely necessary to measure the index of 
refraction for very long oscillations. This was done for water 
by Drude,* and the result was a complete confirmation of 
the theory, for he found that for such long waves the index of 
refraction of water has the value 9.0. Hence the original state- 
ment of Maxwell, namely ix=\/h\ has been modified to read 
can not be greater than Vh'. If for any substance it is less, we 
believe that we can with certainty predict that that substance 
absorbs completely some of the radiations which correspond to 
the ultra red. 

But this discovery of the relation between absorption and 
anomalous dispersion had an even greater result than that of 
clearing away the discrepancy • in Maxwell’s original theory, for 
the question, why should a substance absorb one particular set 
of waves, led for its answer to the conception that the smallest 
particles of such absorbing media must be free to vibrate, and 
have natural periods of vibration which are the same as those of 
the waves which they absorb. This conception was borrowed 
from the known phenomena of absorption by vapors as mani- 
fested in the Fraunhofer lines in the solar spectrum. But the 
assumption that the smallest particles are set in vibration by an 
electromagnetic wa-ve whose period coincides with their own nat- 
ural period involves the idea that such particles must carry elec- 


* Drude, Wied. Ann. 59, p. 17, 1896. 


THE TEEND OE MODERis OPTICS 


175 


trie cliarges. Hence we reach, a conception which is one of the 
jnost important in modern science, namely, this: That the 
particles of all substances wMch allow light to pass at all are 
charged particles which have definite natural periods of vibration. 
Such charged particles have been given the name ions. 

This conception is not peculiar to optics, but is found to be 
necessary in describing the phenomena of electrolysis, and has 
proved itself equally indispensable in discussing the cathode rays 
and the action of magnetism on light. 

But how does this idea help our understanding of the facts of 
normal dispersion? Because it can be shown* that the dielectric 
constant of a medium composed of charged particles which have 
natural periods of vibration, depends upon the ratio of those nat- 
ural periods to that of the impressed vibration. When the value 
of this ratio is not unity, i.e., when the impressed period and the 
natural periods are not the same, the dielectric constant varies 
continuously with the period, so that the curve which expresses 
the relation between the two is continuous. Hence the curve 
which expresses the relation between the index of refraction and 
the wave length is also continuous, i.e., it agrees with the observed 
dispersion curve. When, however, the impressed and the natural 
periods coincide, then absorption takes place, and the disperhon 
seems to become discontinuous at that point. 

But this idea of charged particles which have natural peiiods 
can be extended so as to give us some conception of the nature of 
the particle. Bor it is not difficult to conceive that if by any 
means we could set those ions into violent vibrations, they would 
become a source of electromagnetic waves of the same period as 
the natural periods of the particles. How it is a well-knomi fact 
that all solids, when heated to incandescence, send out waves of 
all possible periods; but that when the solid has been changed to 
^ 

* Drude, Theory of Optics, p. 382. 
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a vapor, the vibrations sent out have certain particular periods 
which are peculiar to the substance and characteristic of it. 
These facts are the basis of spectrum analysis, and lead to two 
conceptions which bear closely upon the general theory of optics. 

For when these facts are considered in relation to the differ- 
ence in the volumes occupied by the same quantity of a substance 
in the solid and in the vapor state, we must recognize that the ions 
are much closer together when they send out white light than 
they are when they produce only certain definite vibrations. 
Hence the conception has been formed that the ions, which by 
their vibration produce light, are grouped into larger particles. 
When the substance is in a solid state and heated to incandes- 
cence, these larger particles are set into comparatively slow vibra- 
tion. But since they are close together, they will collide with one 
another very frequently, i.e., each particle will not travel very far 
before it meets another. At every such collision between t-wo 
particles each receives a blow which causes it to shiver so that the 
ions which compose it are set into violent vibration. How these 
vibrations due to impact are not at first those corresponding to 
the natural period of the ion, but are forced vibrations,. Hence 
they may have any period whatever. Such forced vibrations, 
however, die down very rapidly, and the ions would then continue 
to vibrate in their natural periods were it not for the fact that 
they are so close together that the forced vibrations do not have 
time to disappear between impacts. Hence white light may be 
conceived to be due to the vibrations forced upon the ions by 
the frequent impact of the particles in which they are grouped. 

But when the substance is in the form of vapor, the particles 
are farther apart, so that each particle travels very much farther 
between impacts. In this case the time required for the forced 
vibrations to die away is small in comparison with the time between 
impacts, so that the ions send out waves of their natural periods 
mainly. Hence the spectrum is no longer continuous but is com- 
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posed of a few lines only, namely, of those winch correspond to 

the natural periods of the ions. ^ ^ ■ 

Now we know that a simiDle sounding body, like a vibrating 
string, sends out a series of vibrations, partial vibrations as they 
are called, whose periods stand related to one another inversely as 
the numbers 1, 2, 3, etc. When the geometrical form of the 
sounding body is not so simple, the relation between the partial 
vibrations becomes more complex; in fact, the theoretical solu- 
tion of the case of even so simple a form as the ring has not yet 
been worked out. Now in simple cases we can analyze the com- 
pound sound vibrations which come to us into the partial vibra- 
tions, and from that analysis draw certain conclusions as to the 
nature of the sounding body. Can we do the same with the light 
vibrations? Can we find a numerical relation between the periods 
of vibration indicated by the bright lines in the spectrum of a 
substance, and from that relation draw conclusions as to the 
geometrical form of the vibrating ions? This is an extremely 
interesting and pertinent question, for the determination of the 
shape of what has been called an atom has been for ages one of 

the favorite problems of the philosopheis. 

Now experiment has shown that there is a numerical relation 
between the periods of vibration of the lines of each of a large 
number of spectra. That this is not mere chance is shown by the 
fact that this numerical relationship has led to the discovery of 
new lines whose position in the series had been calculated but 
which had not before been observed. Investigation has also 
established relationships between the groups of the Mendeleeff 
series. Thus the elements of the first and third groups (Li. , Na., 

K Eb Os Mg., Oa., Sr.) are characterized by doublets, while the 

Leni of ’the second group (Ou., Ag.) show series of triplets. 
But, although an equation has been foun d* which expresses 

.Kayser 

■Winkelmann’s Handbuch, 11, 1, p- 441 seq. 
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numerically the relation between the periods of vibration, the 
geometrical form of the object that would be capable of sending 
out such a series of partial vibrations has not yet been deter- 
mined. 

The problem is, however, by no means hopeless, and every new 
detail discovered in the spectrum of any substance adds its share, 
be that , little or great, to the general store of information. The 
importance of the detailed study of spectra is thus made clear, 
for the more detailed our knowledge of the vibrations of the ions, 
the nearer we come to being able to form a conception of their 
size and structure. Hence the value of increasing in every way 
the power of spectroscopic apparatus becomes manifest, and we 
can appreciate the bearing of the chapter on visibility curves, for 
this is at present the most refined method of light wave analysis, 
i.e., the method which furnishes the most detailed information as 
to the exact nature of any complex set of light vibrations. 

Another factor which helps to emphasize the usefulness of 
increased spectroscopic power is the recent discovery of the action 
of magnetism on the vibrations of the ions. Faraday had sus- 
pected that the magnetic field should act upon the vibrations of 
light, and discovered the magnetic rotation of the plane of polari- 
zation, but he was unable to find that the field produced any 
change in the period of vibration of the light. The effect was 
discovered a few years ago (1897) by Zeeman, who found that 
each line of a spectrum seems, when the source of light is placed 
between the poles of a powerful magnet, to be separated into 
three lines, the two outer being polarized in one plane, and the 
middle one in a plane at right angles. 

The theoretical explanation of this phenomenon is as simple 
as it is beautiful. For we have come to believe, as has been 
stated, that the light waves are caused by vibmting ions, and, in 
the general case, the paths which such vibrating ions follow are 
ellipses. But an elliptical motion can be resolved into a circular 
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motion in one plane and a rectilinear motion in a plane at right 
angles. Hence we may assume that the yibration forms of the 
ions are thus resolved into circles in planes at right angles to the 
lines of force of the field, and straight lines parallel to those 
lines. How a moving electric charge is equivalent to an electric 
current, and, as is well known, a magnet attracts or repels an 
electric current which flows at right angles to the lines of force of 
the field according to the direction of the current. Since we 
have resolved the vibrations into circles whose planes are perpen- 
dicular to the lines of the field and straight lines parallel to those 
lines, only the circular vibrations will be afl:ected by the field. 
But since some of the ions are rotating in one direction and others 
in the opposite direction, the effect of the field upon them will be 
different in the two cases. For if the field act upon those rotating 
in one direction to repel the ion, it will act with an attraction upon 
those rotating in the opposite direction. If, therefore, in the first 
case, the circular path of the ion is made larger, and hence the 
period of vibration increased, in the second case the path will be 
contracted, reducing the period of the oscillation. Since these 
vibrations are in the plane perpendicular to the lines of force of 
the field, they will appear to an observer looking at right angles 
to those lines like plane vibrations. Hence, if the lines of force 
bo horizontal, these vibrations will appear to be vertical, and the 
observer will perceive two plane polarized vibrations whose periods 
arc slightly different from that of the original vibration, one being 
Boniowhat smaller, the other somewhat greater. 

But the period of the vibrations parallel to the lines of force 
of the field is not altered by the field. Hence the observer should 
also perceive a plane polarized vibration whose oscillations are 
horizontal. Hence we can conceive how a single line can be sep- 
arated into three, in two of which the vibrations are vertical and 
the period of vibration altered, while in the third the vibrations 
are horizontal and of the same period as that of the original light. 
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If, however, an observer looks along the lines of force of the 
field he should perceive two circular vibrations rotating in oppo- 
site directions. Observation confirms this conclusion also. 

But while observation confirms in general these results, it has 
nevertheless been found that when the analysis of the vibrations 
is carried farther, the phenomenon is not so simple. For it has 
been shown* that a single line is not merely separated into three, 
as has been described, but that each of the three may itself he 
compound. Furthermore, the complexity of the lines is different 
for different lines in the spectrum of the same element. Thus in 
the case of cadmium the three lines into which the red radiation 
is separated are all single ; while the green radiation breaks into a 
triplet whose vibrations are horizontal and two quadruplets whose 
vibrations are vertical; and in the case of the blue radiation, all 
the lines are doublets. These details have not yet been satisfac- 
torily accounted for in the theory. The entire subject is one of 
great interest, and promises well to become an important factor 
in helping us to form conceptions of the geometrical construction 
of the ions. Since the effects here described are so small that 
they can be detected only by the highest spectroscopic power at 
present available, the value of increasing the resolving power of 
the spectroscope becomes again manifest. A very decided 
advance has recently been made in this direction by Michelsonf in 
the invention of his echelon spectroscope. 

Another very interesting conclusion has been reached from the 
consideration of this effect of the magnetic field upon the vibra- 
tion of ions. For it is clear that the magnitude of these effects 
depends upon two factors, namely, upon the strength of the 
electric charge carried by the ion, and upon the mass of the 
ion. Thus the greater the charge, the greater will be tlie 

*Miche]son, Phil. Mag. (5) U, P- 109, 1897; 4B, p. 348, 1898. 

f Miohelson, Am. Jour. Sci. (4) 5, p. 21.5; Astrophys. Jour. S, p. 37, 
1898. 
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effect, and tlie greater the mass, the smaller will be the effect. 
Hence if e represent the charge, and m the mass of the ion, the 

effect will be proportional to — • Now there are other phenomena 

in the description of which this factor ^ appears, namely, elec- 
trolysis and the cathode rays. For in the case of the former the 
action will evidently be more rapid the greater the charge and 
the less the mass of the ion; and the deflection of the cathode 
rays by the magnetic field will, upon the assumption that those 
rays are caused by ions shot out from the cathode, be greater the 
greater the charge and the less the mass of the ion. 

Unfortunately these phenomena do not permit of an inde- 
pendent determination of either e or but lead only to a value 
of their ratio. Now the value of this ratio for hydrogen, as 
determined from electrolysis, is about 10^, while its ■ value, as 
determined from the effects of the magnetic field upon the 
cathode rays and the light vibrations, is about 1.7 • 10b The 
difference in the two cases may be accounted for in three ways; 
namely, either e is the same in the three cases, while m is greater 
in electrolysis ; or the wi’s are the same, but the g s are different 
in the three cases; or both c and m vary in the different phe- 
nomena. Hence it is an interesting problem to find a means of 
obtaining independent determinations of the two quantities. 

This has not yet been done withouti making assumptions as to 
the number of particles in a given volume at a given pressure. 
But it is found that, if we take for that number the one to which 
the kinetic theory of gases leads us, we find as the charge of the 
univalent ion in electrolysis r.29 • 10-^«.=>= J. J. Thomsonf has 
calculated from observations upon ions in vacuo a number of the 


*Drucle, Theory of Optics, p. 532. 

t J- J- Thomson, Phil. Mag. (5) P- 393, 1897; ^6, p. 528, 1898; 
p. 547, 1899. 
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same order, namely, 6.7 • as the value of the charge upon an 

ion under those conditions. Hence the conclusion seems probable 
that the charges are, in the two cases, nearly the same, but that 
the masses of the ions in electrolysis are greater than those of the 
ions which take part in the phenomena of the cathode rays and of 
the action of magnetism on light. 

Hence physicists have come to believe that the particles whose 
vibrations cause light are parts of an atom, — that the time-hon- 
ored atom, which to the chemist is indivisible, is in reality com- 
pounded of a very large number of smaller ions to which the 
special name electron has been given. The calculations are not 
exact, but there is good reason for the belief that the hydrogen 
atom is made up of something like one thousand of these elec- 
trons, and that the numbers in the other chemical atoms are 
roughly proportional to the atomic weights. According to this 
conception an atom of mercury would be composed of about 
300,000 electrons. 

Such ideas as these tax the powers of conception of the human 
mind to the limit. Tor, if it is difficult to form a mental image 
of an atom, which is so minute that we can not even with the best 
microscope see a group of several hundred of them, is it not bold 
of us to attempt to realize that such atoms are themselves highly 
complex? 

Hence we can see that the science of optics is not a worn-out, 
barren field of investigation, but that it now throbs with vigorous 
life, and that the conceptions of Nature which it has developed 
under the stimulus of the electromagnetic theory have led, and 
probably will always lead, the human mind to the very outermost 
boundaries of the knowable and the conceivable. 
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A. Sources oe Light 

Ono of tho most nsotnl soiu-oes of monooliroinatio light is the 
sodiiim ihwno- heating a 

piece of hard glass tubing in the flame of a Bunsen burner. The 
tubing can bo supported in the flame by a piece of iron wire, the 
othermvd of tlie wire being wound around the burner. Or a piece 
„£ asbestos which has been soaked in a strong solution of one of 
the sodium salts can be tied about the upper end of the burner. 
This sort of flame is very oonYonient in the interferometer woi 
especially if there bo mounted on the same base an ordinary wbite- 
ligbt l.urnor with a eock, so that the sodium light can he replaced 

by white light by moroly turning the cook. 

^ The einoctiouto this form of sodium burner is that the light 
whi<d, it furnishes is too faint for orperiments like those of the 
hlmnd mirrors, in whieh all ttio light used has to pass througlr a 
narrow slit. A brighter sodium light can be obtained by heating 
tbo bard 'dass in the flame of an oxyliydrogen blow-pipe. 

Tl.e inost satisfaetory light for these e,apenments howevei 

.1 Juiien or i,be s-dar HP«®t™‘- 

‘ l.sHarv lo pass tbo sunlight through an ordinary spectrometei 

iHU,(,hb.uy t.o 1 ■ ^ acts as 

and device for producing such a spec- 

th(' souice 0 f. '• flight passes tlirougli the slit iS'and 

,,nnu :.H shown m Iig. tl. 

^ 

' 'To-l'i ilic lower half of the prism and the lens, and 

. Jit, Asmall-total reflection prism j) 

forms a .spiictniin below Iho sui,. i 

loo 
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turns the light to one side so that the spectrum is formed in a 
position convenient for observation. The advantage of this form 
of instrument is that it gives a rather large dispersion with only 



one prism, and that it allows the, different parts of the spectrum 
to be brought upon the slit of the instrument being used, by 
merely changing the position of the mirror M. Such a spectro- 
scope is easily constructed, as it does not require the careful 
adjustment usually necessary in this kind of instrument. 

The vacuum tubes are useful for furnishing the cadmium and 
mercury light,* their success depending upon their having been 
sealed when the vapor pressure in them is just correct. Expe- 
rience has shown that the pressure is correct when the tube, 
excited by the electric spark, shows stratifications about 1 mm. 
apart. The amount of cadmium or mercury needed is small, 
about the size of ^ pin head. 

The cadmium tubes have to be heated to about 270° 0. before 
the cadmium vaporizes. To make the heating uniform the tube 
should be inclosed in a heavy brass box in which is a small win- 
dow covered with mica.. The mercury tubes have to be warmed 
somewhat, not over 100° 0. A metal box is hot necessary with 
them, although it is desirable to have one to keep the temper- 
ature fairly uniform throughout the entire tube. Empty tubes 
can be purchased from any good glass-blower. 

Eiltered sunlight is sufficiently monochromatic for many 

* These can be purchased from William Gaertner, 5347 Lake Avenue, 
Chicago, or can be readily made. 
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experiments, notably tliose in polarized liglit. The following 
solutions, recommended by Landolt,* will be found to be satisfac- 
tory; 


COLllH 

TlUeiCNUSS OF 
IjAykii in lum. 

Aqukous Solution of 

Grams in 

100 ce. 

Average 

A. • 10» 

Red 

20 

Crystal violet, 5 BO. . 

0.005 

656 


20 

Potassium chromate . 

10 


Green 

20 

Copper chloride 

60 

538 


20 

Potassium chromate . 

10 


Blue 

, 20 

Crystal violet 

0.005 

448 


20 

Copper sulphate .... 

15 


I).' SiLVEUiNG OF Optical Surfaces 
The optical surfaces used in interferometer work have to be 
coated on tlieir Iront facios witli silver. One of the simplest 
mulhoils <il“ doing Ibis is the following: 
l're.piiri^ two .solutions as follows: 


A 


Silver nitrate 5 gm. 

Dtsiillcid water 40 oo, 


d’o this add ammonia slowly until the precipitate which is at 
iirst formiMl is nctarly redissolved. The success of the solution 
d(‘pcuds upon Ic.aving an excess of the precipitate. If a drop too 
niudi ammonia has beim added, a small crystal of silver nitrate 
luiHt 1)(^ pul. in to bring back traces of the precipitate. When 
tin solution is rigdit it will look like slightly muddy water. Then 
dibit u to oOO cc. and titter. 


B 


.Silver rutratc • 1 gm. 

I!oclieIl(» salt (.soiliuiii-potasHium tartrate) 0 Sii gin. 

l)istilleil water.. f>00 co. 


Lamlolt, Optis-rln’ /)/r///o/i/.s'Cc;'ia(i;/ea, Braunschweig, t81)8, p. 890. 
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Bring the solution to a boil and filter hot. It must be cooled, 
to the temperature of the room before it is used. 

For silvering use equal parts of A and B. • ■ 

The essential of success in silvering is, besides the ammonia in 
solution A, cleanliness. The following process of cleaning the 
surfaces to be silvered is recommended : 

1. Eemove wax, if there is any, with spirits of turpentine. 

2. Wash ofi the turpentine with soap and water. 

3. Place the surfaces to be silvered in a glass or porcelain 
tray, and remove any remaining silver with strong nitric acid., 

4. Einse well in running water. 

6. Wash in a strong solution of caustic potash. During this 
washing the plates and the dish which holds them should be 
rubbed hard with a tuft of cotton or a piece of pure gum tubing 
on the end of a glass rod. The success of the process depends 
largely upon the thoroughness of this washing. 

6. Pour off the solution of caustic potash and rinse well in 
running water, being careful not to touch either the surfaces or 
the inside of the dish with the fingers. A very minute trace of 
grease will make the film streaked. 

7. Wash in strong nitric acid. 

8. Wash in running water for five minutes or more, raising 
the surfaces with a glass rod to allow the water to run beneath 
them. 

9. Einse in several changes of distilled water. 

ETow mix the two solutions and pour over the surfaces. If 
only a thin coat is desired, the deposit must be watched, and the 
surface removed when the film has the necessary thickness. The 
opaque films should remain in the solution till it turns black. 
The surfaces are then removed and set up on edge on filter paper 
to dry. When dry they may be polished by rubbing them gently 
on a piece of chamois skin laid on the table and covered with 
jewelers’ rouge. The transparent films can not be polished, for a 
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slight touch will nib the coating off entirely. If the solution is 
successful the opaque films will be so hard that they can not be 
rubbed off with the finger. 


Table 1 

Wave Lengths op some op the Important Lines 


.Solar Link 

SlTliSTANOK 

A ■ lO’' 

Solar Link 

StTBSTANCK- 

A • 107 

A 


7000 


Tl. 


B 

o. 

0870 

E 

Ca. 

5270 

0 

H. 

0563 

b 

Mg. 

5173 


C(I. 

(i438 


Cd. 

5086 

Di 

Na. 

589(5 

F 

H. 

4861 

Da 

Na. 

5890 


Cd. 

4800 


Hg. 

5790 


Hg. 

4358 


Hg. 

5770 

G 

Fe. Ca. 

4308 


Hg. 

5461 

H 

H. Ca, 



Table 2 

Indices op Repeaction 


Solar Linis 

A 

H 

a 

D 

B 


U' 

H 

Water 

1.3293 

.3309 

;3317 

.3335 

.3358 

.3377 

.3412 

.3441 

Alcohol 

1.3586 

,3599 

,300(1 

.3624 

.3647 

.3(567 

.3705 

.3736 

Cai-lion bisidphide 

1.6103 

,6166 

.6198 

.6293 

.(5421 

:()541 

.6786 

.7016 

Cassia oil 

1,5861 

.5920 

.5902 

.6053 

.6191 

.6340 

6652 

.7010 

t h’Dwn gla.sH ...... 

1.5099 

.5118 

5127 

.5153 

.518(1 

.5214 

.5267 

,5312 

Flint glas.4 

1,7351 

.7406 

.7434 

.7515 

.7623 

.7723 

7923 

.8110 


Table 3 

tISl<3PUI.i Numbp.rs 

Bas(^ of tli(i natural system of logarithms e = 2.7183; log e = .43429. 
IdotluluH of the natural logarithms il/'=rj“-i= 2 302(5; log ilf =.30222. 

Alight wlio.si^ are i.s e(jual to the radius = 57". 2958 = 2(}(]265". 

logs 1.75812 5.31442. 

Index of refraction of air = 1.00029. 
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Natural Sines 


Angle 

.0 

.1 

.3 

.3 

.4 

.5 

.6 

.7 

,8 

.9 

Complement 

DiHereuce 

45 '' 

o.Ton 

7080 

7090 

7108 

7130 

7133 

7145 

71,57 

7169 

7181 

7193 

44 “ 


7100 

1 30(1 

7318 

7300 

'7342 

7354 

7266 

7378 

7890 

7303 

7814 

43 12 

47 

'(.114 

7035 

) 00'/ 

704!) 

'7!!01 

7373 

7385 

7396 

7408 

7430 

7431 

42 

48 

7-191 

7440 

74i)5 

7400 

7478 

7400 

7501 

7513 

7534 

7586 

7.547 

41 

49 

( 1)4/ 

7i)59 

77)70 

7.581 

7593 

7604 

'7615 

7637 

7638 

7649 

7660 

40 

50 

l).7()(i() 

7(1'73 

'7080 

7094 

7705 

7716 

7727 

7738 

7749 

7760 

7771 

39 

51 
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INDEX 


Abbe, total reflection, 107. 
Absorption, coefficient of, 157. . 

relation to anomalous dispersion, 
173. 

Achromatic fringe, 37. 

Ames, concave grating, 121. 

Angle of incidence, 84 
of emergence, 84 
principal, 157. 

Angstrom, absolute wave length, 124 
Azimuth, of plane of polarization, 
152. 

principal, 157. 

Babinet, compen.sator, 143. 

Bell, absolute wave length, 124. 

Biot, rotary polarization, 131. 
Bi-prism, Fresnel, 44. 

Boltzmann, rotary dispersion, 131. 
Brewster, law, 151. 

Cadmium, distribution in spectral 
lines of, 79. 

Cathode rays, 175, 181. 

Cauchy, dispersion equation, 39, 90. 
Concave grating, 116. 

constant of, 121. 

Congruent rays, 21. 

Conroy, Brewster’s law, 151. 

reflection of polai’ized light, 152. 
Corpuscular theory, idO. 

Czapski, total reflection, 107. 
Deviation, minimum, 80. 

Dielectric constant, equals square of 
index, 173. 

Diffraction, by one slit, 11. 
by two slits, 19. 
gi'ating, 108. 

Dispersion, Cauchy’s equation for, 
39, 90, 173. 


Dispersion, determination with the 
interferometer, 61. 
of prism, 94. 
anomalous, 173. 
electromagnetic theory of, 175. 
Distribution in source, determination 
by visibility, 25, 71. 

Double slit, 19, 23. 

Drude, resolving power of prisms, 91. 
diffraction gratings, 108. 
reflection of polarized light, 150. 
metallic reflection, 157. 
electromagnetic theory, 170, 172, 
174, 175, 181. 

Electrolysis, 175, 181. 
Electromagnetic theory, 170. 
Electron, 182. 

Elliptically polarized light, 140. 
analysis of, 142. 

Fabry, distribution in sources, 83. 
Faraday, electromagnetic theory, 
169, 178. 

Fraunhofer, diffraction phenomena, 

11 . 

diffractioir grating, 17. 

Fresnel, mirrors, 30, 33. 
bi-prism, 44. 

reflection equations, 150. 

Gian, spectrophotometer, 159. 
Glazebrook, optical theories, 169. 
Grating, plane, 108. 
dispersion of, 110. 
resolving power of. 111. 
constant of, 112. 
concave, 116. 

Gubbe, rotary polarization, 134. 
Gumlich, rotary polarization, 131. 
Helmholtz, prisms, 96. 
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Interference, general discussion of, 
21 . 

Interferometer, definition of, 32. 
'Michelson, 48. 
adjustment of, 55. 

Ions, 175. 

ratio of charge to mass, 181. 
Jarnin, Brewster’s law, 151. 

Kayser, prisms, 96. 
plane grating, 108. 
concave grating, 116. 
absolute wave lengths, 125. 
regularities in spectra, 177. 
Kohlrausch, total reflection, 107. 
Kurlbaum, absolute wave length, 
124. 

Landolt, rotary polarization, 133. 
Lloyd, optical theories, 169. 
Magnetism, action on light, 178. 
Masoart, visibility curves, 27. 
gratings, 108. 

Maxwell, law of distribution of 
velocities of molecules, 75. 
electromagnetic theory, '< '' 

Metallic reflection, 156. 

Michelson, visibility with the double 
slit, 27. 

interferometer, 33, 48. 
applications of the interferom- 
eter, 69. 

visibility curves with interfe- 
rometer, 82. 

absolute wave length, 125. 
action of magnetism on light, 
180. 

echelon spectroscope, 180. 
Mirrors, Fresnel, 30. 

Moigno, I’Abbe, optical theories, 
169. 

Molecular rotation, 132. 

Muller, absolute wave length, 124. 
Optical activity, 130. 

Perot, distribution in sources, 82. 
Polariscope, 134. 

Polarization, rotation of the plane 
of, 180. 


Polarized light, qualitative experi- 
ments in, 127 . 
elliptically, 140. 
reflection of, lf>0. 

Prism, 83. 

formation of an image by, 88. 
thickness of, 93. 

Pulfrich, total reflection, 107. 

Purity of spectrum, 94, 111. 
Quarter-wave plate, 146. 

Quincke, Fresnel mirrors, 39. 

diffraction grating, 108. 

Rayleigh, limit of resolution, 18. 
visibility curves, 78. 
resolving po vver of prisms, 91-96. 
plane gratings, 108, 115, 
Brewster’s law. 151. 

Reflection, loss of phase on, 66. 
total, 105. 

of polarized light, 150. 
metallic, 156. 

Refraction, index of, definition of, 85. 
determination, with the inter- 


decermin 

tion, 105. 
of metals, 157. 
relation to diel 
173. 

Resolution, limit of, 
of prism, 93. 

Resolving powder, of lirism, 95. 
determination of, 102. 
of grating. 111. 

. determination of, 114! 

Rood, reflection of polarized lighi 
152. 

Rotation, specific, 132. 
molecular, 132. 

Rowland, plane gratings, 108, 115. 
concave gratings, 116. 
relative wave lengths, 120. 

Runge, concave gratings, 116. 
regularities in spectra, 177. 
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Sarasin, rotary polarization, 131. 
Scliourock, rotary polarization, 138. 
Schwerd, diffraction, 18. 

Sodium, determination of wave 
lengths, 55. 

ratio of wave lengths of the 
lines Di and D^, 69. 
distribution of a single line, 82. 
Soret, rotary polarization, 131. 
Spectrometer, 83. 

adjustments of, 97. 
Spectrophotometer, 159. 

Spectrum, purity of, 94. 
order of, 110. 


Spectrum, normal, 111. » 

absorption, 164. 

Stefan, rotary polarization, 183. 

Thomson, J. J., electron theory, 
181. 

Velocity, of light, equals ratio of 
units, 172. 

Visibility, with the double slit, 25. 
with the interferometer, 60, 70. 

Wave length, absolute determination 
of, 124. 

Wave theory, 166. 

Zeeman, action of magnetism on 
light, 178. 



